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Summary 
 
Magnetic resonance imaging (MRI) is widely used for contemporary diagnostics and research. 
Higher static magnetic field enables imaging with a higher resolution because of the increased 
signal-to-noise-ratio in comparison to low field MRI. However, this benefit is not cost-free. Less 
B1+ field uniformity, higher B0 inhomogeneity, higher specific absorption rate (SAR), and 
shortened T2 and T2* are some of the challenges of measurement at ultrahigh-field (UHF). The aim 
of this thesis is to address higher B0 inhomogeneity at a magnet with a strength of 9.4 tesla. To this 
end, the shimming hardware and software required for homogenization of the B0 field were 
designed, and the performance of the constructed setups has been validated by simulation and in 
vivo measurements. 
The first part of the thesis (Chapter 1) describes the source of B0 inhomogeneity, how it changes 
the FID signal, its consequences, and why UHF intensifies the B0 inhomogeneity. Then, the process 
of field homogenization, known as shimming, is introduced, and shimming with spherical 
harmonics is explained. Next, the standard method for B0 field measurement and inhomogeneity 
quantification is presented, and least squares minimization is described in order to optimal currents 
calculation for a constrained shimming. Then, dynamic slice-wise shimming is introduced as an 
approach to achieve a better B0 uniformity by breaking VOI to sub-volumes. Finally, the multi-coil 
shim setup is presented which benefits from small local coils for a more efficient shimming. 
The second part of the thesis (Chapter 2) focuses on construction and application of multi-coil 
shim setup as achievements of this thesis. First, the construction process of the setup and 
comparison with spherical harmonic basis sets are provided. Later, the impact of the improved B0 
uniformity with the dynamic multi-coil shimming on fMRI contrast is studied. Finally, a novel 
multi-coil design approach is presented in which a multi-coil shim setup is optimized for shimming 
of the human brain. Sections 3.4 and 3.5 present a summary of the collaborations in other related 
projects. First, a novel method to design the shim coils’ wiring pattern based on stream function is 
introduced which allows higher order shimming with limited number of the coils to be achieved. 
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Next, an application of the small local coils for parallel imaging is demonstrated. Small local coils 
are employed for a local modulation of the magnetic field and superimpose a unique phase variation 
to the spin distribution that can be used to disentangle different part of the object. 
The last part of the thesis starts with conclusions and outlook. Later, the resultant publications 
are listed, and the relevant publications are appended at the end.  
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1  I n t r o d u c t i o n  
1.1 MRI Basics 
A nucleus with a non-zero spin quantum number is NMR-active and, in the presence of an external 
magnetic field 𝐵ሬ⃗ , its spins start to align (parallel or antiparallel) and precess along 𝐵ሬ⃗ . The 
precession frequency, known as the Larmor frequency, can be explained by the gyromagnetic ratio 
(γ) of the nucleus and the magnetic field strength (B0) via the following equation: 
𝑓 =  
𝛾
2𝜋
𝐵଴ (1) 
 
The Larmor equation is an important fundamental equation in MR imaging and shows that the 
precession frequency varies for different nuclei and scales with the magnetic field. The spatial 
selection and encoding employed in MR imaging are based on the manipulation of the precession 
frequency. Accordingly, it is essential to have a homogenous magnetic field in the region of 
interest in order to avoid an unwanted shift in Larmor frequency. In practice, however, spins in an 
object may precess within a range of frequencies due to static field inhomogeneities. 
There are several well-known adverse effects that arise from B0 inhomogeneities. The effects’ 
form and severity depend on the employed sequence. For MR spectroscopy, field inhomogeneities 
broaden the spectral linewidth and degrade water suppression quality which results in unreliable 
spectrum quantification and detection of fewer metabolites [1]. For MR imaging, B0 
inhomogeneity affects the spatial encoding and, therefore, causes distortions and misregistration 
[2]. Additionally, significant intravoxel dephasing in the local intense inhomogeneities may void 
the signal completely. Gradient echo planar imaging (EPI) is one of the most sensitive sequences 
to the B0 inhomogeneity due to its long echo time. EPI images typically have areas with distortion 
or signal loss that are influenced by magnetic field inhomogeneity [3]. Some of the consequences 
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of the B0 inhomogeneity are depicted in Figure 1. Equation (2) mathematically explains how off-
resonance modifies the phase evolution of the MR signal, which leads to the subsequence artifacts. 
 
Figure 1. Examples of artifacts induced by inhomogeneities in static field. A) Reference shimmed image acquired with FLASH 
sequence. B) Inhomogeneity in slice selection direction causes shift of the slice and signal loss. C) Inhomogeneity in frequency 
encoding direction shrinks or stretches image. D) Inhomogeneity in phase encoding direction causes shearing in the image plane. 
E) Global off-resonance offset results in image shift. F) B0 inhomogeneity results in distortions in EPI. 
 
𝑆(𝑡) =  ම 𝑀௫௬(𝑥, 𝑦, 𝑧)𝑒ି௜ఊ ∫ (ீೣ(ఛ)௫ାீ೤(ఛ)௬ାீ೥(ఛ)௭ା∆஻బ(௫,௬,௭))ௗఛ
೟
బ 𝑑𝑥𝑑𝑦𝑑𝑧 (2) 
 
The field strength and its inhomogeneity are two important characteristics of a magnet. There are 
several sources that cause inhomogeneity in the static field that can be divided into two categories. 
First, magnet imperfection and some sources cause a constant perturbation in field homogeneity 
A B C
D E F
PE
1 x 1 x 5 mm3
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(e.g. patient table, gradients and other large objects inside or close to the magnet). The second 
source of the inhomogeneity is the object undergoing an experiment. The perturbations originating 
from the objects are variable and can even be dynamic. They depend on the geometry and 
orientation of the object. The magnetic field inside a material placed in a homogenous magnetic 
field B0 is given by 
𝐵௦௨௠ ≈ (1 + 𝜒)𝐵଴ (3) 
 
Where B0 is the magnetic field in a vacuum and χ is the magnetic susceptibility. Equation (3) shows 
that the magnetic field inside the material can be slightly altered based on the sign and magnitude 
of the magnetic susceptibility. 
From an NMR perspective, materials with negative and positive magnetic susceptibility are 
referred to as diamagnetic and paramagnetic, respectively. Most of the tissues are diamagnetic 
because water is diamagnetic (χ = -9.05 ppm). Air is a well-known paramagnetic material (χ = 
+0.36 ppm). The materials with a very large positive magnetic susceptibility are called 
ferromagnetic and are not generally MR-compatible. According to Equation (3), the magnetic field 
inside the body is smaller than the nominal value of the magnet strength but will not cause a large 
off-resonance. Magnetic field perturbations occur considerably at the boundaries, where two 
materials with different magnetic susceptibility meet. Having a map of the magnetic susceptibility, 
spatial magnetic field distribution can be calculated numerically based on fast Fourier transform 
[4] given by 
∆𝐵௭(𝑟) =  𝐵଴𝐹𝑇ିଵ ቊቆ
1
3
−
𝑘௭ଶ
𝑘௫ଶ + 𝑘௬ଶ + 𝑘௭ଶ
ቇ 𝐹𝑇(∆𝜒(𝑟))ቋ (4) 
 
Where k indicates coordinates in k-space and FT and FT-1 are forward and inverse Fourier 
transformations, respectively. The Equation (4) indicates that field inhomogeneity originating 
from susceptibility differences scales with the magnetic field (i.e., stronger field inhomogeneity is 
expected when moving toward the higher static field). 
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1.2 Shimming Basics 
In the context of the MRI, the term “shimming” describes the process of static field 
homogenization in a volume of interest. After measuring the field inhomogeneity, the goal 
becomes the generation of a magnetic field with an opposite sign that cancels out the field 
perturbations. The question of the extent to which the static field should be homogenized is still 
open; however, the efforts are toward minimizing the inhomogeneity with the available solutions 
(i.e., hardware and algorithms). After magnet installation, the passive shimming is performed 
through strategic placement of the ferromagnetic pieces in the bore of the magnet to reduce field 
inhomogeneities caused by magnet imperfection and surrounding objects. This is a one-time 
procedure and will remain fixed, and users cannot change it. There is another level of the shimming 
with active elements to create an additional magnetic field which superimposed to the static B0 
field. The active shimming is performed by passing currents into inductive coils to generate a 
magnetic field which can be explained through Biot-savart law. The strength of the produced field 
can be adjusted by altering the amount of current fed into the coils that make it flexible to adapt 
for different patterns of inhomogeneities. The problem of the shimming with the active elements 
(shim coils) can be described as follows: 
𝐵଴,௦௛௜௠௠௘ௗ = 𝐵଴(𝑥, 𝑦, 𝑧) − ෍ 𝐶௡𝐹௡(𝑥, 𝑦, 𝑧)
ஶ
௡ୀଵ
 (5) 
 
Where Fn(x,y,z) is basis shim function and Cn represents the current which should be calculated. 
A variety of the basis sets are available for Fn(x,y,z), but the suitable one should satisfy 
orthogonality and be experimentally feasible to construct in a cylindrical geometry. Hence, the 
solution of the Laplace’s equation for the magnetic field ∇ଶ𝐵଴ = 0 (i.e. spherical harmonics) is 
chosen and can be expressed in Cartesian coordinates system by 
∆𝐵଴(𝑥, 𝑦, 𝑧) =  𝐵଴,௢௙௙௦௘௧ + ෍ ෍ 𝐶௡,௠𝐹௡,௠(𝑥, 𝑦, 𝑧)
௡
௠ୀ଴
ஶ
௡ୀଵ
 (6) 
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Here, Cn,m is constant, Fn,m is given in Table 1 up to n=3 and graphically depicted in Figure 2, and 
n and m are order and degree of spherical harmonics, respectively. Most clinical scanners are 
equipped with a shim system that can generate spherical harmonics up to the second order. 
Table 1.Shim terms for spherical harmonics up to third order 
Order n Degree m F(x,y,z) Common name 
0 0 1 Z0 
1 0 z Z 
1 1 x X 
1 -1 -y Y 
2 0 2z2-(x2+y2) Z2 
2 1 zx ZX 
2 -1 -zy ZY 
2 2 x2-y2 C2 
2 -2 -xy S2 
3 0 2z3-3z(x2+y2) Z3 
3 1 4z2x-x(x2+y2) Z2X 
3 -1 -4z2y+y(x2+y2) Z2Y 
3 2 z(x2-y2) ZC2 
3 -2 -zxy ZS2 
3 3 x(x2-3y2) X3 
3 -3 y(y2-3x2) Y3 
 
 
Figure 2. Graphic of the spherical harmonic functions up to third order 
3
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Having a controllable shim setup, the next important step will be the characterization of the 
current magnetic field distribution. The field inhomogeneity should be quantified first in terms of 
the volume of the interest by magnetic field mapping in order to find a proper scaling of the shim 
basis sets. It is possible to use an array of NMR field sensors to measure the magnetic field at a 
variety of spatial positions [5]. Even though the field sensors are a suitable choice to capture the 
field dynamic and give a high temporal resolution, the spatial resolution of the quantification is 
limited to the array size. Measurement of the field distribution can be also accomplished by 
employing a proper pulse sequence and processing the acquired signal. Among several existing 
pulse sequences, the gradient-recalled-echo (GRE) sequence with multiple echoes is the method 
of choice for routine usage due to reasonable running time and sufficiently accurate quantification 
[2]. The GRE-based field mapping acquires two or more images at distinct echo times, i.e. at TE, 
TE + τ1, TE + τ2 (Figure 3). Each echo gives a different T2* weighting image in which the phase 
difference of two images (Δφ) reflects the strength of inhomogeneity. The phase difference can be 
transformed to off-resonance map in the unit of Hertz as follows: 
 
Where Iecho n is the complex image obtained from nth echo. A perfect homogenous field results in 
an equal phase for all the echoes and, accordingly, the Δφ and ΔB0 will be zero. An additional 
phase will be accumulated for a voxel with an off-resonance. Increasing ΔTE will cause a larger 
phase difference and higher sensitivity. At a minimum, two echoes are sufficient for the field 
mapping; however, more echoes can help facilitate temporal phase unwrapping in the areas with a 
pronounced off-resonance. 
Calculation of the currents required to feed into the current amplifiers will be straightforward 
after acquiring the ΔB0 map and basis-set of the shim coils. The solution of the closed-form 
expression of the shimming problem which is provided in Equation (5) is as follows  
 
 
∆𝐵଴ =  
𝑎𝑛𝑔𝑙𝑒(𝐼௘௖௛௢ ௡ ∗ 𝑐𝑜𝑛𝑗(𝐼௘௖௛௢ ௠))
2𝜋(𝑇𝐸௘௖௛௢ ௡ − 𝑇𝐸௘௖௛௢ ௠)
=
∆𝜑
2𝜋∆𝑇𝐸
 (7) 
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∆𝐵଴ (𝑥, 𝑦, 𝑧) + 𝐶 ∗ 𝐹(𝑥, 𝑦, 𝑧) = 0 (8) 
∗ 𝐹(𝑥, 𝑦, 𝑧) ∗ 𝐹(𝑥, 𝑦, 𝑧)் =  −∆𝐵଴ (𝑥, 𝑦, 𝑧) ∗ 𝐹(𝑥, 𝑦, 𝑧)் (9) 
𝐶 =  −∆𝐵଴  (𝑥, 𝑦, 𝑧) ∗ 𝐹(𝑥, 𝑦, 𝑧)் ∗ (𝐹(𝑥, 𝑦, 𝑧) ∗ 𝐹(𝑥, 𝑦, 𝑧)்)ିଵ (10) 
𝐶 =  −∆𝐵଴(𝑥, 𝑦, 𝑧) ∗ 𝐹ற(𝑥, 𝑦, 𝑧) (11) 
 
Where C is the required currents for the amplifiers, F(x,y,z) is the basis-map of the shim coils (the 
generated magnetic field while 1A is passed into the single coil), and F†(x,y,z) is the pseudo‐inverse 
of the matrix F(x,y,z). The unconstrained pseudo‐inverse approach theoretically yields the best 
achievable shimming quality; however, the calculated currents are not always feasible to produce 
due to the current amplifier limitations or heating issue. The unconstrained shimming typically 
does not exceed the amplifiers’ supported range for shimming of the large VOI like the whole 
brain, but it is more probable to occur for smaller VOI like a single slice. Thus, an alternative 
approach must be used, one that can take the amplifier restrictions into account. To this end, the 
shimming problem can be framed as an ordinary least square problem as follows 
෍ ൥∆𝐵଴(𝑣) + ෍ 𝐶௡𝐹௡(𝑣)
ே
௡ୀଵ
൩
ଶ
௩೔∈௏
 (12) 
 
Where N is the total number of shim coils, and 𝑣௜ includes the set of voxels in the VOI. The optimal 
current can be determined through least squares minimization given by 
𝑚𝑖𝑛஼‖∆𝐵଴ + 𝐶𝐹‖ଶ      𝑙𝑏 ≤ 𝐶 ≤ 𝑢𝑏 (13) 
 
Where C is a 1×N row vector bounded between lb (1×N lower bound) and ub (1×N upper bound) 
and N is the overall number of shim coils. ΔB0 and F are a 1×V vector and an N×V matrix, 
respectively and V is the total number of the voxels in the VOI. As the problem can be rephrased 
to the quadratic form and quadratic problems are convex, the problem therefore has a unique 
solution that is the global minimum (i.e. regardless of the given starting point, it must converge to 
the identical results). 
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Figure 3. Schematic diagram of monopolar triple-echo GRE sequence 
MR imaging at higher field benefits from higher signal-to-noise (SNR). Higher SNR mainly 
allows for higher image resolution. However, the B0 field inhomogeneity originated from magnetic 
susceptibility differences scales with B0 field, as well. In the human brain, the proximity of the 
tissue with air in ear canals, sinuses, and nasal cavities results in a severe local B0 perturbation. 
The inhomogeneity exceeds 500 Hz in the frontal cortex of the human brain at the magnet with a 
strength of 9.4T which is target field of this thesis. The standard deviation of inhomogeneity for 
the whole brain at 9.4T (on average ≈ 80 Hz) is much higher compared to clinical 3T MR scanners 
(≈ 25Hz), and the conventional static 2nd order shimming does not satisfy the requirements of some 
applications at 9.4T. In conventional static shimming, the scanner’s 2nd order shim setup is adjusted 
once for the whole brain and remains fixed during the entire study. Furthermore, inhomogeneity 
can be correlated with respiration and motion. Literature reported small head movement at 7T 
leads to field variation of about 10Hz which will be even stronger at 9.4T. In any case, the scope 
of this thesis is not to resolve the issue of the dynamic field alteration; it does, however, nonetheless 
exist and affect the measurements, but is negligible in comparison to the susceptibility induced 
fluctuations.  
  
RF/Signal
PE
RO
Slc/3D
TE1
TE2
ΔTE
TE3
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1.3  Dynamic Slice-wise Shimming 
The performance of the static shimming with the scanner’s built-in 2nd order setup is not adequate 
for the sequences susceptible to the B0 inhomogeneity, and improving the shimming quality is 
essential. One solution would be to break the VOI to smaller independent sub-volumes which is 
the principle parts of the dynamic shimming [6]. Due to the fact that the shimming volume 
decreases, it is typically simpler to approximate field inhomogeneity with a fewer shim coils (e.g. 
there are only eight channels for 2nd order shim). In MR imaging, all 2D sequences are capable of 
benefiting dynamic shimming because signal is not acquired from the entire VOI, but rather from 
just a single slice. This method can be used for multi-voxel experiments or even multi-slab 3D 
sequences, as well. A comparison of shimming performance between static global and dynamic 
slice-wise shimming is depicted in Figure 4. Lower order dynamic slice-wise shimming yield a 
similar result of higher order static global shimming.   
Employing dynamic shim update (DSU), the optimal shim settings are required to be calculated 
for individual slices using equation (13). The current amplifiers are synchronized with the 
sequence to update the shim during the measurement. A trigger signal (usually a TTL pulse) from 
the sequence commands the amplifiers to update the shim setting’s prior measurement of the next 
slice and thereby provide an optimal field homogeneity for the slice undergoing the excitation. 
Utilizing DSU greatly reduces the magnetic field inhomogeneity and always delivers an enhanced 
field homogeneity compared to the static global shimming. However, there are some challenges 
for the experimental realization of DSU that must be taken into account. 
The synchronization signal is sent out before the onset of the next RF pulse, and there is a short 
dead zone between these two events. The amplifiers must update the shim and stabilize the currents 
feeding into the shim coils in the short interval between the trigger signal and the RF pulse. First, 
DSU requires powerful amplifiers capable of switching quickly between two states in a fraction of 
a millisecond. Second, and more importantly, rapid magnetic field alteration induces eddy currents 
in the surrounding conductive structures according to Faraday's law of induction. It is reported in 
the literature that induced eddy-current due to rapid switching of input for a channel of order n not 
only can generate another magnetic field similar to the same channel (self-term), but also orders 
10 
 
smaller than n (cross-terms) [6]. In other words, plenty of cross-terms can be formed for a higher 
order DSU. The eddy-current-induced magnetic fields can significantly perturb the static field and 
even degrade field homogeneity to a level worse than before. Even though these induced magnetic 
fields are temporary, they decay with time constants ranging from hundreds of milliseconds to a 
few seconds [6–8] and therefore must be characterized and minimized for DSU applications. There 
are several methods proposed to characterize the induced eddy currents [6,9,10]. Compensation 
circuits known as pre-emphasis are employed to counteract and reduce them. A full compensation 
of all self and cross terms needs to construct an n×n interaction matrix where n is the number of 
shim coils. This may require a large number of the pre-emphasis circuits, which experimentally 
are difficult to manage. Recent publications demonstrate successful implementation of pre-
emphasis for DSU up to 3rd order, while weak interactions are excluded [9].   
 
Figure 4. Comparison of static global and dynamic slice-wise shimming of the human brain in simulation for different spherical 
harmonic shim orders. B0 map of the human brain is acquired at 9.4T MR scanner. Standard deviation of off-resonance is provided 
as a performance benchmark.  
 
1.4 Multi-Coil Method 
Although dynamic slice-wise shimming improves B0 homogeneity, the remaining fluctuations 
after DSU at ultrahigh field are still much larger than static global shimming at lower fields (≤ 3T). 
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The need for a better shim encourages the use of higher order spherical harmonics, but there are a 
few restrictions that limit shimming with higher order spherical harmonics: 
 The space limitations in the scanner’s body does not permit the installation of many large 
shim coils  
 Difficulties related to the design of a winding to generate perfect spherical harmonics in the 
desired diameter of spherical volume (DSV) 
 Large inductance which leads to eddy-current induced magnetic fields 
The demands for a better shim and the aforementioned limitations for spherical harmonic based 
shimming lead to the creation an approach called multi-coil shimming [11,12] which is the subject 
of this thesis. The multi-coil shimming method is an extended version of local active shim coils 
which were placed in the mouth cavity to mitigate signal loss in the frontal cortex [13,14]. The 
multi-coil shim setup benefits from an array of small and local coils, typically circular loops, which 
surround the brain or other organs. In comparison to spherical harmonics-based shimming, shim 
fields generated with multi-coil are not necessarily orthogonal and the coil size and the inductance 
are much smaller, and consequently less susceptible to the unwanted eddy currents.  
Passing a current into the coils generates a magnetic field B(r) at position r according to the 
Biot-savart law as follows: 
𝐵(𝑟) =
𝜇଴
4𝜋
න
𝐼𝑑𝑙 × ?̂?
|𝑟|ଶ
஼
 (14) 
Where dl is a vector along the path C and ?̂? is the unit vector of the r. The equation (14) shows 
that the produced magnetic field is proportional to the amount of applied current and inversely 
proportional to square of the distance to the coil. The geometry of the utilized coils is simple, 
typically square or circular, and the strength of the magnetic field is only high in vicinity of the 
loops and decreases rapidly when the distance is increased. Hence, it is advantageous to situate the 
coils as close as possible to the subject in order to avoid high power dissipation.  
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2  S u m m a r y  o f  P u b l i c a t i o n s   
2.1 Publication 1: A 16-Channel Multi-Coil Shim Setup 
In publication 1, it was demonstrated how a 16-channel multi-coil shim setup provides a 
superior field homogeneity at 9.4T for static and dynamic shimming of the human brain. The 
employed multi-coil (Figure 5) consisted of the 16 identical circular loops with 25 wire turns which 
were positioned symmetrically in two rows, each with 8 coils, on the surface of a cylinder with a 
diameter of 370 mm and length of 310 mm [15]. Each coil had a diameter of 100 mm and the coils 
formed two rows, each coil spaced 20 mm apart. The spatial map of the generated fields by the 
employed 16-channel multi-coil is depicted in Figure 6.  
 
Figure 5. A) Photograph of the 16-channel multi-coil shim array. B) Schematic of the employed setup designed in CATIA. C) 
Photograph of the completely assembled setup with the chassis used to fix the setup in the patient table 
Dedicated homemade current amplifiers were used to supply a current to individual coils (16 
amplifiers in total for 16 coils) [16]. The amplifiers were capable of supplying a current up to 5A; 
however, the permitted current fed into the coils was constrained to ±1.5A due to the heating issues 
and safety of the subjects. There was a 0.1Ω current sensitive resistor in series with the amplifiers’ 
output in order to provide a current feedback. The feedback not only was used for output 
stabilization, but also provided an interface for online monitoring of the current floating in the 
coils. The current feedback along with the output voltage monitoring facilitate troubleshooting and 
Multi-Coil
RF Transceiver
Chassis
Head
Multi-Coil
RF Transceiver
ChassisB CA
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the fixing of failures. An adjustable proportional–integral–derivative (PID) controller was 
integrated into the amplifier to regulate output for a wide range of the inductive loads. The proper 
regulation settings enable amplifiers to suppress overshoots and minimize the settling time. The 
amplifiers were driven by analog signals generated by a PXIe-6738 digital to analog converter 
(DAC) module. At the user level, a custom-built graphical user interface (GUI) designed with 
LabVIEW (National Instruments, Austin, TX) controlled the DAC module. The linearity of the 
amplifiers’ output was evaluated by applying the currents from -2A to +2A in 17 steps and 
measuring the corresponding magnetic field generated. The linearity was determined by fitting a 
first-degree polynomial to the measured map and calculating the error. The mean of deviation from 
linearity was below 4Hz for the studied range, which was more than enough, and the additional 
amplifiers’ calibration was not necessary.  
 
Figure 6. Visualization of the magnetic field produced by 16-channel multi-coil shim setup 
In contrast to the setup proposed in the literature (in which the multi-coil is in inner layer relative 
to the RF coil [12]), the multi-coil is in outer layer in our design and covers the RF coil. This 
arrangement has two advantages. First, the RF transmit field will not be damped or altered. Second, 
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different RF coil can be mounted into the multi-coil house without a substantial modification. The 
entire setup was fixed in the patient table with a chassis to hinder setup vibration during the rapid 
switching. All of the studies were performed with 18 transmit/32 receive channels home-made 
shielded RF coil [17]. The shield eliminates interaction between the multi-coil and RF coil. 
A custom-built interface was programmed in MATLAB for the required calculations and 
evaluations. Then, the process of the shimming consists of the following steps:  
1) Shim coils basis-map measurement (only once for all the studies) 
2) Whole brain shimming with the scanner’s 2nd order shim setup 
3) Measurement of brain B0 map  
4) Apply equation (13) in dynamic or static fashion and save the shim settings 
5) Measure B0 map while shimming is being performed with multi-coil 
6) Compare the measurement from step 5 with the simulation from step 4 
All of the sequences requiring dynamic shimming were modified to enable broadcasting the 
synchronization signal. In our design, synchronization is implemented through transmitting 
commands via UDP protocol. The commands include information about the next slice undergoing 
the acquisition and the corresponding shim settings. The shim settings are imported from a text 
file during the sequence preparation step and sent out a few milliseconds (the exact timer period 
can be adjusted by the user) before the next RF pulse. On the other side, the LabVIEW program 
listening to the network receives the commands and immediately updates the current amplifiers. 
Ramp up and ramp down timing is adjustable through the implemented multistep transition 
between two states. Faster transition leads to stronger vibration.  
The performance of the multi-coil setup can be compared with spherical harmonics with 
different orders or even with other multi-coils with different numbers or arrangements of the coils. 
The efficiency can also depend on the shimming ROI (i.e. size, position and orientation of the 
volume). The basis-sets for the spherical harmonics are analytically computed while those of the 
multi-coil are experimentally measured. For a fare and true comparison, the 16-channel multi-coil 
setup was compared with a 28-channel insert-shim (Resonance Research Inc, Billerica, MA). The 
insert-shim consisted of the full to 4th and partial 5th and 6th order spherical harmonics terms; 
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however, only up to the full 4th order was used for the comparison. The data acquisition was then 
performed with various sequences with two different shimming strategies and the results were 
compared [18,19]. 
As and application, EPI sequence was employed to evaluate shimming performance. EPI is 
susceptible to geometric distortion because of long readout. Improving the B0 homogeneity yield 
a less distortion in EPI. An anatomy scan was acquired as reference distortion free image. Figure 
7 shows amount of the distortion in EPI after different shimming strategies with the corresponding 
B0 maps. 
As previously noted, an important advantage of multi-coil setup over spherical harmonics-
based approach is the small coil size. Small coil size and, accordingly, smaller inductance not only 
allows for fast switching with a low-cost amplifier but also diminishes coupling between coils. 
Lower coupling between two inductors leads to less eddy-current induction. Although 
experimental DSU measurements with multi-coil showed no artifacts in the images, the behavior 
of the setup was characterized by spatiotemporal magnetic field monitoring. To this end, a step 
input was applied into the individual channels and the field swing was monitored with 19F field 
probes. No oscillation was observed in the range of the field probes’ sensitivity. 
 
 
Figure 7. Comparison of the observed geometric distortions for EPI acquisition when shimming is performed with global 2nd 
order spherical harmonics (gSH), global multi-coil shimming (gMC), and dynamic multi-coil shimming (dMC) 
 B  Map0  EPI 
gSH gMC dMCgSH gMC dMC
Anatomy
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2.2 Publication 2: Shimming Impact on Functional MRI 
SNR enhancement at ultrahigh field improves sensitivity to detect blood oxygenation level 
dependent (BOLD) signal change [20]. Echo planar imaging (EPI) as a T2*-weighted sequence has 
a high sensitivity to BOLD signal and is the sequence of the choice in most fMRI applications. 
However, long readout in EPI makes it susceptible to geometric distortions and signal loss, which 
originates from B0 inhomogeneities. As mentioned previously, B0 inhomogeneities increase at a 
higher magnetic field and, therefore, the EPI artifacts get worse. Several retrospective approaches 
were proposed to correct the geometric distortions (e.g. using point-spread function [21] or B0 field 
map [22]).  Another method suggests decreasing the echo spacing – and consequently the readout 
length – by employing a high slew rate head only gradient [23]. However, a more reasonable 
solution would be to address the problem from its origin (i.e. remove magnetic field perturbations 
and enhance B0 homogeneity). A few studies demonstrated the impact of the better shimming on 
the quality of the EPI images [24–26]. However, to the best of our knowledge, no quantitative 
comparison about influences of the dynamic shimming on an fMRI study is presented. Two fMRI 
tasks including finger tapping and breath holding were studied with two different shimming 
strategies (i.e. using the scanner’s 2nd order shim setup and dynamic shimming with a 16-channel 
multi-coil setup). The measured data were analyzed with SPM and the results were compared for 
two shimming approaches.  
Two separated regions in brain (the motor cortex and the cerebellum) were covered during the 
finger-tapping experiment. The cerebellum plays, in conjunction with the motor cortex, an 
important role in movement organization and their interaction is still not fully understood. 
Therefore, it is beneficial to study both areas in an fMRI experiment. In total, 40 slices were 
measured which were split into 22 and 18 slices to partially cover the motor cortex and the 
cerebellum, respectively. The slices covering the cerebellum were tilted a few degrees for a better 
coverage.  Not only shimming was performed slice by slice in this experiment but also the slices 
had different orientations. A single-shot EPI was employed for this study with the following 
parameters: an acceleration factor of 3, TE/TR = 21/2000 ms and isotropic voxel size of 1.2 mm.  
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Prior to the task, the same slices were measured with the same acquisition protocol (except with 
less repetitions) during rest to evaluate temporal SNR (tSNR). After that, tSNR was calculated as 
the ratio of the mean signal to the standard deviation over the volumes for the individual voxels in 
the ROI. Higher tSNR allows the acquisition of fewer volumes while keeping the statistical power 
of BOLD signal detection. For the case of better field homogeneity provided by dynamic multi-
coil shimming, the higher tSNR was observed in both the motor cortex and the cerebellum.  
The amount of voxel shifts based on the acquired B0 map and the effective echo spacing of the 
employed EPI sequence was calculated. Afterwards, boundaries of the geometric distortions in the 
both areas for the two shimming approaches were compared with the anatomic images of the same 
slices. The reduction of the voxel shifts and geometric distortion for the case of multi-coil 
shimming were apparent. 
Single subject (first level) fMRI data analysis was performed on the acquired data from the 
finger tapping study. The activation in contralateral primary motor cortex, supplementary motor 
area and ipsilateral superior cerebellum was evident. The number of the voxels with higher t-value 
increased when multi-coil setup was employed and when dynamic slice-wise shimming was 
performed. In publication 2 histograms of the t-values for all the attended subject are depicted [27].  
Evaluation of impact of the improved B0 homogeneity on the whole brain fMRI study was 
performed with a breath-holding experiment. Inadequate respiration leads to an increase in 
concentration of the carbon dioxide (CO2) in the blood stream. Increased concentration of CO2 
changes the vessel diameter which leads to a change in blood flow and, accordingly, a change in 
the BOLD signal intensity [28]. BOLD signal change is global in breath-holding experiment and 
can be captured for the whole brain in a healthy volunteer. The produced BOLD signal depends 
on the respiration phase when breath holding starts – i.e. after inhale (end-inspiration) or exhale 
(end-expiration). Additionally, a relatively long breath hold and paced breathing allows for an 
increase in the amplitude of the BOLD signal [29]. 
In our design, the paradigm consisted of a 40-second period of rest (normal breathing) followed 
by a 20-second task (breath-holding) and started with rest. The subjects were asked to hold their 
breath after the end-expiration. The complexity of the BOLD signal changes after end-expiration 
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is reported to be less in comparison to the end-inspiration breath holding. Additionally, end-
respiration breath holding is prone to produce variable BOLD signal intensity between trials [30]. 
Similar to a standard fMRI study, the acquired data was evaluated using a generalized linear model 
(GLM). In this analysis, HRF response was used; however, the exact response to breathe holding 
is slightly different. Furthermore, the response to the stimulus in breath holding studies is generally 
more delayed in comparison to the standard fMRI tasks. The lag on average has been reported to 
be around 11 seconds and slightly different reaction times for different areas of the brain have been 
observed. In this analysis, a range of the delays were tried and the one which resulted in higher 
statistical power was used (in these experiments it was about 13 seconds). We modeled the lag by 
shifting onset time of the task. An elastic respiratory belt was employed to monitor and log the 
subjects’ respiration performance. Similar to the finger rapping experiments, employing multi-coil 
in order to dynamic slice-wise shimming resulted in an increase in the number of the voxels with 
higher t-value. Results of the statistical analysis of the breath holding experiments are shown in 
Figure 8.  
 
Figure 8. Histogram of voxels with t-value between 2 and 16 during the breath holding task. While the number of voxels with a 
lower level of significance decreased, the number of voxels with a higher t-value increased when a large portion of B0 uniformity 
was compensated by dynamic multi-coil shimming  
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2.3 Publication 3: A 32-Channel Optimized Multi-Coil  
The acquired brain B0 maps reveal a similar pattern of inhomogeneity for all human brains; a 
strong local inhomogeneity exists in the prefrontal cortex and near the ear canals while relatively 
a uniform field is being observed in other areas of the brain. The measured B0 inhomogeneities 
pattern can be justified by the human brain anatomy. Air cavities, sinuses, and ear canals in 
proximity to tissue have a different susceptibility, and the large susceptibility differences between 
air and tissue result in a local perturbation in B0 field. Hence, we can optimize the multi-coil setup 
to adopt with its target when a similar pattern exists in the shimming VOIs. 
With a creative manual arrangement of the coils, one can remove some of the shim coils in the 
posterior where B0 field in the brain is fairly homogeneous and add more coils in anterior to have 
a more power to eliminate severe B0 perturbations in PFC. However, in publication 3, we 
performed an optimization to obtain an accurate solution [31]. Three parameters of each coil have 
been considered to optimize as follows:  
 Size of the coil 
 Axial position of the coil on the cylinder surface 
 Angular position of the coil on the cylinder surface 
Size and axial position of the coils were constrained while angular position was not constrained 
in the optimization routing. A cylinder with a diameter of 323 mm and a length of 400 mm was 
chosen as skeleton of the multi-coil. Part of the cylinder in rear with a length of 70 mm was 
preserved for the wires going outside. Therefore, the axial position of the coils was bounded to the 
remaining 330 mm of the cylinder. The lower and upper bound of constraint for the coil size were 
20 mm and 100 mm, respectively. The optimization started from a symmetric positioning of the 
32 square coils with a side length of 60 mm in four rows. Eight human brain B0 maps acquired at 
a magnet with a static field of 9.4T were used as training data. The loss of the cost function was 
calculated after each successful iteration by: 
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𝐿𝑜𝑠𝑠(𝑥) = ෍ ෍(𝑐௜௝𝑚௝ + 𝑏௜)
ଷଶ
௝ୀଵ
଼
௜ୀଵ
 (15) 
Where 𝑏௜ is the B0 map of the ith brain, 𝑚௝  is the basis-map of the jth coil, and 𝑐௜௝ is the current of 
the jth coil calculated for the ith brain. Current of the coils (𝑐௜௝) is calculated through a constrained 
linear least-squares optimization.  
Several coils were overlapped after optimization. The coils’ overlapping can be adjusted by 
including an additional loss term in the cost function at the cost of degrading the final performance. 
We permitted for the coils’ overlapping without any restrictions but layered the overlapped coils 
in the construction step. Coils were arranged in four layers while only a few coils were in the third 
and fourth layers. A 3D support was designed to avoid the bowing of the overlapped coils and to 
fasten the coils to the cylinder. 
Coils’ arrangment after optimization (Figure 9) showed an agreement with pattern of B0 
inhomogeniety in the human brain. Overall, the optimized multi-coil consisted of eight, nine, and 
ten coils placed in the top (anterior), right and up-right and left and up-left, respectively. These 
coils can counteract the severe B0 inhomogeneities in the PFC and in the vicinity of the ear canals. 
Only five coils are placed in bottom (posterior) of the cylinder where B0 is acceptably uniform in 
the brain. 
 
Figure 9. A) The arrangement of the coils on the cylinder surface after optimization. B) Experimental realization of the optimized 
32-channel multi-coil 
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The performance of the optimized 32-channel multi-coil has been compared with multi-coils 
with different numbers of  coils (8, 16, 24, 32, 48, 65 and 96 coils) which are arranged 
symmetrically on the surface of the same cylinder used for optimization. As a benchmark, 
comparison with spherical haromonics basis sets up to full sixth order was carried out, as well 
(Figure 10). Simulations were performed on 14 brain B0 maps which were not used in training. 
The performance of the 32-channel optimized multi-coil was comparable with that of the 65-
channel multi-coil with a symmetric design (standard deviation of 50.4 Hz for constrained global 
shimming). In comparison to the spherical harmonics, shimming performance was similar to that 
of the full fifth order when unconstrained global shimming has been accomplished. Sensitivity of 
the spherical harmonic terms was not attainable due to analytical calucation of the maps; hence, 
constrained shimming was not possible to perform. In comparison to the symmetric 32-channel 
multi-coil which was used as starting point of the optimization, the optimized coil performed better 
by 12.7% and 19.1% in constrained and unconstrained global shimming, respectivtly (which 
decreased to 10.5% and 18.3%, respectively, after layering the coils). The criterion of the 
improvement was standard deviation of the off-resonance in the whole brain.  
The performance of the constructed multi-coil has been evaluated in vivo with multiple 
sequences that are sensitive to B0 inhomogeneity. Results of EPI, balanced SSFP and multi-echo 
GRE sequences were used to evaluate image distortion, banding artifact, and T2* quantification, 
respectively. Multi-echo GRE was used not only for T2* calculation, but also for the estimation of 
B0 field with and without multi-coil shimming. Details of the acquisition protocols are provided in 
publication 3. Figure 11 demonstrates reduction of banding artifact in balanced SSFP for two 
representative slices in prefrontal cortex and ear canals after employing optimized multi-coil.  
The designed and constructed multi-coil has been optimized for global shimming of the human 
brain (i.e., the whole brain). The first benefit of considering such a scope for optimization is the 
compatibility with the whole brain 3D sequences. Nevertheless, the results showed small 
improvement in dynamic slice-wise shimming, as well. One can optimize the multi-coil for 
dynamic slice-wise shimming or specific regions of the brain. However, it is expected that different 
coils configuration will be obtained for different slice orientations, making the design only suitable 
for specific applications.  
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Figure 10. Comparison of the simulated shimming performance between optimized multi-coil, multi-coils with a different number 
of coils, and spherical harmonics basis set. Shimming is carried out in global and dynamic slice-wise fashion while the current is 
constrained and unconstrained. Only unconstrained shimming with spherical harmonics is performed since the sensitivity maps 
are not available. The shimming is performed on 14 brain B0 maps which were acquired at 9.4T. 
 
Figure 11. Effect of the improved B0 homogeneity with optimized 32-channel multi-coil on banding artifacts in bSSFP images 
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2.4 Publication 4: A Shim Array Based on Brain Anatomy 
We introduced an optimized 32-channel multi-coil in the previous subsection. The channels 
arrangement was adapted to pattern of B0 inhomogeneity of the brain. Although this approach can 
effectively improve the shimming performance, but it may not be the most optimum design to 
yield the maximum achievable B0 uniformity due to the fixed square shape of the coils. We can 
use irregular coils with a certain number of nodes [32]; however, an optimum solution would be 
to find a wiring pattern that can generate inverse of its shimming target. To this end, stream 
function method [33] has been used in publication 4 to determine optimal surface currents on the 
cylindrical skeleton which can efficiently generate a field map with the reversed polarity of the 
brain B0 map [34].  
Field map of the 12 human brains in seven head positions (one reference and three clockwise 
and three counterclockwise rotations along X, Y, and Z axes) has been acquired. An optimal 
current density map for every volunteer in every position was calculated. The stream function was 
optimized on the cylindrical surface with a diameter of 360 mm and a length of 300 mm 
considering the maximum power dissipation as follow: 
𝐹 = argmin
ట
(‖𝐵௭(𝜓 ) + 𝐵௭௠‖ଶଶ)      subject to    
1
𝜏𝜎
න ห𝐽(𝜓)ห
ଶ
≤ 𝑃௠௔௫
୻
 (16) 
Where 𝜓 is stream function of the current density 𝐽(𝜓) on surface Γ and 𝐵௭௠ is the measured field 
map. 𝜏 and 𝜎 are thickness and electrical conductivity of the surface, respectively, which in the 
simulations were 1 mm and 5.998×107 S/m. 
The same current-carrying surface (cylinder) and mesh were used for all the stream functions. 
Later, all stream functions formed an n×m matrix when n denotes number of the nodes and m is 
total number of the field maps. The singular value decomposition was performed on the matrix 
and certain numbers of the largest singular values (components) were used to obtain the wiring 
pattern as shown in Figure 12 for the largest value. The amount of the power dissipation (𝑃௠௔௫) 
and total number of components were two adjustable parameters affecting the shimming 
performance. Choosing a high 𝑃௠௔௫  may require a dedicated cooling system or results in 
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impractical shim coil, while strict constraint on 𝑃௠௔௫  can degrade shimming performance. To 
trade-off between 𝑃௠௔௫, components and the shimming capability, the 𝑃௠௔௫  and components were 
increased in a separate step. Afterward, standard deviation of the residual off-resonance was 
compared for shimming with the obtained wiring pattern as well as with unconstrained SH 
shimming with a given order. 
In summary, using 12 and 24 components yield a coil design that outperforms fourth and fifth 
order SH shimming, respectively, for all the 84 brain B0 map. Furthermore, 12 and 24 components 
resulted in a better shimming capability for 39% and 90% of the field maps in comparison to the 
fifth and sixth order SH shimming, respectively. 
 
 
Figure 12. A) An example of the current density map for the largest singular value. B) The current density map in (A) is transformed 
into a plane. C) Corresponding wiring pattern of the current density map shown in (B). 
  
A B
C
-1 +1[A]
25 
 
2.5 Publication 5: Beyond B0 Shimming 
The application of the small local coils is not limited to the B0 shimming. One can bypass gradient 
coils and employ local coils for linear and non-linear spatial encoding [35,36]. Another recent 
study demonstrates how small local coils can be employed as an alternative for saturation pulse in 
zoomed epi [37]. Here, in publication 5 [38] a novel approach for acceleration of MR imaging was 
introduced with the aim of rapid dynamic modulation of local magnetic field using small local 
coils which are called spread-spectrum MRI. Dynamic local magnetic field is produced to 
superimpose a unique phase evolution during the signal sampling. The injected information, which 
serves as unique fingerprint into confined area, is utilized to extricate different parts of the object, 
and thus accelerate imaging. 
An array of eight local B0 coil with a side length of 50 mm and 50 wire turns are placed in a 
single row on the surface of a cylinder with a diameter of 140 mm to produce local magnetic field 
modulation patterns. A current waveform controller programmed in LabVIEW played out 
specified pattern of modulation (5 kHz / 6A peak-to-peak sine wave) concurrently to signal 
acquisition with a GRE sequence. A phase increment of 45o is applied for the adjacent coils. The 
sensitivity profile of each local coil has been measured beforehand. The acquired signal can be 
described with equation (2) but the additive ∆B0 must be replaced with ∑ 𝐵௖(𝑟) ∫ 𝑓௖(𝜏)𝑑𝜏
௧
௧భ௖
, where 
Bc is profile of the coil element c and fc is the arbitrary waveform (here a sine waveform). 
Therefore, the reconstruction problem for 2D imaging can be describe by s = Em, where s ∈ ℂ௞ೣ×௞೤ 
is the acquired samples, m ∈ ℂேೣ×ே೤ is the image and E ∈ ℂ௞ೣ×௞೤×ேೣ×ே೤ is defined as follows: 
𝐸  =  𝐹exp ቆ−
iγ
𝜔
∑௖൫𝑎௖B௖(cos(2𝜋𝜔𝑡ଵ + 𝜃௖)  −  cos(2𝜋𝜔𝑡௜  +  𝜃௖))൯ቇ (17) 
 
Where F denotes the Fourier transform. When g-factor is close to unity, the linear equation system 
s = Em can be solved simply by calculating the pseudoinverse of the encoding matrix E; however, 
the following regularized optimization problem has to be used when g-factor is larger than unity 
and inversion of the system can be unstable. 
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𝑚ෝ = 𝑎𝑟𝑔𝑚𝑖𝑛𝒎(||𝑠 − E𝑚||ଶଶ + 𝜆|𝑇𝑉(𝑚)|) (18) 
 
Where total variation term 𝑇𝑉(𝑚) penalizes blurring and ghosting artifacts in the reconstruction. 
Matrix E can be pre-calculated and stored in a look-up table to save the computation time. 
Experimental results of reconstructed images using the proposed method with acceleration factor 
of one to four are provided in publication 5. Numerical simulations showed that employing higher 
modulation frequency and amplitude decreases the normalized mean square error between 
reference and accelerated image. 
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3  C o n c l u s i o n s  a n d  O u t l o o k  
This thesis focuses on inhomogeneity of static field (B0) and how to address this long-standing 
challenge at UHF. A design and construction process of a 16-channel multi-coil shim setup has 
been presented. The setup consisted of several small local shim coils in which each coil shims a 
confined region. The constructed multi-coil has been used for global static whole brain and 
dynamic slice-wise shimming at 9.4T MR scanner. The shimming performance was similar to the 
3rd order spherical harmonics. Subsequently, a new 32-channel multi-coil shim setup was 
introduced which is optimized for human brain shimming. The new design improved the 
performance of the shimming without employing additional coils. The performance of the 
optimized multi-coil evaluated with several sequences sensitive to B0 inhomogeneity. Both setups 
introduced in this thesis have passed the regular safety and quality tests before in vivo 
measurements. Although a large portion of the B0 inhomogeneity in human brain can be shimmed 
with the proposed multi-coil shim setups, the achievable B0 uniformity at 9.4T is still far away 
from the conventional 3T scanners. Dynamic shimming with the proposed optimized multi-coil 
yields a sufficiently homogeneous magnetic field for many applications at UHF. 
Despite the remarkable advances in the field of B0 shimming with multi-coil, there are still 
some aspects to progress and further improvements. One main issue would be the coil vibration 
because of electromagnetic force (according to the Lorentz force law). Further optimization can 
be performed to smooth interstice current change and harness coil vibration. Although the setup 
can be fixed firmly to the table, some subjects felt like knocking on the helmet. Another exciting 
progress would be the integration of the amplifier into the multi-coil. Since the coils are small, 
low-cost and small current amplifier can be designed to integrate into the multi-coil setup and 
bypass passive electronic elements in the penetration panel. As a further step, combining the 
amplifiers, shim coil and RF receiver can be an ideal standalone setup for routine research and 
clinical usages. Finally, the applications beyond B0 shimming with local coils are expanding. 
Linear and nonlinear imaging, lipid suppression, local excitation for zoomed imaging, and 
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acceleration of acquisition by superimposing a unique local magnetic field are some of the 
applications published in the last two years and more creative ideas are expected to emerge soon. 
We hope the proposed setup and results presented in this thesis can further facilitate studies at 
UHF and bring UHF one step closer to its application in investigations of brain function and 
clinical diagnostics. 
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Purpose: A 16-channel multi-coil shimming setup was developed to mitigate severe
B0 field perturbations at ultrahigh field and improve data quality for human brain
imaging and spectroscopy.
Methods: The shimming setup consisted of 16 circular B0 coils that were positioned
symmetrically on a cylinder with a diameter of 370mm. The latter was large enough
to house a shielded 18/32-channel RF transceiver array. The shim performance was
assessed via simulations and phantom as well as in vivo measurements at 9.4 T. The
global and dynamic shimming performance of the multi-coil setup was compared
with the built-in scanner shim system for EPI and single voxel spectroscopy.
Results: The presence of the multi-coil shim did not influence the performance of
the RF coil. The performance of the proposed setup was similar to a full third-order
spherical harmonic shim system in the case of global static and dynamic slice-wise
shimming. Dynamic slice-wise shimming with the multi-coil setup outperformed
global static shimming with the scanner’s second-order spherical-harmonic shim. The
multi-coil setup allowed mitigating geometric distortions for EPI. The combination of
the multi-coil shim setup with the zeroth and first-order shim of the scanner further
reduced the standard deviation of the B0 field in the brain by 12% compared with the
case in which multi-coil was used exclusively.
Conclusion: The combination of a multi-coil setup and the linear shim channels of
the scanner provides a straightforward solution for implementing dynamic slice-wise
shimming without requiring an additional pre-emphasis setup.
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1 | INTRODUCTION
A homogenous B0 field is a key prerequisite for a large set
of MRI and MRS methods. Inhomogeneities arise primarily
from varying magnetic susceptibility within the subject. In
the human brain, the susceptibility difference between air
and tissue, particularly in the temporal lobes and the prefron-
tal cortex, results in a complex distortion of the magnetic
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field. For EPI, which is one of the most widespread sequen-
ces used for functional brain imaging, B0 inhomogeneity
causes two critical artifacts: through-slice dephasing for long
TEs due to a reduced T2 and image distortions due to an
accrual of an additional phase to the received signal.1,2 For
MRS, ultrahigh field allows gaining a higher spectral resolu-
tion and SNR, but complicates at the same time the acquisi-
tion of high-quality spectra caused by pronounced B0 field
perturbations.3,4
Artifacts arising from nonuniformities of the B0 field can
be mitigated partially by adjusting the acquisition protocol5,6
or by using dedicated distortion correction methods in post-
processing. However, these methods meet their limits at
some point. Therefore, it would be best to address the prob-
lem at its origin and aim for a homogeneous field in the first
place.
Laplace’s equation describes the magnetic field inside
the bore, and it is possible to show that the field can be
represented by a linear combination of basis functions that
are known as spherical harmonics (SHs). Currently, all
state-of-the-art MR scanners are equipped with shimming
coils that can generate SH terms up to second order (or
third order in high-field scanners). Recently, local coils
have been proposed in the literature to achieve an enhanced
shimming performance.7 They enable a flexible design and
a simple fabrication process. As they can be installed closer
to the subject, they are better suited to counteract local
field distortions. However, the fields they generate are not
orthogonal anymore. The flexibility of the multi-coil (MC)
approach also allows integrating local shim coils into RF
coils.8,9
At high field, the B0 inhomogeneity becomes more pro-
nounced and the limited number of available shimming coils
is insufficient to compensate the field distortions. This fact
motivates the transition from static global shimming to
dynamic slice-wise shimming.10,11 The latter consists of
dividing the whole volume of interest into smaller subregions
that can be homogenized more efficiently. For each slice, the
shim settings must then be updated prior to excitation. A
requirement for dynamic shimming is the independence of
the individual subregions during measurement. The perform-
ance of dynamic shimming using a MC approach on mouse
brain,12 rat brain,13 and human brain10,14 has already been
demonstrated in the literature.
Low-order SH terms are well suited to model global,
slowly varying field distortions, which extend over the entire
imaging volume. With increasing order, the ability to cancel
also local inhomogeneities improves.15 The MC approach is
advantageous for local shimming, and its performance is
comparable to middle and high-order SHs.8 Several individ-
ual shim coils can be used to mimic low-order SH terms as
well, but at the cost of degrading the local shimming per-
formance. The combination of SH and MC shimming will
further improve B0 homogeneity. Therefore, the SH shim
can be used to homogenize the field on a global level,
whereas multiple local coils, with their low inductance, can
be used to dynamically shim local regions.
This work introduces a 16-channel MC setup connected
to dedicated amplifiers that was designed for dynamic shim-
ming of the brain at ultrahigh field. Furthermore, this study
shows how the SH shim system of a scanner in combination
with a MC approach can represent a hybrid method for
dynamic shimming. The performance of the proposed
approach is demonstrated for slice-wise dynamic shimming
in the human brain at 9.4 T.
2 | METHODS
2.1 | Hardware
All experiments were performed on a 9.4T whole-body MR
scanner (Siemens Healthcare, Erlangen, Germany) that was
equipped with a SC72 gradient system having a maximal
amplitude and slew rate of 40 mT/m and 200T/m/s, respec-
tively. The system vendor provided the means to dynami-
cally change the zeroth (i.e., RF frequency) and first-order
(i.e., x, y, and z-gradient) shims of the scanner, which
included an integrated eddy-current compensation. The
higher-order SH shim coils were only used for static shim-
ming, because their large inductances would otherwise
require an adequate pre-emphasis setup.
In addition to the scanner’s built-in SH shim system, a
home-made MC setup was used for homogenizing the B0
field. It consisted of 16 identical circular coils that were
arranged in 2 rows. The 2 rows were spaced by 20mm and
rotated by 22.5  with respect to each other and had a total
height of 22 cm. No optimization in terms of coil position
nor shape was performed to keep the fabrication process sim-
ple.16,17 All coils had 25 wire turns and a diameter of
100mm. The copper wire used for winding had a diameter
of 0.6mm. The coils were mounted in an equally spaced
manner on a fiber-glass cylinder with a diameter of 370mm
and a length of 310mm (Figure 1). The explicit description
of the wiring pattern for the MC setup used in this study can
be found in Supporting Information Table S1 according to
the public multi-coil information policy,18 together with a
MATLAB (MathWorks, Natick, MA) script to visualize it
(Supporting Information Data S1). No air or water cooling
circuits were built into the setup.
The cylinder of the MC setup was chosen large enough to
house an RF coil. The latter consisted of an 18-element trans-
ceive/32-element receive home-made tight-fit head coil
array.19 The array consisted of 16 transceiver (TxRx) surface
loops positioned in 2 rows on a cylindrical fiberglass holder
and circumscribing the head. In addition, 2 perpendicular
TxRx loops were placed at the top (most superior location) of
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the head. To further improve receive (Rx) performance, 14
Rx-only vertical loops were added perpendicularly in the cen-
ter of the TxRx surface loops, which brings the total count of
Rx elements to 32. The array was shielded to minimize radia-
tion losses and improve decoupling of nonadjacent surface
loops. At the same time the shield eliminated coupling to the
MC setup. During transmission, the tight-fit array was driven
using a home-built 16-way Wilkinson splitter with corre-
sponding phase shifts incorporated into the splitter box.
Shim currents were supplied by home-built current ampli-
fiers.20 The amplifier architecture was a modified version of
the reported amplifier in Ref 8. Each amplifier module con-
sisted of a pair of OPA549 high-current op-amps to sink or
source the current to the load. A 0.1-X current sense resistor
with a 100 ppm/8C temperature coefficient in series with the
module’s output was used to achieve simultaneous current
feedback control and real-time monitoring. An adjustable
proportional-integral-derivative controller was included in
each module to obtain the best performance of each current
driver during rapid current switching. The amplifier was
equipped with an adjustable power supply and an automatic
thermal shutdown mechanism for safety reasons.
2.2 | B0 mapping and shimming
For B0 mapping, the raw data of the dual-echo gradient-echo
(GRE) scans were exported to MATLAB and a 3D Fourier
transform was applied. The individual receiver channels of
the RF coil were combined with an adaptive combination
method21 that preserved the phase information. B0 maps
were generated by taking the phase difference of 2 images
acquired at different TEs and dividing by the echo time dif-
ference. Strong B0 inhomogeneities caused phase wraps that
had to be unwrapped to ensure a correct calculation of the
shim.22 A 3D brain mask was created based on the magni-
tude image of the first echo with the brain extraction tools23
of the FMRIB Software Library24 and applied to the map.
Calculation of adequate shim currents requires knowl-
edge about the fields produced by the shim coils. Therefore,
B0 maps per current unit (Hz/A) were acquired on a large oil
phantom for each shim channel of the SH and MC shim
setup. The shim maps were interpolated to a common coordi-
nate space that had a FOV of 3003 3003 300mm3 and an
isotropic resolution of 1mm. Any other data (with arbitrary
orientation) acquired during the scan session such as shim-
ming regions of interest, masks, and other B0 maps were
transformed to this coordinates space as well.
The shimming process consists in finding the current val-
ues Ic for the Nc shim coils that solve the following equation
with a minimal norm for the residual vector e:
M  Ic52B1e (1)
where M is a rectangular matrix consisting of Nc columns
that each list the corresponding shim basis map values for
each voxel in the common coordinate space, and B is a col-
umn vector listing the measured field inhomogeneity values.
The minimum norm least-squares solution can be found by
using the pseudo-inverse of M:
Ic52B M† (2)
This method is computationally efficient and gives reli-
able results.25 However, it is unconstrained and may return
currents that cannot be delivered by the amplifier or that
exceed the specified safety constraints. If this was the case,
the shim current values were determined by a constraint
least-squares optimization based on sequential quadratic pro-
gramming.26 The latter was implemented using MATLAB’s
fmincon function. The norm least-squares solution (Equation
2) was provided to MATLAB as a starting point for the non-
linear optimization. Once shim currents were calculated, they
were stored in a plain text file to be read by the scanner. A
flowchart of the used shimming workflow is depicted in
Figure 2.
2.3 | Imaging protocols
The study included 5 healthy volunteers (average age 266 3
YEARS). In accordance with local research ethics policies
and procedures, each of the subjects provided written,
informed consent before being scanned.
FIGURE 1 A, Photograph of the 16-channel multi-coil shim array. The coils are arranged in 2 rows and spaced equally on the cylinder surface. B,
Schematic of the used setup. The setup consists of 4 layers. Starting with the innermost layer, they were RF transceiver coil, RF coil holder, multi-coil shim
array, and a chassis to fix the multi-coil setup on the patient table of the scanner. C, Photograph of the assembled setup
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A modified 3D dual-echo GRE sequence with monopolar
readout gradients and TEs of 1.92 and 3.56 ms was used to
measure the magnetic field distribution in phantoms and in
vivo. The measurement protocol was optimized (TR5 11
ms, flip angle5 78, matrix5 1283 128, slice thick-
ness5 2.00mm, and FOV 2203 2203 144mm3) to scan
the whole-brain volume and took 1 minute and 43 seconds.
All imaging sequences used in this study were modified to
enable communication with external devices through a standard
user datagram protocol (UDP), and could read shim coefficients
from a text file before the start of the measurement. While run-
ning, the sequence broadcasted the shim information of the next
slice to be imaged to all connected network devices. To com-
pensate for a small lag in the whole workflow, the requested
shim current values were sent 10 ms before the first RF pulse of
the next slice was played out. If the RF pulse thereafter
belonged to the same slice, no new UDP package was sent.
A custom-build LabVIEW (National Instruments, Austin,
TX) program was listening to these broadcasts of the
sequence, and after reception of a new data package, it
updated the output of a PXIe-6738 unit, a high-density ana-
log output module. The PXIe-6738 was connected directly to
the MC current driver, which immediately applied the new
current settings. For static global shimming with the MC
setup, the amplifier current values were broadcasted only
once before the very first RF pulse.
The effectiveness of 4 different shimming strategies was
evaluated based on 2 EPI scanning protocols. The resulting
geometric distortions were compared after B0 field homogeni-
zation using (1) global shimming up to second order with the
scanner’s built-in SH setup, (2) additional global shimming
with the 16 channels of the MC setup, (3) dynamic slice-wise
shimming with the 16 channels of the MC setup, and (4)
dynamic slice-wise shimming with the 16 channels of the MC
setup and the scanner’s built-in SH setup up to first order. The
first imaging protocol consisted of a 2-mm isotropic single-
shot EPI scan with 12 axial slices. Further imaging parameters
were flip angle5 80 , FOV5 2203 220mm, 6/8 phase par-
tial Fourier, bandwidth5 1894Hz/pixel, echo spacing5 0.59
ms, and TE/TR5 25/2000 ms. For the second protocol, the
in-plane resolution was reduced to 1mm and a GRAPPA27
acceleration factor of 3 was used. Compared with the previous
protocol, the following parameters had to be adapted: band-
width5 1420Hz/pixel and echo spacing5 1 ms. For both
scans, the bandwidth was optimized to get the shortest echo
spacing, and consequently minimal geometric distortions. To
ensure enough brain coverage, a gap of 3mm was introduced
between slices.
The performance of the proposed shimming setup was also
tested for single-voxel spectroscopy using a STEAM sequence.
For this experiment, a voxel with a volume of
303 303 30mm3 was selected in the prefrontal cortex, and a
region slightly larger than the excitation volume was first
shimmed with the scanner’s second-order SH shim setup. Spec-
tra were then acquired with and without using the MC setup.
The used sequence parameters were chosen as follows: TE/
TR5 20/4000 ms, bandwidth5 8000Hz, vector size5 4096,
4 averages, and no water suppression. The spectra were recon-
structed offline, and a phase and frequency drift correction was
applied using the FID-A toolkit.28 The full-width-at-half-
maximum of the water spectra was evaluated to determine the
degree of B0 homogeneity and consequently MC performance.
2.4 | Setup characterization and safety tests
The settling time of the amplifier was measured by applying
a step function as input and monitoring the amplifier’s
FIGURE 2 Workflow for the shimming process with the multi-coil
setup. The whole workload is divided into 3 parts. The offline reconstruc-
tion and calculation of the shim currents are performed withMATLAB on
a separate PC. The shim currents are exported to the scanner in a text file,
which is read by theMR sequence. The sequence sends the shim values
for the slice or volume to bemeasured to a PC that is running LabVIEW,
which is used to control the amplifier. MC, multi-coil; SH, spherical
harmonics
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output. Additionally, the step response of the amplifier was
characterized by monitoring the B0 fields produced by the
MC setup with 19F field probes.29 The proportional-integral-
derivative controller of the amplifiers was adjusted on a
channel-by-channel basis to decrease oscillations and achieve
a minimum settling time. Rapid gradient switching can
induce high voltages in conducting structures; therefore, the
behavior of the MC setup was examined while running EPI
scans with different orientations of the readout gradient.
The linearity of the amplifier was tested by acquiring B0
field maps of each shim channel for different current values
ranging from 22 A to1 2 A (step size 0.25 A). This acquisi-
tion was repeated twice: one time from 22 A to1 2 A, and
then in reversed order to evaluate the output hysteresis of the
drivers as well.
Resistive heating of the B0 coils is a major concern for
subject safety and limits the amount of current that can be
safely applied. Bench measurements were performed to
determine the maximal allowed current. A constant current
(1, 2, and 3 A) was passed simultaneously through all chan-
nels of the MC setup for 60 minutes while logging the tem-
perature with several temperature sensors that were attached
to the setup. Moreover, infrared (E6 thermal imager, FLIR
Systems, Wilsonville, OR) images were acquired at the end
of each measurement to visualize the heat distribution. The
temperature measurements were repeated in the scanner bore
using fiber optic temperature sensors while the scanner’s
ventilator was switched off. During the measurement, no
power was transmitted through the RF coil.
Another safety-relevant test consisted of investigating the
effect of the MC setup on the B11 field distribution of the RF
coil. An actual flip angle imaging sequence30 was used to
measure the B11 field in a head-and-shoulder phantom filled
with equivalent tissue properties (e5 58.6, r5 0.64 S/m)31
with and without the MC setup being present.
Moreover, the SNR, the temporal SNR, and the noise
correlation matrix of the transceiver array were measured in
the absence and presence of the MC setup. The SNR was
calculated based on the pseudo multiple replica approach.32
For this purpose, a GRE image of the head-shaped phantom
and a noise-only (flip angle5 0 ) image were acquired. The
temporal SNR was determined in a spherical agar phantom
from 100 measurements.
2.5 | Shim performance
The performance of the MC setup was compared in simula-
tions to a shimming setup with spherical harmonics up to
sixth order. Additionally, basis maps of a commercial insert
shim setup (MX10W-28, Resonance Research Inc, Billerica,
MA) with a complete fourth-order and partial fifth-order and
sixth-order set of SH shims was used in simulation as well.33
Simulations for global and slice-wise shimming were per-
formed based on 10 human brain B0 maps that were acquired
at 9.4 T and already shimmed with the scanner’s second-
order SH setup.
3 | RESULTS
The coils of the MC setup had an average inductance of
128mH. When they were used as a load for the amplifier, a
minimum settling time of 50ms could be achieved by adjust-
ing the proportional-integral-derivative controllers on a
channel-by-channel basis when switching the output current
from 21 A to1 1 A. A maximum induced open-circuit volt-
age of approximately 4.5V was measured for the MC setup
when running an EPI sequence with very fast gradient
switches from 232 to1 32 mT/m in 350ms. The induced
voltage can be readily suppressed by an adjustable output
voltage provided by the shim amplifier (maximum of 25V).
Running the same EPI sequence with the MC setup being
connected to the amplifier led to peak current variations of
approximately 40 mA. This value is small compared with the
amplifier’s current output range of 65 A. No image artifacts
caused by these small current variations could be detected in
any in vivo or phantom measurement. The measured B0
maps for a set of current values showed that the output of
each amplifier channel is linear in the requested range
FIGURE 3 Amplifier output linearity was evaluated by applying currents in the range of22 to 2 A and bymeasuring the corresponding B0 map.
Because all amplifiers are identical, analysis of an example channel is shown. A, Basis map produced by applying 1 A. B, Plot of the measured field for the
2 marked points in (A) and their first-order polynomial fit. C, Difference between the measured values and fit for inputs from22 to 2 A for the same points.
D,Mean of the absolute deviation from linearity among all input currents
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and that no additional nonlinearity calibration is needed
(Figure 3).
The temperature measurements revealed that currents of
1, 2, and 3 A lead to a maximal surface temperature of the
coil housing of 338C, 388C and 438C, respectively. Aside
from the MC setup, the RF coil is another heat source. Con-
sidering that the increase in temperature produced by the RF
coil is below 4 8C, an amperage of 1.5 A can be considered
safe for human measurement.34,35
Figure 4 demonstrates that the addition of the MC setup
(connected to the amplifiers, all currents 0 A) does not sig-
nificantly influence the SNR of the RF coil. Small deviations
can be explained by differences in positioning the phantom
in the coil. The noise correlation matrix does not exhibit any
major changes either when the MC setup is added. The maxi-
mum correlation value is approximately 0.24 in both cases.
The shield of the RF coil also prevents the MC setup from
having an effect on B11 field distribution (Supporting Infor-
mation Figure S1). The observed small discrepancies may
arise from differences in repositioning and/or B0 shimming.
No considerable alteration can be detected in the spatial dis-
tribution of temporal SNR (Supporting Information Figure
S2). However, the presence of the MC setup appears to
improve the temporal stability of the measurement as
indicated by the slightly higher temporal SNR values in
some regions.
Table 1 lists the result of the simulation performed for 10
different whole-brain B0 maps. The achieved mean standard
deviation (SD) is reported for global and slice-wise shim-
ming. The MC setup performs better than the third-order SH
setup in case of slice-wise shimming. For global shimming,
the MC setup can only outperform the third-order setup if
the linear gradient terms are added and used in the optimiza-
tion process. As expected, increasing the number of SH
terms results in a better shim performance. A principal com-
ponent analysis of the basis maps8,36 resulted in 8 independ-
ent components for the 16-channel MC setup, which agrees
well with its performance close to the third-order SH setup.
Figure 5 shows a comparison of the different shimming
scenarios that were examined in this study. A range of trans-
versal slices is depicted to evaluate the shimming perform-
ance in the upper and lower brain. Large B0 inhomogeneities
persist after global shimming with the SH setup (Figure 5A,
row 2), especially above the nasal cavities and around the ear
canals. Global shimming with the MC setup permits reducing
the field distortions further (Figure 5A, row 3). The standard
deviation in some slices is higher for global MC than for
global SH, because the optimization was performed on the
FIGURE 4 Comparison of SNRmaps and noise correlation matrix in a head-shaped phantom. The observed differences can be attributed to discrep-
ancies in positioning of the phantom
TABLE 1 Simulation of global and dynamic shimming for 10 whole-brain (including cerebrum, cerebellum, and brain stem) B0 maps acquired
at 9.4 T
Initial MC 16-channel SH third
MC 16-channel1
SH first SH fourth Insert shim SH fifth SH sixth
Global
946 8
79.76 8 82.66 9 77.26 8 72.56 7 66.96 6 63.36 6 60.86 7
Slice-wise 54.96 5 516 4 49.46 5 44.96 4 38.16 3 37.76 3 32.66 3
Note. All B0 maps were initially shimmed with the scanner’s second-order shim setup. The performance of the 16-channel MC setup and spherical harmonics up to sixth
order were evaluated. The mean SD achieved in the entire brain for all subjects is reported. For dynamic shimming, axial slices with 2-mm thickness were used.
AGHAEIFAR ET AL.
Magnetic Resonance in Medicine | 1719
whole brain and not for each slice individually. The result of
dynamic MC shimming is shown in Figure 5A, row 4. If the
zeroth and first order of the SH shim are also adapted on a
slice-by-slice basis, an average improvement of 12% in SD
could be achieved for the 5 volunteers who participated in
this study (Figure 5A, row 5). For better visualization, Figure
5B illustrates a comparison of the whole-brain B0 map with 3
orthogonal cuts for each of the 4 shimming methods. A sum-
mary of the whole-brain B0 SD for the 4 shimming scenarios
of all 5 subjects is provided in Table 2.
Figure 6 and Supporting Information Figures S4 and S5
demonstrate the benefit of MC shimming for EPI acquisi-
tions. The performance of the MC setup was evaluated for
the 4 shimming methods for 2 different EPI scans. A GRE
image, which is free of geometry distortions, is displayed in
Figure 6, column 1, and serves as anatomical reference. Sup-
porting Information Figure S4, which contains all acquired
EPI images for a single subject, shows that the lower brain
slices exhibit the strongest geometric distortions. These can
be reduced with dynamic slice-wise shimming. The
accelerated EPI scan (Supporting Information Figure S4 on
the right) shows even fewer artifacts as a result of a reduced
phase-encoding time. Still, some distortions at the edge of
FIGURE 5 A, Comparison of different shimming strategies in several transversal slices. The first row shows an anatomical reference image and the
volume of interest, which is indicated by a yellow line. The other 4 rows depict the B0 field after using global SH shimming (gSH), globalMC shimming
with the previous settings of the SH shim (gMC), global SH shimming and dynamic slice-wiseMC shimming (dMC), and dynamic slice-wiseMC shim-
ming together with adaptable zeroth and first-order SH shims (dMC1 dSH), respectively. B, Field inhomogeneities mapped to the brain surface with 3
orthogonal cuts to demonstrate shimming performance in the depth of the brain. The SD is calculated for the whole brain
TABLE 2 Measured whole-brain B0 SD for the 4 shimming
strategies
B0 SD in the whole brain (Hz)
gSH gMC dMC dMC1 dSH
Subject 1 92.6 83.5 62.6 59.1
Subject 2 69.7 57.3 43.1 41.1
Subject 3 82.3 65.4 44.3 41.8
Subject 4 96.7 87.0 66.5 60.1
Subject 5 99.7 89.9 56.3 46.1
Average(l/r) 88.2/10.0 76.6/11.7 54.6/8.6 49.6/7.6
Note. The average and SD for each strategy is stated in the last row. There is
a good agreement between the group-averaged shimming results and the simu-
lated field deviations given in Table 1.
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the brain persist and cannot be undone even with dynamic
shimming. Supporting Information Figure S5 includes 2 sli-
ces of EPI images for the 5 volunteers. The B0 fields present
during the EPI acquisitions are displayed in Supporting
Information Figure S5, columns 1 to 4.
Table 3 summarizes the results of the single-voxel spec-
troscopy experiments performed on the 5 volunteers. The
voxel position within the brain and spectra after shimming
with scanner’s second-order SH shim and the MC setup are
shown in Figure 7. On average, the signal width of the water
peak could be narrowed by a factor of 0.51. The average B0
standard deviation of the voxel before and after shimming
with MC setup was 37 and 16Hz, respectively.
4 | DISCUSSION
The combination of RF coil and local B0 shim array into 1
compact device has several advantages compared with other
approaches in terms of handling, easy applicability, and full
compatibility to rapid imaging such as EPI and SSFP. The
results of the presented B0 shim array with 16 circular loops
demonstrate a performance similar to a full third-order SH
shim system. In contrast to the latter, the MC coil setup can
FIGURE 6 Evaluation of the observed geometric distortions for EPI acquisition in bottom, middle, and top slices and for different shimming strat-
egies. The first column shows a gradient-echo (GRE) image for anatomical reference, and the last 4 columns depict the EPI images after global shimming
with the scanner’s second-order shim (gSH), globalMC shimming (gMC), dynamic slice-wiseMC shimming (dMC), and dynamic slice-wiseMC shim-
ming together with adaptable zeroth and first-order SH shims (dMC1 dSH), respectively
TABLE 3 Water peak full-width-at-half-maximum value from sin-
gle voxel spectroscopy experiments before and after static shimming
with the MC setup
FWHM (Hz)
Scanner second
order
MC
16-channel Ratio
Subject 1 48.50 24.60 0.50
Subject 2 68.21 32.93 0.48
Subject 3 45.43 16.95 0.37
Subject 4 39.58 24.36 0.61
Subject 5 34.76 20.55 0.59
Average(l/r) 47.3/12.8 23.9/5.9 0.51/0.09
Note. The shimming was limited to a small region around the target voxel in
the prefrontal cortex. On average, the width of the water peak could be nar-
rowed by approximately 50%. FWHM, full width at half maximum
FIGURE 7 Single-voxel spectroscopy experiment. A, Position of
theMRS voxel (30mm3) in the prefrontal cortex. B, Proton spectrum
acquired after shimmingwith the scanner’s second-order shim setup
(blue) and additionally with theMC setup (red). FWHM, full width at half
maximum
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be used for dynamic shimming in a straightforward manner,
owing to the small inductance of the circular B0 coils. More-
over, the spatial distance of the MC setup from conducting
materials such as the gradient shield, makes dedicated eddy
current and cross-talk compensation unnecessary. Dynamic
switching of the zeroth and first-order SH shim (i.e., fre-
quency and linear gradients) provides an additional perform-
ance benefit by adding 4 extra degrees of freedom to the
optimization process. In all experiments, the B0 field was
first homogenized with a standard second-order SH shim.
Thereafter, MC shim currents were calculated for the entire
brain or individual slices. It would also have been possible to
determine both SH and MC shim currents concurrently, but
this was not done to keep the workflow simple.
Unlike a previously reported design14 in which the MC
setup was positioned inside of the RF coil, the design pre-
sented here used a shim matrix that surrounds the RF coil.
There are several reasons for choosing this arrangement.
On the one hand, this configuration allows one to easily
mount a variety of different RF coils inside the shim array
without requiring fundamental technical changes. One
requirement, however, is that the RF coil is shielded; other-
wise, interactions between the RF and B0 coil are very
likely. On the other hand, having the shim coil as an outer
layer gives full flexibility regarding the positioning of the
RF transceiver loops. The latter permits one to optimize the
transmit efficiency and SNR, as placing conducting struc-
tures between the subject and the RF coil sometimes results
in a dampening of the RF field due to shielding effects.7 It
has been also proposed to use the same conducting struc-
tures for B0 shimming and RF transmission.
8 However,
such a design is very hard to realize for a multichannel RF
coil at ultrahigh field, because of the large number of
capacitors that must be bridged. Furthermore, the proposed
modular design easily allows one to exchange the outer-
most MC cylinder with other more sophisticated MC
designs.16,17
A downside of the used configuration is of course the
fact that the shim coils are further away from the subject and
a higher current is required to produce the same field. How-
ever, moving the loops further away from the subject and
placing them in a separate outer tube that allows thermal con-
duction with the surrounding air provides an additional
safety benefit. The in vivo and phantom measurements
showed that a maximal current of 61.5 A per channel is suf-
ficient in most cases. A total current of 9.5 A6 1.1 (mean6
SD) for all channels was required to perform global shim-
ming with the MC setup on the 5 subjects. The required total
shim currents for slice-wise shimming amounted to 15.7 A6
1.5 in lower brain areas (including the temporal lobe), 13.1
A6 2.8 in the middle of brain (frontal lobe), and 11.8 A6
2.6 for upper brain slices.
The total number of coils was chosen based on design,
fabrication, and cost considerations. First, the number and
size of the B0 coils must be chosen such that the entire
surface of the mounting tube can be covered. Because
each shim coil requires a dedicated amplifier, a higher
number of coils can become very expensive and compli-
cates the fabrication process. Still, the count of channels
must be high enough to provide sufficient degrees of free-
dom for efficient shimming. In addition, a small number
of large coils requires a more sophisticated amplifier
design, because gradient switching induces in this case
higher voltages that need to be counteracted. However, an
increase of the coil count does not linearly improve shim-
ming performance (e.g., increasing the number of coils
from 8 to 32 results in an improvement of only 5% for
global and 23% for dynamic shimming).8,37 The number
and size of the coils as well as the number of wire turns
used for this setup reduced the average required current to
1.5 A. Although the shim amplifiers can supply up to 65
A per channel, only their very linear operation range was
used for the measurements and no extra calibration was
needed.
The switching of the MC shim currents results in a tor-
que on the shim coils and on the whole setup. The vibrations
and the acoustic noise caused by electromotive forces was
reduced by a heavy frame that was fixed to the patient table.
In addition, current changes were implemented as 1-ms
ramps with 128 intermediate steps. Nevertheless, subjects
still reported a slight vibration of the setup. These vibrations
can lead to a mismatch between B0 field prediction and mea-
surement for 2 reasons: First, the coil might slightly shift dur-
ing the measurement; and second, subject discomfort can
elicit involuntary movements. In fact, long experiments are
prone to larger mismatch errors, as subjects are likely to
move at some point during the measurement. This issue is
especially critical for slice-wise shimming and thin slices.
Ideally, the B0 maps should be updated once in a while dur-
ing long studies. However, in this study, the maps were only
acquired at the very beginning of the scan session that lasted
approximately 60 minutes. Reproducible positioning of the
coil setup itself is also very important, because the basis
maps for the shim coils and the actual B0 map are not
acquired in the same scan session. Therefore, the position of
the MC was marked on the patient table to minimize posi-
tioning inaccuracies and to ensure the validity of the previ-
ously acquired basis maps.
The performance comparison of the different shimming
strategies (global SH, global MC, dynamic MC, and dynamic
MC1 dynamic SH) shows that global shimming with the
MC setup results in a 15% improvement compared with the
second-order shim of the scanner. Dynamic slice-wise shim-
ming provides an improvement of 61% if the MC setup is
used on its own, and 78% if it is combined with the zeroth
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and first-order of the SH shim setup. Geometric distortions
of the EPI images could not be reduced to an acceptable
level with global shimming. With slice-wise shimming, high
geometric fidelity could be achieved in mid and upper brain
slices. Although lower slices could not be shimmed to the
same degree, a tangible improvement can be noticed com-
pared with the globally shimmed scenario.
The shimmed B0 field was compared with simulations to
validate the calculated shim currents. The predicted field
agreed very well with the measured B0 map. In rare cases, a
small frequency offset in the acquired field map was detected
for dynamic slice-wise shimming, even though the SD of the
simulated and acquired field was similar. This discrepancy
could be corrected by adjusting the excitation/reception
frequency.
Remarkably, the dynamic shimming performance was
much higher for transversal slices in comparison to slices
with the same FOV in sagittal orientation. This observation
is probably related to the distribution of the individual coils
on the cylinder surface. If a transversal orientation is chosen,
a large number of coils can efficiently contribute to the
homogenization of the slice. With the current arrangement of
8 coils in each of the 2 rows, sagittal and coronal slices are
far away from most of the coils, and the optimization under
current constrains become more challenging. In addition, the
shape of the field inhomogeneity of the human brain in the
transversal plane is generally easier for the optimizer to
solve. In the sagittal plane, strong field distortions in the
frontal and temporal lobe with opposite off-resonance values
have to be mitigated. Rapid variations and changes of the
sign of the field inhomogeneity results in a lower shimming
efficiency.
5 | CONCLUSIONS
In this study, we designed a 16-channel MC setup for B0
shimming of human brain at ultrahigh field. However, the
plan to design a setup with more shim coils, which brings
more degrees of freedom, is underway. The MC setup was
combined successfully with the scanner’s built-in shim coils
up to the first order for dynamic shimming. A different
arrangement of the coils and optimization of the shape of the
coils may improve the shimming performance further.
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FIGURE S1 Comparison of B11 as a safety relevant parame-
ter in the absence and presence of the MC setup according to
the institute’s safety procedure.34 The measured field remains
very similar regarding spatial distribution and strength
FIGURE S2 Comparison of temporal SNR as a quality
relevant parameter in the absence and presence of the MC
setup. The signal appears to be slightly more stable in the
presence of the MC setup. An apparent reason can be the
result of a heavier setup, which diminishes vibration
FIGURE S3 Comparison of the B0 SD for several slices
after shimming with the scanner’s second-order SH shims
and after shimming with the MC setup in simulation and
measurement. The direction of slice sequence is from infe-
rior to superior
FIGURE S4 Evaluation of the observed geometric distor-
tions for 2 EPI sequence settings and different shimming
conditions. Echo spacing was 0.59 and 1 ms for nonaccel-
erated and accelerated EPI, respectively. The first column
shows a GRE image for anatomical reference. The other 2
blocks of images correspond to a fully acquired and an
accelerated EPI scan, respectively. Four horizontal lines
have been added to mark the location of the ventricles as
observed in the GRE. Global MC shimming (gMC) miti-
gates some distortions in the center of slices, but does not
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perform well at the boundaries of the brain for both EPI
scans. Dynamic MC shimming (dMC) improves image
quality considerably. The latter can be further enhanced by
dynamically adapting the zeroth and first-order SH shim as
well
FIGURE S5 Evaluation of the observed geometric distor-
tions for EPI acquisition across all 5 subjects of the study
and for different shimming strategies. The first 4 columns
show B0 maps after global shimming with the scanner’s
second-order shim (gSH), global MC shimming (gMC),
dynamic slice-wise MC shimming (dMC), and dynamic
slice-wise MC shimming together with adaptable zeroth
and first-order SH shims (dMC1 dSH), respectively. The
fifth column shows a GRE image for anatomical reference,
and the last 4 columns depict the EPI images. In subject 5,
echo spacing was deliberately increased from 0.59 to 1 ms
to exacerbate distortion. Still, dMC could eliminate many
artifacts and enhanced the image quality
TABLE S1 Sixteen-channel multi-coil wire pattern used in
this study
DATA S1 MATLAB script to read and visualize wire pat-
tern of the multi-coil in Supporting Information Table S1
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 Supporting Figure S1. Comparison of B1+ as a safety relevant parameter in the absence and presence of 
the MC setup according to the institute’s safety procedure [34]. The measured field remains very similar 
regarding spatial distribution and strength. 
 
 
Supporting Figure S2. Comparison of tSNR as a quality relevant parameter in the absence and presence of 
the MC setup. The signal appears to be slightly more stable in the presence of the MC setup. An apparent 
reason can be due to a heavier setup which diminishes vibration. 
  
Supporting Figure S3. Comparison of the B0 standard deviation for several slices after shimming with 
scanner’s 2nd order SH shims as well as after shimming with the MC setup in simulation and 
measurement. The direction of slice sequence is from inferior to superior. 
 
 
 Supporting Figure S4. Evaluation of the observed geometric distortions for two EPI sequence settings and 
different shimming conditions. Echo-spacing was 0.59 ms and 1 ms for un- accelerated and accelerated 
EPI respectively. The first column shows a GRE image for anatomical reference. The other two blocks of 
images correspond to a fully acquired and an accelerated EPI scan, respectively. Four horizontal lines have 
been added to mark the location of the ventricles as observed in the GRE. Global MC (gMC) shimming 
mitigates some distortions in the center of slices but does not perform well at the boundaries of the brain 
for both EPI scans. Dynamic MC (dMC) shimming improves image quality considerably. The latter can be 
further enhanced by dynamically adapting the zeroth and first order SH shim as well. 
 Supporting Figure S5. Evaluation of the observed geometric distortions for EPI acquisition across all five 
subjects of the study and for different shimming strategies. The first four columns show B0 maps after 
global shimming with scanner’s 2nd order shim (gSH), global MC shimming (gMC), dynamic slice-wise MC 
shimming (dMC) and dynamic slice-wise MC shimming together with adaptable 0th and 1st order SH shims 
(dMC + dSH) respectively. The fifth column shows a GRE image for anatomical reference and the last four 
columns depict the EPI images. In subject 5, echo-spacing was deliberately increased from 0.59 ms to 1 
ms to exacerbate distortion. Still, dMC could eliminate many artifacts and enhanced image quality. 
Supporting Data S1. Matlab script to read and visualize wire pattern of the multi-coil in supporting Table 
S1. 
classdef PUMCIN_OBJ 
% Read and plot PUMCIN formated file 
% Author: Ali Aghaeifar (ali.aghaeifar@tuebingen.mpg.de) 
% Example: 
%   myaddr = 'c:\mc.txt'; 
%   mcObj  = PUMCIN_OBJ(myaddr); 
%   mcObj.plotCoils; 
    properties 
       filepath;  
       coilpos; 
       wireRad = 0.6; % mm 
    end % properties     
    methods 
        function obj = PUMCIN_OBJ(fileadd) 
            if nargin < 1  
                info = 'Please select PUMCIN file to read'; 
                [FileName,PathName,FilterIndex] = uigetfile('*.txt',info); 
                if FilterIndex == 0 
                   return;  
                end 
                obj.filepath = fullfile(PathName, FileName); 
            else 
               if exist(fileadd, 'file') ~= 2 
                   error('Input is not a valid file address'); 
               end 
               obj.filepath = fileadd; 
            end   
            obj.coilpos = importPUMCIN(obj); 
        end         
         
        function coilpos = importPUMCIN(obj) 
            fileID = fopen(obj.filepath); 
            rawdata = textscan(fileID,'%d %f %f %f %d','CommentStyle','%'); 
            fclose(fileID);     
            if numel(rawdata) ~= 5 % There is 5 columns 
                error('Non-standard input file'); 
            end 
             
            ind = [find(~rawdata{5}); numel(rawdata{5})+1]; % [find zeros ; index of the last 
element] 
            coilpos = cell(numel(ind)-1,1); 
            for i=1:numel(ind)-1 
                coilpos{i}.x = rawdata{2}(ind(i):ind(i+1)-1); 
                coilpos{i}.y = rawdata{3}(ind(i):ind(i+1)-1); 
                coilpos{i}.z = rawdata{4}(ind(i):ind(i+1)-1); 
                coilpos{i}.t = rawdata{5}(ind(i):ind(i+1)-1); 
            end 
        end 
                 
        function plotCoils(obj) 
            widthDef = 2*obj.wireRad; 
            myCMap = jet(numel(obj.coilpos)); 
            for c=1:numel(obj.coilpos) 
                for d=1:numel(obj.coilpos{c}.x)-1 
                    h=line([obj.coilpos{c}.x(d); obj.coilpos{c}.x(d+1)],[obj.coilpos{c}.y(d); 
obj.coilpos{c}.y(d+1)],[obj.coilpos{c}.z(d); obj.coilpos{c}.z(d+1)]);        
                    set(h,{'LineWidth', 'Color'},{widthDef*sqrt(double(obj.coilpos{c}.t(d+1))), 
myCMap(c,:)}) 
                end 
            end   
            view(-30, 45); 
            xlabel('X'); ylabel('Y'); zlabel('Z'); 
            axis image; 
        end 
         
    end % methods     
end % classdef 
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Purpose: We assessed how improved static magnetic field (B0) homogeneity with 
a dynamic multicoil shimming can influence the blood oxygen level dependent 
(BOLD) contrast to noise when echo planar imaging (EPI) sequence is used for a 
motor task functional MRI study. We showed that a multicoil shim setup can be a 
proper choice for dynamic shimming of 2 spatially distant areas with different inho-
mogeneity distributions.
Methods: A 16‐channel multicoil shim setup is used to provide improved B0 homo-
geneity by dynamic slice‐wise shimming. The performance of dynamic B0 shimming 
was investigated in 2 distinct brain regions, the motor cortex and the cerebellum, in 
the same experiment during a finger‐tapping task. Temporal SNR (tSNR), geometric 
distortion of the EPIs, and results of an analysis with a general linear model before 
and after shimming with the multicoil were compared.
Results: Reduced B0 deviation by 30% and 52% in the cerebellum and motor cor-
tex, respectively, resulted in higher tSNR and a reduction of distortions in the EPI. 
Statistical analysis applied to the EPIs showed higher t values and increased number 
of voxels above significance threshold when shimming with the multicoil setup.
Conclusions: Improved B0 homogeneity leads to higher tSNR and enhances the  
detection of BOLD signal.
K E Y W O R D S
B0 inhomogeneity, BOLD signal, multicoil, shimming, temporal SNR, ultrahigh field
1 |  INTRODUCTION
In most applications, functional MRI (fMRI) is performed 
with gradient echo planar imaging (EPI), a fast T∗2‐weighted 
sequence which has a high sensitivity to blood oxygen level 
dependent (BOLD) signal changes. EPI possesses a long 
readout duration, which makes the images susceptible to geo-
metric distortion1 and signal loss because of B0 inhomoge-
neity. These effects are even more pronounced at ultra‐high 
fields (UHFs) given that the magnetic field variations in-
duced from susceptibility differences linearly increase with 
the magnetic field strength.
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A recent quantitative comparison between a high‐order 
shim insert and the scanner’s second‐order shim demon-
strated the influence of shimming on BOLD fMRI.2 The 
static magnetic field can be additionally optimized to en-
hance BOLD sensitivity over a region of interest and improve 
BOLD response detection.3 MR scanners are equipped with 
dedicated coils for shimming of the static field, in which su-
perposition of the magnetic fields produced by the individual 
shim coils is used to shape a reverse field and cancel existing 
field perturbations. However, because of the limited number 
of the coils and difficulties in dynamic driving of large coils, 
the current scanner’s built‐in shim setup (up to the second‐ or 
third‐order spherical harmonic) is not sufficient at UHF, and 
thus the use of additional shim equipment is inevitable.
A more cost‐effective and flexible shimming approach is 
a multicoil shim setup,4 which benefits from an array of small 
local coils. These local coils can even be integrated into the 
radiofrequency (RF) coil for joint reception, excitation, and 
shimming5 or even used for acceleration of MRI acquisition.6 
For example, the application of a 16‐channel multicoil setup 
for dynamic shimming of the human brain at 9.4T showed 
approximately 40% improvement in B0 field uniformity.
7 In 
another study, dynamic multicoil shimming was used for T∗2 
mapping and EPI at 7T, which produced 10% to 50% longer 
T∗2 values for voxels in the prefrontal and temporal cortices 
and reduced the average voxel shifts from 8 to 3 mm.8 Such 
a shim setup can be further optimized for a superior perfor-
mance in human brain shimming.9,10
fMRI of long‐range connectivity between 2 spatially dis-
tant cortical regions is one of the key applications of dynamic 
shimming. Both regions need to be stimulated and acquired 
within 1 measurement for a reliable estimation of functional 
connectivity. Therefore, it would be beneficial to exclude parts 
of the brain between distant volumes of interest (VOIs) to 
achieve higher temporal resolution. Even if 2 VOIs are small, 
the effectiveness of the standard scanner’s built‐in global shim-
ming process can be dramatically reduced if there is a large 
gap between them. In one of the first applications of dynamic 
shimming, a dynamic first‐order shim update was performed 
at 3T for a combined measurement of the human brain and 
the cervical spinal cord11; this was recently also achieved with 
dynamic slice‐by‐slice shimming.12 Another interesting appli-
cation is studying the connection between motor cortex and 
cerebellum, which plays an essential role in the coordination 
of voluntary movements.13,14 By receiving direct afferences 
from the motor cortex, the cerebellum regulates the accurate 
planning and online control of active and passive movements. 
To better understand these mechanisms and changes during 
diseases, it is therefore important to capture both areas in func-
tional MRI experiments. To this end, simultaneous EPI of the 
motor cortex and cerebellum with 2D‐selective excitation and 
parallel transmission has already shown superior temporal sig-
nal‐to‐noise ratio (tSNR) performance.15
In this work, we compare geometric distortions, tSNR, 
and the results of fMRI experiment at 9.4T with and with-
out dynamic shimming using a 16‐channel multicoil shim 
setup. Dynamic shimming in this context describes slice‐
specific shimming, that is, the shim values are optimized for 
individual slices and rapidly switch to proper settings from 
slice to slice. An fMRI study with 2 slice groups covering 
the motor cortex and the cerebellum was performed during a 
finger‐tapping task. Finger tapping is an appropriate way to 
target the cerebellar‐motor cortex network, given that it rep-
resents an excellent motor task which requires precise control 
of speed, force, and range of movement. Amount of residual 
image distortions and improvement in tSNR in the case of dy-
namic shimming were investigated for all the measurements. 
Shim settings were optimized for each slice individually and 
applied using the multicoil shim setup during measurement. 
Both regions were covered within the same measurement for 
reliable evaluation.
2 |  METHODS
All experiments were performed on a 9.4T whole‐body MRI 
system (Siemens Healthcare, Erlangen, Germany). The scan-
ner is equipped with a shim setup, which generates full sec-
ond‐order spherical harmonic (SH) functions. A custom‐built, 
shielded head coil with 18 transmit and 32 receive channels 
was used for RF transmission and signal reception.16 Five 
healthy volunteers (average age, 27 ± 4 years) participated in 
this study, and informed consent was provided in accord with 
the local ethics committee regulations before the experiments.
2.1 | B0 shimming
A home‐made 16‐channel multicoil setup was used for dy-
namic shimming of the human brain.7 Briefly, 16 identical cir-
cular loops, each with 25 wire turns and a diameter of 100 mm, 
were symmetrically positioned in 2 rows on the surface of a 
cylinder with a diameter of 370 mm. The transceiver array was 
mounted inside this multicoil arrangement, and RF interference 
with the multi‐coil was avoided by the shield of the RF coil. 
Dedicated in‐house developed current amplifiers were used to 
supply current to the multicoil.17 The amplifiers were driven 
through analog signals provided by 16‐bit digital‐to‐analog 
converters (DACs). The current of all the shim channels was 
limited to ±1.5 A to prevent excessive heating, and the ampli-
fier allowed a highly linear output and switching in <100 μs for 
the desired range. The MR scanner broadcasted a trigger signal 
preceding each RF pulse, which initiated a LABVIEW‐based 
(National Instruments, Austin, TX) program to change the state 
of the DAC and, accordingly, the amplifier’s output.
The vendor provided an interface for performing global 
shimming of a VOI with the scanner’s built‐in second‐order SH 
   | 3AGHAEIFAR ET AL.
shim setup. A rectangular volume that covers the whole brain 
was chosen to shim the brain of each subject before shimming 
with the multicoil setup. A 3D dual‐echo gradient recalled echo 
(GRE) sequence with TE1/TE2/TR = 3.6/8.4/15 ms (flip angle 
[FA] = 12°, resolution = 2 mm isotropic), without acceleration, 
and total acquisition time of 2 minutes was used to map the B0 
inhomogeneity after shimming with the scanner’s second‐order 
shims. For B0 mapping, the gradient shapes were adapted to 
low bandwidth and slightly longer rise time in order to avoid 
eddy current perturbation. The acquired B0 map was used as 
a reference for all of the following calculations and measure-
ments unless the subject needed to reposition his or her head, 
which required reacquisition of the reference B0 map.
Before any calculation, a brain mask was generated with 
a brain extraction tool,18 and spatial phase unwrapping was 
performed in the VOI.19 Based on the preprocessed reference 
B0 maps and the basis maps of individual multicoil channels, 
a constrained least‐squares optimization was performed to 
calculate the currents required to minimize the deviation of 
the B0 field across the individual slices. The calculated cur-
rent values were stored in a text file, which was read by the 
sequence and broadcasted alongside with the trigger signal. 
The shimming target VOI for the individual slices consisted 
of the slice itself and the corresponding adjacent slices. This 
helped to overcome 2 probable issues in thin slices: having an 
ill‐conditioned problem20,21 and leading to degeneracy.22,23
As an additional shimming strategy, which can be simply 
used in every scanner, dynamic zeros and first‐order shim-
ming have been performed for tSNR evaluation (see below) 
as well. To this end, excitation frequency and offset in lin-
ear gradients have been updated slice by slice. Finally, the 
performance is compared with global second‐order SH and 
dynamic multicoil shimming.
2.2 | MRI parameters
Single‐shot EPI with generalized autocalibrating partially 
parallel acquisition (GRAPPA) = 3 was used for the fMRI 
experiment with the following parameters: TE/TR = 24/2500 
ms, FA = 60°, resolution = 1.2 mm isotropic, matrix size = 
170 × 170, 6/8 partial Fourier, bandwidth = 1132 Hz/Px, and 
echo spacing = 1.01 ms. In total, 40 slices were acquired with 
an interleaved slice excitation order which were split into 2 
groups to cover part of the motor cortex and the cerebellum 
with 22 and 18 slices, respectively. The update of the dy-
namic shims was performed in the remaining 5‐ms gap be-
tween the end of the current slice readout and the excitation 
pulse for the next slice. Dynamic multicoil shimming was ex-
ecuted not only for imaging, but also for the acquisition of the 
GRAPPA reference lines and dummy scans. tSNR calcula-
tion and geometric distortion evaluation were later performed 
on data which were derived from the data of fMRI experi-
ments and acquired with the EPI sequence. The experiments 
were repeated with 2 different shimming approaches, global 
shimming with scanner’s second‐order SH, and dynamic slice‐
wise shimming with a 16‐channel multicoil setup. The set-
tings for the scanner’s second‐order shim were kept constant 
during the multicoil shimming. All experiments started first 
with dynamic multicoil shimming and then global second‐ 
order SH shimming. However, multicoil shimming was per-
formed before and after global second‐order SH shimming in 
2 volunteers to show that order effects are not relevant for the 
difference between results of the 2 measurements.
A 2D double echo GRE sequence (TE1/TE2/TR = 
4/8.4/20 ms and FA = 12°) with identical field of view and 
resolution because the EPI scan, which is primarily used for 
validation of shimming, was used for a separate acquisition 
of the GRAPPA reference lines too.24 This approach is bene-
ficial in comparison to the native GRAPPA calibration scan, 
which is based on a segmented multishot EPI. Such a pres-
can is acquired over multiple TR and thus prone to breathing 
and motion, which can result in artifacts and tSNR variations 
across different slices.25 In addition, the images acquired 
from the GRE sequence were used as an anatomical reference 
image to extract brain boarders and qualitatively assess the 
geometric distortions in EPIs. The acquired B0 map before 
and after multicoil shimming was used to estimate the mag-
nitude of the voxel shift through the formula dpe = ΔB0.Tacq, 
where dpe is the amount of voxel shift in the phase‐encoding 
direction and Tacq is the time required for the full‐Fourier 
acquisition.
EPI is vulnerable to N/2 ghosting arisen from the in-
consistency in the odd/even echoes (attributable to gradient 
delay, induced eddy current, and B0 inhomogeneities). A 
simple and robust method for correction of such N/2 ghost 
is to use additional reference data to correct the phase and 
shift the position of the echoes. To this end, bipolar nav-
igators are acquired immediately after RF pulse for phase 
correction of EPIs. Constant and linear phase correction 
terms were calculated by weighted fitting of the phase 
difference of 2 navigators with a first‐degree polynomial. 
The weight of the fits was obtained from the magnitude of 
the navigators. EPIs were reconstructed offline using in‐
house routines developed in Matlab (The MathWorks, Inc., 
Natick, MA).
2.3 | Finger tapping experiment and tSNR
Given that the RF coil was surrounded by the multicoil cylin-
der, the use of a conventional mirror setup for fMRI stimula-
tion and task indication was not feasible. Thus, a 3 × 3 cm 
opaque polycarbonate sheet was attached to the coil ceiling 
above the subject´s nose. This sheet was illuminated by an 
optical fiber, which was connected to a triggerable light‐ 
emitting diode outside of the scanner room. This simple setup 
was used to indicate the subjects when to start and end the 
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tasks. The display was bright enough that no direct line of 
sight was required to know the task condition. The subjects 
were asked to perform a finger‐tapping task with the thumb 
and index fingers of their right hand at a rate of approximately 
1 tap per second. The paradigm consisted of a block design 
of 25 seconds task and 25 seconds rest and started with a rest 
period of 150 seconds. The trial was repeated 8 times, and the 
whole scan lasted approximately 10 minutes, including the 
dummy scans and the GRAPPA calibration measurements. 
The experiment was performed with and without dynamic 
multicoil shimming, to investigate the performance of multi-
coil shimming in comparison to static global shimming with 
the built‐in second‐order shims of the scanner.
The functional data were preprocessed and analyzed 
using SPM12.26 The preprocessing pipeline is comprised of 
retrospective motion correction and slice timing correction 
(no spatial smoothing). Afterward, a high‐pass filter with a 
cut‐off period of 120 seconds was applied to remove low‐ 
frequency drifts. The absolute value of motion was compared 
by calculating the root‐sum‐of‐squares of all translation and 
rotation terms for both shimming approaches.
Signal stability, a crucial metric for fMRI, can be quan-
tified by measuring the tSNR. tSNR determines how many 
volumes are required to have enough statistical power for 
BOLD signal detection.27 The data acquired during the initial 
rest period of 150 seconds (60 volumes in total) were addi-
tionally used for tSNR evaluation. The tSNR was then cal-
culated as the ratio of the mean and standard deviation over 
time for the individual voxels.
3 |  RESULTS
3.1 | Geometric distortions
The main visible effect of improved shimming with the mul-
ticoil is a reduction of geometric distortions. In Figure 1, 
the contours of the anatomical masks derived from the GRE 
measurements are overlaid onto the EPIs to visualize the 
boundary of a nondistorted image. The direction of distor-
tions follows the background B0 perturbation. The voxels 
with negative and positive off‐resonance are shifted in the 
anterior and posterior directions, respectively, when phase 
encoding is in the anteroposterior direction. Dynamic multi-
coil shimming reduces the distortions for both slice groups, 
covering cerebellum and motor cortex, compared to shim-
ming with conventional second‐order SH. Even though par-
allel acquisition significantly decreases the readout length, 
the geometric distortion is still evident when only second‐
order shimming is used. Calculating the voxel shifts based on 
the acquired B0 map shows that the number of voxels with a 
displacement larger than 6.0 mm (5 voxels) decreases by 44% 
and 97% for the slices covering cerebellum and motor cortex, 
respectively, when shimming is performed dynamically with 
the multicoil. Supporting Information Table S1 compares the 
standard deviations of B0 inhomogeneities measured with 
the double‐echo GRE with and without dynamic multicoil 
shimming. A mean reduction of 30% and 52% in the field 
variation was observed for the slices covering the cerebel-
lum and motor cortex, respectively, when dynamic multicoil 
shimming was used.
3.2 | tSNR experiment
Dynamic multicoil shimming enhances tSNR in both slice 
groups that cover cerebellum and motor cortex regions 
(Figure 2 and Supporting Information Figure S1). On average, 
over the 5 volunteers, multicoil shimming improved tSNR by 
34% and 35% for cerebellum and motor cortex, respectively. 
Because of different static field inhomogeneities, images 
acquired with and without multicoil exhibit different signal 
intensities and image distortions. Therefore, the obtained EPI 
masks are slightly different. Figure 2 shows that improve-
ment of tSNR in gray matter (GM) is more pronounced rela-
tive to white matter (WM). The slices mask was shrunk to 
cover a major part of WM. The improvement of tSNR in the 
shrunk masks, which only includes WM, was 20%, on av-
erage, over the 5 volunteers. Supporting Information Figure 
S2 shows that the order of the measurement does not sig-
nificantly affect the tSNR improvement. Dynamic multicoil 
shimming was performed before and after shimming with 
second‐order SH. Both dynamic shimming with multicoil 
eventuated in a better tSNR with respect to the global second‐ 
order shimming.
Figure 3 shows a possible reason behind the tSNR im-
provement. Overall, temporal deviation of voxel intensities 
is reduced for the cerebellum and the motor cortex with the 
multicoil setup, indicating an improved shimming (Figure 
3A). The signal magnitude slightly increased and decreased 
in the cerebellum and motor cortex, respectively, for some 
subjects. Figure 3B shows that phase correction samples ac-
quired before EPI readout is smoother and a better estimation 
of constant and linear phase correction can be obtained. On 
average, for all slices, the deviation of the fitted values for 
constant and linear phase correction over repetitions is 40% 
less for the case of dynamic multicoil shimming in compar-
ison to the global second‐order shimming. Figure 3C shows 
the value of 0th and first‐order phase correction for differ-
ent repetitions. Improved shimming with multicoil resulted 
in more stable values. Windowing EPI images acquired with 
both shimming techniques reveals a shift of fat signal in the 
motor cortex and a high temporal deviation in the cerebellum 
when shimming is performed with second‐order SH. No sig-
nificant difference in the intensity of N/2 or GRAPPA ghost 
in the motor cortex for both shimming techniques is observed; 
however, the noise level in the background is higher for the 
shimming with second‐order SH (Supporting Information 
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Figure S3). This seems to indicate that the less‐stable phase 
correction signals for the shimming with second‐order SH 
does not cause ghosting, but an increased noise level in the 
reconstructed EPI.
3.3 | Finger tapping experiment
Figure 4 illustrates how the uniformity of the B0 field can 
ultimately affect the BOLD statistics for an example subject. 
The circumscribed activation in the contralateral primary 
sensorimotor cortex and supplementary motor area (SMA) 
as well as in the ipsilateral superior cerebellum are evident. 
The session with dynamic multicoil shimming produced ac-
tivated voxels with higher t‐values in the cerebellum and the 
motor cortex. Having a better B0 uniformity with dynamic 
multicoil shimming, the SMA activation map aligned better 
with the GM in the structural images while no coregistra-
tion was applied. Histograms of t‐values for all subjects are 
depicted in Figure 4B. The values are normalized between 0 
and 1 with respect to the highest t‐value for better compari-
son. Considering voxels having a t‐value >3 as significant, 
the number of activated voxels in the cerebellum increased 
by 240%, 165%, 290%, 520%, and 80% for subjects 1 to 
5, respectively, using dynamic shimming with the multi-
coil instead of using only the static second‐order SH shim. 
Similarly, the number of voxels with t‐value >3 in the motor 
cortex region increased by 135%, 170%, 360%, 145%, and 
145% for subjects 1 to 5, respectively, when multicoil was 
used for the shimming. On average, for all subjects, shim-
ming with multicoil increased the population of voxels with 
F I G U R E  1  Improvement of geometric distortions with improved B0 homogeneity by dynamic multicoil shimming. EPIs are compared 
with a distortion‐free anatomical image of the same slice. One can see that the geometric distortions in the anterior part of the slices covering the 
motor cortex and close to the frontal cortex are more pronounced when conventional second‐order SH shimming is used. However, the severe 
inhomogeneities in the vicinity of ear canals cause signal voids in these regions and cannot be recovered even with the dynamic multicoil shimming 
technique. The last 2 columns represent corresponding simulated voxel shift maps, which were calculated based on the B0 inhomogeneity and the 
bandwidth in the phase‐encoding direction. The color map is restricted to ±8 mm to improve visualization of smaller displacements
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F I G U R E  2  tSNR map for a representative volunteer. The same sequence and acquisition protocol for the finger‐tapping experiment with 
an isotropic resolution of 1.2 mm was used for the comparison of the second‐order SH and the dynamic multicoil shimming. Because of different 
degrees of distortions, different masks were created. Higher tSNR can be observed when shimming with the multicoil. These increases are 
especially pronounced in the cerebellum. tSNR map for other volunteers is represented in Supporting Information Figure S1
F I G U R E  3  Investigating the reasons of the tSNR gain attributed to improved B0 homogeneity. A, Mean and standard deviation over time as 
2 components affecting tSNR are depicted. B, Phase correction data for 2 different shimming approaches (same slice and repetition number). The 
corresponding weighted fits are plotted in red. C, Calculated constant and linear terms of phase correction for several consecutive repetitions
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t‐value >3 by 240% and 180% for the cerebellum and motor 
cortex, respectively.
4 |  DISCUSSION
The main benefit of the multicoil shim setup in comparison 
to the scanner’s second‐order shim coils is the potential for 
fast switching, which allows for rapid slice‐wise shimming 
of the brain, independent of individual slice positions and 
orientations. The 2 slice groups that cover the cerebellum 
and motor cortex were separated by a gap of approximately 
6 cm and exhibited a completely different profile of B0 inho-
mogeneity. Therefore, global shimming with the scanner’s 
built‐in setup cannot effectively improve B0 inhomogeneity, 
even if the gap between the slice groups was excluded for the 
shim current calculation. Especially in the cerebellum, strong 
local inhomogeneities were observed, which were beyond 
the capability of the utilized multicoil setup to compensate. 
However, more degrees of freedom can be achieved by using 
F I G U R E  4  A, BOLD activation map in motor cortex and cerebellum during finger tapping from a single subject. The overlaid t‐value map 
is restricted to the voxels with t > 3 (P < .001 uncorrected). Better shimming with the multicoil is reflected in a larger activated cluster with higher 
t‐values. Activation maps are slightly smoothed for a better presentation. B, Histogram of the voxels with t > 3 in the finger‐tapping experiment 
across all 5 subjects of the study. All values are normalized to be between 0 and 1. The number of voxels with a higher t‐value increased in both 
regions, the cerebellum and the motor cortex, when the dynamic multicoil technique was applied
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additional shim coils and supplying additional current, which 
may lead to a better shimming.
Geometric distortions are well‐known effects of poor B0 
field homogeneity in sequences with long readout durations 
like EPI. The corresponding voxel shifts are proportional 
to the background B0 inhomogeneity and the effective echo 
spacing. In this study, all EPI protocols had an acceleration 
factor of 3 in phase‐encoding direction, which reduced the 
readout length to one‐third of the nominal value. Assuming 
the same protocol settings, measuring with such readout du-
rations at 9.4T is expected to produce similar distortion as at 
3T without parallel imaging. One can use a hybrid approach 
and combine dynamic shimming with a distortion correction 
method in postprocessing. An additional issue can be slice 
bending of the thin slices attributed to strong B0 inhomoge-
neity.28 For the settings used in this study (slice thickness 1.2 
mm and slice selection gradient of 35 mT/m), a bandwidth of 
approximately 1790 Hz/slice is obtained. With a maximum 
B0 inhomogeneity of approximately 850 Hz after second‐
order shim, slice bending of half of a voxel is expected.
An increased tSNR was obtained with dynamic multicoil 
shimming. The sources of signal fluctuations can be generally 
classified as thermal noise, scanner‐related noise (e.g., gra-
dient instability), physiological noise, and signal from non‐ 
task‐related processes. In general, there is no direct relation 
between the field homogeneity and the aforementioned noise 
sources except for scanner‐related noise. To achieve fast spa-
tial encoding, EPI acquires signal during both polarities of the 
readout gradient. Therefore, any gradient delay and eddy cur-
rent can lead into an alternating offset between odd and even 
lines and result in N/2 Nyquist ghosts.29 B0 inhomogeneity may 
further amplify this artifact by delaying or advancing the spin 
rephasing (actual echo time) in the GRAPPA calibration scan, 
phase correction scan, or EPI readout. Phase of the signal from 
phase correction scans is extracted and used for phase correc-
tion. Hence, they are sensitive to B0 inhomogeneities even at the 
very short echo time. In contrast to the gradient delays, which 
add a constant phase shift to all excited spins, the field inhomo-
geneity is spatially variant and phase accrual is a function of spa-
tial position. As shown in Figure 3, improved shimming allows 
calculation of phase correction terms with higher accuracy at-
tributed to a smoother phase difference signal. Phase correction 
navigators are basically a projection of the slice along phase‐ 
encoding direction. Inhomogeneities of different areas sum up 
and are reflected as fluctuations into the phase of projection 
signal. Although the signal is 1‐dimensional, small fluctuations 
may hamper a reliable phase unwrapping. One may avoid ramp 
sampling in phase correction scans for accurate calculation 
of phase shifts, which cannot be achieved with regridding of 
the samples. Alternatively, nuclear MR field probes may be 
used during scans to track gradient waveform and extract de-
lays which are not affected by the static inhomogeneities in the 
brain.30
Improved shimming can reduce macroscopic magnetic 
field inhomogeneity and therefore increases T∗2, which in-
creases signal strength and tSNR accordingly. This effect is 
somewhat evident in the cerebellum represented in Figure 3. 
Improving signal magnitude requires through‐plane shim-
ming and considering gradient of inhomogeneities in the 
slice direction31 and cannot be guaranteed with in‐plane 
shimming. Additionally, T∗2 gain may not be also notable in 
the small voxels after shimming.8 Supporting Information 
Figure S4 shows that increasing the thickness of the shim vol-
ume per slice can preserve or improve T∗2 values after in‐plane 
shimming of a thin slice. However, as Figure 3A represents, 
signal magnitude is not a dominant factor in tSNR changes 
in this study.
The depicted results in Figure 2 represent a higher tSNR 
gain in GM in comparison to WM when the multicoil setup 
is used. This indicates that signal variations in different 
repetitions may emanate from blood or cerebrospinal fluid 
(CSF) flow, which are somehow suppressed during slice‐
wise multicoil shimming. Supporting Information Figure 
S5 displays spatial distribution of B0 inhomogeneity when 
a single slice is shimmed with the utilized multicoil setup. 
Supporting Information Figure S5 represents that magnetic 
field steeply increases or decreases in the vicinity of tar-
get slice. The strong magnetic field produced by multicoil 
outside of the slice of interest can spoil the magnetization 
in blood/CSF flow, which may be produced from excitation 
of previous slices. An additional tSNR measurement was 
performed without using multicoil setup to support this hy-
pothesis. To this end, spoiler gradients in read and slice di-
rection are embedded into the sequence, which are executed 
immediately after readout. For an efficient spoiling, gradient 
moment of spoilers was adjusted to produce phase dispersion 
of 4π across the voxel. Figure 5 compares the tSNR change 
between 4 strategies: shimming with scanner’s second‐order 
SH; dynamic slice‐wise shimming with zeros and first‐order 
SH; spoiling the magnetization after EPI readout; and dy-
namic slice‐wise shimming with multicoil. Dynamic first‐
order SH improved tSNR; however, geometric distortion is 
still severe and background noise level also elevated. Effects 
of spoiler gradients are not constant for all the slices. In some 
regions, tSNR improvement is apparent and in other regions 
degraded. One should consider some dead time after strong 
spoiler gradients to avoid eddy‐current artifacts, which will 
increase the minimum TR. tSNR gain with multicoil shim-
ming is higher than other strategies, and level of background 
noise is also smaller and more stable during the repetitions.
The electromagnetic force (according to the Lorentz 
force law) from static currents does not produce any vi-
bration in the coils. However, rapid change of shim cur-
rents leads to vibrations of the coil and additional acoustic 
noise. The resulting vibration and noise are more severe 
when changing the slice position from the cerebellum to 
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the motor cortex given that the current alteration is larger 
for non‐neighboring slices in the brain, which have differ-
ent profiles of inhomogneity. The calculated current for 1 
of the finger‐tapping experiments is depicted in Supporting 
Information Figure S6. The slices were acquired in an in-
terleaved manner to reduce the amount of signal satura-
tion attributed to imperfect excitation profiles of adjacent 
slices. Thus, this leads to 4 large vibrations in the shim 
setup during the finger‐tapping experiment. The level of 
acoustic noise was comparable to gradients noise in some 
experiments. One can apply a constraint for interslice cur-
rent change similar to a previous work32 to have smoother 
change in currents.
Simultaneous acquisition of slices in multiband (MB) 
sequences can overshadow the performance of slice‐wise 
shimming. However, simulations yielded a similar shimming 
outcome between MB factors of 1 and 2.33,34 The perfor-
mance of slice‐wise shimming will decrease by increasing 
the MB factor and will be similar to global shimming for MB 
factor higher than 4. The distance between slices undergoing 
a simultaneous excitation is another factor that may affect 
the efficiency of slice‐wise shimming for MB factor ≥2. The 
slices close together exhibit same pattern of inhomogeneity 
and can probably be shimmed more efficiently.
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FIGURE S1 EPI, B0 map, and tSNR map across 4 subjects 
of the study before and after dynamic multcoil shimming
FIGURE S2 Evaluation of the impact of measurements order 
in tSNR. Three tSNR measurements with 2 shimming strat-
egies were performed in 2 volunteers. Dynamic multicoil 
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shimming was performed before and after second‐order 
global shimming. Both measurements with dynamic multi-
coil shimming yielded a better tSNR in comparison to the 
second‐order SH
FIGURE S3 The contrast and brightness of EPIs acquired 
with 2 different shimming approaches are adjusted in a se-
quence of repetitions to compare the background ghosts. 
Shift of the fat in motor cortex area is visible when shim-
ming is performed with second‐order SH, which is well elim-
inated by multicoil shimming. However, the difference in N/2 
ghost level is not significant. Ghosts level in the cerebellum 
is high in some of the repetitions with second‐order shim-
ming while it is pretty consistent when multicoil shimming 
is used. Additionally, level of background noise is higher for 
the shimming with second‐order SH in comparison to the im-
proved shimming with multicoil (also see Figure 5)
FIGURE S4 Impact of shim volume in T∗2 measurements. 
In‐plane shimming with a thin shim volume may degrade T∗2. 
In this study, shimming target VOI per slice consisted of the 
slice itself and the corresponding adjacent slices (thickness of 
shimming VOI = 3*1.2 mm = 3.6 mm). To preserve or im-
prove T∗2 values, one can increase thickness of shimming VOI 
per slice or include additional regularization term during 
calculation of shim current to optimize the shim for both 
in‐plane and T∗2. The details of such a regularization term are 
described in a previous work.27 However, increasing thick-
ness of shimming VOI or including additional regularization 
term will decrease efficiency of in‐plane shimming and ac-
cordingly correction of geometric distortions
FIGURE S5 Spatial distribution of the magnetic field during 
slice‐wise shimming with multicoil. The magnetic field in 
the slice of interest is well homogeneous; however, it steeply 
increases/decreases outside of the shimming VOI
FIGURE S6 Example of the calculated currents for individ-
ual channels of the multicoil for all 40 slices in the finger‐
tapping experiment. The current values were obtained by a 
constrained least squares optimization and limited to ±1.5 A, 
and the slice numbers are listed according to the acquisition 
order (interleaved). The currents changed smoothly when 
the successive slices to measure were in the same vicinity, 
but a strong modification was required when the slice group 
changed from the cerebellum to the motor cortex or vice versa
TABLE S1 B0 standard deviation (SD) across all volunteers. 
The SD was calculated for all measured slices in the cerebel-
lum and motor cortex for the individual subjects and aver-
aged over all subjects
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coil for all 40 slices in the finger tapping experiment. The current values were obtained by a constrained 
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acquisition order (interleaved). The currents changed smoothly when the successive slices to measure 
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 Cerebellum Motor Cortex 
Volunteer 2nd order SH (Hz) Multi-Coil (Hz) 2nd order SH (Hz) Multi-Coil (Hz) 
1 77.4 61.0 27.1 13.8 
2 73.8 44.5 35.8 16.4 
3 95.1 70.7 31.4 17.9 
4 109.5 67.4 34.1 16.4 
5 131.8 102.2 39.9 14.0 
Mean  97.5 69.1 33.7 17.7 
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Purpose: A multi‐coil shim setup is designed and optimized for human brain 
shimming. Here, the size and position of a set of square coils are optimized to 
improve the shim performance without increasing the number of local coils. Utilizing 
such a setup is especially beneficial at ultrahigh fields where B0 inhomogeneity in the 
human brain is more severe.
Methods: The optimization started with a symmetric arrangement of 32 independent 
coils. Three parameters per coil were optimized in parallel, including angular and axial 
positions on a cylinder surface and size of the coil, which were constrained by cylinder 
size, construction consideration, and amplifiers specifications. B0 maps were acquired at 
9.4T in 8 healthy volunteers for use as training data. The global and dynamic shimming 
performance of the optimized multi‐coil were compared in simulations and measure-
ments to a symmetric design and to the scanner’s second‐order shim setup, respectively.
Results: The optimized multi‐coil performs better by 14.7% based on standard de-
viation (SD) improvement with constrained global shimming in comparison to the 
symmetric positioning of the coils. Global shimming performance was comparable 
with a symmetric 65‐channel multi‐coil and full fifth‐order spherical harmonic shim 
coils. On average, an SD of 48.4 and 31.9 Hz was achieved for in vivo measurements 
after global and dynamic slice‐wise shimming, respectively.
Conclusions: An optimized multi‐coil shim setup was designed and constructed for 
human whole‐brain shimming. Similar performance of the multi‐coils with many 
channels can be achieved with a fewer number of channels when the coils are opti-
mally arranged around the target.
K E Y W O R D S
B0 inhomogeneity, B0 shimming, echo planar imaging, multi‐coil, optimization, ultrahigh field
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1 |  INTRODUCTION
Ultrahigh field (UHF) MRI has been increasingly used by 
researchers in the last decade for neuroimaging of the human 
brain. UHF enables gaining a better understanding of brain 
functions by means of higher spatial resolution and signal‐
to‐noise ratio (SNR). However, there are several significant 
challenges for imaging at UHF, for example, inhomogeneity 
in B0 and B1 field and specific absorption rate (SAR).1-3
In particular, static field inhomogeneity is a long‐standing 
issue from the early days of nuclear MR (NMR) imaging,4 
which is more pronounced at UHF. Challenges originating 
from B0 inhomogeneities are anticipated and reported in lit-
erature, including geometric distortion,5 spectra line broad-
ening and weak water suppression,6 shortening T∗
2
 relaxation 
time,7 or voiding the signal.8 There are a few postprocessing 
approaches which can partially correct the consequences of 
poor B0 uniformity.9,10 These methods attempt to retrospec-
tively mitigate adverse effects of the static field perturbation 
rather than to address the problem at its origin.
Shimming—the process of homogenizing the static mag-
netic field—is a routine solution provided by vendors. One 
can quantitatively describe the existing B0 field in the magnet 
with the aim of Laplace’s equation, whose general solution 
yields a set of basis functions called spherical harmon-
ics (SH). Most state‐of‐the‐art UHF scanners are equipped 
with shim coils that can model spatial field distribution up 
to third‐order SH. The size and specific winding pattern of 
such shim coils come along with a large inductance, resulting 
in long transient times after switching attributed to induced 
eddy currents and mutual inductance. This limitation makes 
such coils inflexible, and a pre‐emphasis circuit is essential 
when rapid switching is required.11,12
Another proposed method, known as multi‐coil shim 
array, suggests using a group of small local coils to gener-
ate a local magnetic field.13 The generated local fields can 
contribute effectivity to counteract the existing B0 inhomoge-
neity. Small size, low inductance, and lower power consump-
tion of such coils make them a suitable choice for dynamic 
slice‐wise shimming,14,15 integration into the radiofrequency 
(RF) receive coil,16,17 real‐time correction of temporal B0 al-
teration,18 generating spatial encoding magnetic fields,19 and 
novel parallel imaging methods.20
The major part of the B0 field perturbation comes from 
the sample or subject being imaged rather than the magnet 
imperfection itself.21 The human body is composed of air and 
water. The magnetic susceptibility difference of 9.41 ppm22 
between air and water induces a magnetic field inhomogene-
ity nearby air‐tissue boundaries.23 This effect scales with the 
magnetic field strength and becomes more severe at UHF.1 To 
overcome this issue, one can increase the number of the local 
coils or feed more current to the coils, which necessitates tak-
ing thermal issues into account. A simulation comparing the 
performance of multi‐coils with a different number of coils is 
reported in Stockmann et al.16 Although increasing the num-
ber of coils yields better shimming, it requires more dedicated 
amplifiers and, consequently, would not be cost‐effective. 
Furthermore, difficulties in maintenance and troubleshooting 
are expected. A successful combination of a scanner’s zeroth 
and first‐order SH shim coils with a 16‐channel multi‐coil 
setup for dynamic shimming of the human brain at 9.4T is 
reported in Aghaeifar et al,15 which allowed for more degrees 
of freedom (DOFs) in shimming at UHF using the scanner’s 
built‐in hardware.
In the brain, the strongest field inhomogeneities are found 
in the temporal lobe (TL) and prefrontal cortex because of 
proximity to the ear canals and sinuses, respectively.24 In a 
few studies, active shim coils are placed in the mouth or over 
the nose to improve B0 uniformity in the frontal lobe.25,26  
This procedure can be considered as manual optimization of 
the coil positioning for local shimming. However, the subject’s 
safety, their comfort, and the stability of the coils are question-
able in this case. Given that the overall geometry and structure 
of the head and skull as well as the relative location of air cav-
ities and ear canals are similar across humans, a similar pattern 
of B0 inhomogeneity in the human brain is expected and has 
been observed. Therefore, the shim array can be modified for 
better performance on an identified target pattern. Theoretical 
design of shim arrays with an irregular shape to generate 
low‐order SH27 and to fit with C‐type permanent magnet has 
recently been presented.28 Another study has demonstrated 
the application of a genetic algorithm to design a coil with an 
irregular shape, which is optimized only for 4 representative 
slices of the brain29 and extended later for optimization of po-
sition and geometry of 16 coils for 2 slices of a single brain.30
Thus, the aim of the present work was to design and con-
struct an optimized multi‐coil shim array to target the B0 
inhomogeneity in the whole human brain. This will help to 
enhance B0 shimming at UHF without the need to add more 
coils. Optimization was performed under specific constraints 
to keep the construction step simple. The performance of the 
optimized multi‐coil is compared to the conventional sym-
metric coils arrangement with a different number of local 
coils and with different orders of SH. The efficiency of the 
designed and constructed setup is evaluated in vivo with sev-
eral sequences susceptible to B0 inhomogeneity.
2 |  METHODS
2.1 | Optimizations
In this study, the optimization was performed on a 32‐chan-
nel multi‐coil setup to improve shimming performance for a 
human brain target. All coils were positioned on a cylinder 
with a diameter of 323 mm. This is the minimum allowable 
diameter that can house the utilized RF coil.31 Optimization 
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started from a symmetric arrangement of 32 coils in 4 rows 
on the surface of the cylinder (Figure 1A). All coils had an 
identical square shape with an equal side length of 60 mm 
and 25 wire turn. Because of the cylindrical skeleton, the 
optimization was performed in a cylindrical coordinate sys-
tem with 3 DOFs for each coil as follows:
1. Size of the coil (i.e., side length of a square coil) 
where the shape does not change.
2. Axial coordinate (Z) or height of the center of coils in the 
cylinder surface.
3. Angular coordinate (θ), the angle between the reference 
axis on a chosen plane and a line from the origin to the 
projection of the coil center to that plane (Figure 1B).
The first 2 DOFs (i.e., size and height) were constrained 
during the optimization while the angular coordinate was un-
constrained given that, theoretically, it should lay between –π 
and +π. The lower and upper bounds for the size of the coils 
were [20 and 100] mm, respectively, and for the height of 
the coils were [–150 and +80] mm, respectively. Therefore, 
based on the maximum side length of the coils, the required 
overall length for the cylinder would be 330 mm. During the 
construction, the cylinder length was chosen longer to reserve 
space for wires going outside the multi‐coil (final cylinder 
length was 400 mm). The initial side length of 60 mm was 
chosen as the middle of the upper and the lower bound of 
the coil size. For the chosen initial coil arrangement, there 
was no overlapping between the coils and the free spacing 
between a coil and the next closest coil was negligible.
A nonlinear constrained optimization was implemented 
in MATLAB (The MathWorks, Inc., Natick, MA) using the 
function, fmincon. The purpose of the nonlinear constrained 
optimization was to find the most effective configuration of 
coils. After every successful iteration, new shim basis maps 
were generated, and the required current per coil was cal-
culated by  a constrained linear least‐squares optimization 
(lsqlin command in MATLAB). The flowchart of the optimi-
zation process is depicted in Figure 2A, where the box with 
a yellow outline refers to the constrained linear least‐squares 
optimization. Given that the gradient of the objective func-
tion with respect to the position of the coils was simply not 
analytically attainable in a closed‐form expression, the choice 
of solver was limited to one that can numerically estimate 
the gradient. Two algorithms were utilized to this end: se-
quential quadratic programming (SQP)32 and interior point.33 
Both algorithms yielded acceptable improvement; however, 
SQP converged faster and was therefore selected as solver for 
the final optimization. To calculate shim currents, the bounds 
were variable according to the coil size. Given that smaller 
coils produce less heating, the current for the largest coils 
with a side length of 100 mm was constrained to 1.5 A, and 
it was modeled to increase linearly with decreasing coil size. 
The current bound was truncated to 3 A for the coils with side 
F I G U R E  1  A, The arrangement of the coils on the cylinder surface before and after multi‐coil optimization. Optimization started from a 
symmetric arrangement of the 32 coils in 4 rows with a side length of 60 mm. B, DOFs for the position of the coils represented in the cylindrical 
coordinate system. Axial value (Z) was constrained to the cylinder size, but the angular value (θ) was unconstrained during the optimization. C, 
The arrangement of the coils of optimized multi‐coil in (A), which is transformed into a 2D plane. D, Experimental realization of the optimized 
32‐channel multi‐coil
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length smaller than 50 mm because of to the employed am-
plifier specifications (e.g., the currents for coils with a size 
length of 100, 75, 50, and 30 mm were constrained to 1.5, 2.0, 
3.0, and 3.0 A, respectively).
B0 maps of the brain from 12 volunteers were measured 
at a magnet with a static field of 9.4T after applying the 
scanner’s second‐order SH global shimming. All maps were 
interpolated into a standard coordinate system with a field 
of view (FOV) of 300 × 300 × 300 mm3 and isotropic res-
olution of 3.0 mm. The B0 maps were split into 2 groups 
of 8 and 4 maps. The first group with 8 maps was used for 
optimization (training), and the second group with 4 maps 
was used for validation of the optimization outcome. The 
cost function of the optimization is described by Equation 1:
where x includes the size and position of the coils in the 
current iteration, bi is the B0 map of the ith brain, mj is the 
basis‐map of the jth coil, and cij is the current of the jth coil 
calculated for the ith brain through constrained linear least‐
squares optimization. Given that the coils may overlap 
partially or completely after optimization, the overlapping 
coils were mounted in different layers during the construc-
tion. However, it is possible to modify Equation 1 and add 
an additional regularization term to address coil overlap-
ping, that is, cost_new(x) = cost(x) + kF(x), where F(x) is 
given by the summation of intersections between coils and 
k represents a weighting factor.
Additionally, the performance of the optimization al-
gorithm was investigated with noisy inputs. Thus, white 
Gaussian noise with standard deviation (SD) between 0 and 
40 Hz was added to the training B0 maps. The coil optimiza-
tion was then repeated and the performance of the obtained (1)
cost (x)=
8∑
i=1
32∑
j=1
(cijmj+bi)
F I G U R E  2  A, Flowchart of the optimization process used in this study. There are 3 inputs for the optimizations, including constraints, 
initial coil arrangement, and the training data. It is permitted to adjust the current constraints based on the coil size. The returned value of the 
cost function is the sum of the residual off‐resonance after shimming in individual training B0 maps as explained in Equation 1. The optimization 
will be terminated when the changes in the arrangement and size of the coils are smaller than a defined threshold. B, Impact of the overlapping 
regularization term on the efficiency of the final design. Increasing the weighting decreases the total overlapped areas, but degrades the final loss 
(loss: output of cost function defined in Equation 1). The numbers in pink represent the maximum number of the coils that do not need to be moved 
to outer layers. The loss values are normalized with respect to the loss of the symmetric design. C, Speed of convergence of 2 algorithms, SQP, 
and interior point, used in this study from symmetric initial coils arrangement and 2 representative random initial coils arrangements. SQP could 
converge faster and yield a smaller loss for all cases. The values are normalized to the loss obtained from symmetric design
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optimized coil was compared to the case with 0 additive 
noise. Given that inaccurate placement of the coils during 
construction is possible, stability of the optimization output 
was further investigated. The axial and angular value of the 
coil locations were shifted randomly in the range of ±10 mm 
and ±4°, respectively. The performance of the shimming 
after coil repositioning was evaluated and compared with the 
original optimized multi‐coil.
2.2 | Construction
As mentioned in the optimization procedure, smaller coils 
were allowed to carry higher currents up to 3A. The gener-
ated magnetic field is proportional to n × I, where n is the 
number of turns and I is the passing current, and power dis-
sipation is equal to RI2, where R is the resistance of the coil. 
Therefore, the smaller coils were built with more windings 
instead of supplying higher current to reduce thermal losses 
(i.e., all currents were constrained into 1.5 A in experimen-
tal measurements because of increasing the coil’s winding). 
A copper wire with a thickness of 0.8 mm was used for coil 
winding. A 3D printed support was designed to avoid bowing 
of the overlapped coils and to fasten the coils to the cylinder 
(Supporting Information Figure S1). The support was drawn 
in CATIA (Dassault Systems, Suresnes, France) for each coil 
while considering the cylinder peripheral curve. A thin plas-
tic pipe split into 3 branches was swirled around the coils for 
the water cooling of the setup in case it was needed. Later, 
the whole free space between the inner cylinder (diameter = 
323 mm) and the outer cover (diameter = 370 mm) was filled 
with epoxy (Polytec EP 641; Polytec PT GmbH, Karlsbad, 
Germany) to prevent mechanical vibration of the coils.
2.3 | Simulations
Basis‐maps of the multi‐coils with a different number of coils 
(8, 16, 24, 32, 48, 65, and 96) were analytically calculated 
using Biot‐Savart’s law. Individual coils of all multi‐coils 
were symmetrically positioned on the surface of a cylinder 
with diameter and length of 323 and 330 mm, respectively 
(Figure 3). All coils were simulated with 25 wire turns and a 
square shape. The diameter of the coils was adjusted for each 
F I G U R E  3  Comparison of the simulated shimming performance between optimized multi‐coil, multi‐coils with a different number of 
coils, and spherical harmonics basis set. Shimming is carried out in global and dynamic slice‐wise fashion while the current is constrained and 
unconstrained. Only unconstrained shimming with spherical harmonics is performed given that they are calculated analytically. The shimming is 
performed on 14 brain B0 maps, which were acquired at 9.4T. All maps are transformed into a standard space with an isotropic resolution of 1.5 mm. 
The side length of the coils is indicated above each sketched multi‐coil. Two different 32‐channel multi‐coils are simulated, one has larger coils for 
full coverage of the cylinder, and the other is the one used for optimization
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multi‐coil to cover the whole cylinder surface with minimal 
overlapping. Performance of the multi‐coils was compared 
in terms of global and slice‐wise shimming for 14 brain B0 
maps while the input current was constrained to 2.0 A and 
unconstrained. All B0 maps were interpolated to a standard 
space with an isotropic resolution of 1.5 mm. The target vol-
ume of shimming consisted of 379,555 ± 28,740 voxels cor-
responding to 1282 ± 97 mL (mean ± SD). The shim currents 
were optimized for a 4.5‐mm slab centered with respect to the 
slice of interest in case of slice‐wise shimming. As a bench-
mark, unconstrained shimming was performed with SH basis 
sets up to sixth order as well. ΔB0 SD and root mean squares 
(RMS) were calculated after shimming and averaged over all 
volunteers for whole brain. The shimming performance was 
further assessed locally within a spherical volume, which had 
an average diameter of 4 and 2.8 cm around the prefrontal 
cortex (PFC) and ear canals, respectively.
2.4 | Setup characterization
Home‐built amplifiers were used to supply current for the 
local coils.34 Each channel could supply up to 5 A (120 A 
in total). The output voltage was adjustable through the user 
interface to control thermal loss (maximum, 24 V). A current 
sense resistor of 0.1 Ω in series connected to the output for 
real‐time current monitoring, and feedback control. A 10‐Hz 
square wave signal with an amplitude of 2 V (correspond-
ing to 2 A) and 50‐µs ramp time was applied to the current 
amplifier while monitoring the output current. Then, the pro-
portional‐integral‐derivative controller of the amplifiers was 
adjusted on a channel‐by‐channel basis to achieve minimum 
settling time and overshooting for the inductive load of the 
individual channels. Each control term was adjusted by a 
digital variable resistor through the user interface. All the 
adjustment values were saved in the amplifiers’ memory for 
the future experiments. A custom‐built LabVIEW program 
(National Instruments, Austin, TX) received the trigger signal 
from the scanner and then updated the output of a PXIe‐6738 
unit (digital to analog output module) to control the amplifi-
ers. All the required currents were imported to the LabVIEW 
program before start of the scan. The LabVIEW program 
changes the current within a 2‐ms time interval using 200 
intermediate steps (where time interval and number of steps 
were adjustable). The currents passing into the coils were 
read from the current feedback signal and displayed in the 
LabVIEW program to discover mismatch between inputs and 
outputs.
Investigation of the possible interaction between over-
lapped coils was studied through temporal field monitor-
ing with a field camera.35 The field camera consisted of 16 
19F‐NMR sensors (Skope Magnetic Resonance Technologies, 
Zurich, Switzerland) tuned for a magnet with a field strength 
of 9.4T and distributed on the surface of a sphere with a di-
ameter of 20 cm. A signal consisting of a sequence of alter-
ation between [0, +2, –2, +2, 0] was applied to the amplifier 
input in 5 steps. The field measurement lasted 20 ms for each 
step, which started 4 ms before input current alteration and 
sampled at a temporal resolution of 1 μs. The resulting time‐
varying phase was extracted from the signal of the probes, 
unwrapped, and used for B0 estimation by linear regression 
of the phase time course of every 1 ms. Furthermore, gradi-
ents waveform estimation with NMR probes was checked in 
the presence and absence of the multi‐coil to test disturbance 
rejection of the amplifiers and influence of the setup on the 
produced encoding magnetic fields.
Similar to our previous design,15 several measurements, 
including B+
1
, temporal SNR (tSNR), and SNR, were carried 
out with and without multi‐coil to evaluate the influence 
of the multi‐coil on image quality. Thermal behavior of the 
setup was characterized by applying the maximum current to 
all channels for an hour and measuring the temperature on the 
surface of the setup.
2.5 | B0 shimming and imaging protocols
Five healthy volunteers participated in the study (average 
age, 25 ± 4 years) in accord with the local ethics protocol. 
A dual‐echo gradient echo (GRE) sequence was used to 
measure reference B0 maps for the subsequent calculations 
(flip angle [FA], 12°; TE1/TE2/TR, 2.8/7.8/15 ms; FOV, 
208 × 208 × 160 mm3; isotropic resolution of 2.0 mm). 
The magnitude images and B0 maps were reconstructed 
offline from the raw data. Later, a 3D brain mask was 
created from the magnitude image using brain extraction 
tools36 and spatial phase unwrapping was applied to the 
B0 maps.37 Then, constrained least‐squares optimization 
was performed on the shimming problem, which can be 
described by Equation 2:
where B is a v × 1 vector representing the unshimmed brain 
B0 map (v: number of voxels after masking), A is a v × n ma-
trix of the shim basis‐set (n: number of shim channels), and 
x is an n × 1 vector containing the unknown shim currents. 
The MATLAB lsqlin function was used to solve this minimi-
zation problem. Equation 2 was also used for the shimming of 
training B0 maps in every iteration when optimizing the coil 
arrangement and size as explained above, with the difference 
that matrix A was updated in every iteration. The calculation 
of the required shim currents was performed in MATLAB. 
Once the shim currents were calculated, they were saved as 
a table in a text file to be used by the LabVIEW program as 
explained previously.
(2)min
x
‖(Ax−B)‖2
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The performance of global and dynamic slice‐wise shim-
ming was evaluated by using multiecho GRE, echo planar 
imaging (EPI), and balanced steady‐state free precession 
(SSFP) sequences. Multi‐echo GRE was not only used for 
assessment of the dynamic B0 shimming, but also for T∗2 char-
acterization. All echoes were acquired with monopolar read-
out gradients. The acquisition protocol included FOV: 204 × 
204 mm2, isotropic resolution of 2.0 mm, FA: 20°, TE/TR: 
[5, 9.5, 15, 22, 30, 40]/80 ms, and 16 slices (slice gap = 
200%). EPIs were measured with different isotropic reso-
lutions and acceleration factors. The bandwidth (BW) was 
adjusted for each EPI to minimize echo‐spacing and, accord-
ingly, geometric distortions. The acquisition parameters were 
FOV: 204 × 204 mm2, isotropic resolution of [2.0, 2.0, 1.5, 
1.0] mm, FA: 60°, TE/TR: 24/2000 ms, 16 slices (slice gap = 
[200, 200, 300, 500] %), BW: [2132, 2131, 1838, 1442] Hz/Px, 
6/8 partial Fourier, and generalized autocalibrating partially 
parallel acquisitions (GRAPPA) factor: [1, 2, 2, 3] (param-
eters between brackets “[]” are ordered consistently with 
respect to each other). Images with a balanced SSFP (bSSFP) 
sequence were acquired using sign‐alternated RF pulses. 
The actual image acquisition of each slice was preceded by 16 
RF ramp preparation pulses followed by 100 dummy pulses 
to ensure steady‐state conditions. The acquisition protocol 
included FOV: 204 × 204 mm2, isotropic resolution of 1.0 
mm, FA: 30°, TE/TR: 7.5/15 ms, and 16 slices (slice gap = 
500%). T∗
2
 and bSSFP data were acquired for 4 subjects. 
All of the employed sequences were able to send out a trigger 
signal before RF excitation to synchronize the sequence and 
the shimming hardware. The trigger signal was followed by 
a 2‐ms delay to compensate for the ramp transition of shim 
currents between 2 states and any lag in the setup.
3 |  RESULTS
Figure 1A demonstrates the result of optimizing the posi-
tion and size of the coils. The shim coils are depicted in the 
scanner gradient coordinate system (+Z = feet, –Z = head, 
+Y = anterior, –Y = posterior, +X = left, and –X = right). 
Figure 1C shows arrangement of the optimized multi‐coil 
when the cylindrical coordinate is transformed into a 2D 
plane. Supporting Information Figure S1 shows how the 
coils’ supports with a thickness of ≈7.5 mm are layered. 
Figure 1D displays the constructed 32‐channel multi‐coil 
setup optimized for the human brain. Coils were installed in 
4 layers including 16, 11, 3, and 2 coils in the layers 1 to 4, 
respectively. Overall, the optimized multi‐coil consisted of 
8, 11, 9, and 4 coils placed in the top (anterior), right and 
up‐right, left and up‐left, and bottom (posterior) of the cylin-
der, respectively. The measured inductance and resistance of 
the coils at 1 kHz was ranging from 108 to 232 µH and from 
2.1 to 5.7 Ω, respectively.
The addition of the setup (connected to the amplifier 
with 0 A in all channels) did not significantly affect the 
excitation profile (B+
1
 map), SNR, and tSNR (Supporting 
Information Figures S2, S3, and S4). Supporting 
Information Figure S5 shows the results of the thermal 
tests measured with an array of 16 temperature sensors 
and an infrared camera (images were acquired at the end 
of measurement). Given that the setup temperature can be 
considered safe for human measurements with the speci-
fied current bounds, no water cooling was used during the 
experiments.
Figure 2B shows how an increased weighting of the over-
lapping regularization term, k, affects the final loss, total 
overlapped areas, and the maximum number of the coils in 
the first layer. The pink numbers in the plot represent the 
maximum number of the coils which can be installed in 
the first layer (their original position). Including an addi-
tional regularization term increases the nonlinearity degree 
of the problem and yields a less effective coil arrangement. 
Investigating the effect of noisy training B0 maps shows that 
adding Gaussian noise with SD below 30 Hz to training 
data did not affect performance of the obtained optimized 
coil (changes below 1% on average over 14 brain B0 maps). 
However, the shimming performance decreased by 12% 
for the case comprises Gaussian noise with SD of 40 Hz. 
The evaluation of the stability of the optimization output 
reveals that a minor inaccuracy in the placement of the coils 
can degrade the performance by 1.5% and 0.4% in global and 
slice‐wise shimming, respectively (on average over 5 sets of 
inaccurate positions).
Summary of the shimming performance in simulation 
for several symmetric coils arrangements, the 32‐channel 
optimized multi‐coil (with and without layering), and SH 
term is shown in Figure 3. The results correspond to the 
shimming performance averaged across 14 brain B0 maps, 
which were not included into the training. Two different 
symmetric 32‐channel multi‐coils are simulated; one has 
slightly larger coils which cover the cylinder fully, and an-
other one served as initial configuration of the coils for op-
timization. The performance of the 32‐channel optimized 
coil (with SD of 40.9 and 37.4 Hz for the case of constrained 
and unconstrained global shimming, respectively) is com-
parable to the 65‐channel symmetric design. In comparison 
to the SH terms, the performance is slightly better than full 
fifth‐order SH for the case of unconstrained global shim-
ming. Layering the coils resulted in a slight increase of the 
SD by approximately 1.1 Hz for constrained global shim-
ming. In comparison to the initial symmetric design and 
based on SD of the residual off‐resonance after shimming, 
performance improved by 14.7% and 20.8% after optimi-
zation with constrained and unconstrained global shim-
ming, respectively (which decreased to 12.4% and 19.9% 
after layering). Table 1 shows the amount of performance 
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improvement of the optimized multi‐coil with respect to the 
symmetric design based on SD and RMS for different sub-
regions, constrained and unconstrained shimming, as well 
as global and dynamic slice‐wise shimming. The presented 
results are calculated before and after coil layering. RMS is 
a better metric for subregions given that it characterizes the 
off‐resonance fully while SD ignores the mean of the off‐
resonance. Supporting Information Table S1 displays the 
achieved improvement for 14 individual B0 maps used in the 
simulation (the optimized design after layering compared to 
the symmetric 32‐channel). On average, the required shim 
currents for unconstrained global/slice‐wise shimming are 
in total 47.1/5512 A and 122.5/5457 A for symmetric and 
optimized multi‐coil, respectively.
Redundancy in the magnetic fields generated by the in-
dividual coils after optimization is quantified based on cor-
relation coefficient and singular value decomposition. The 
results are depicted in Supporting Information Figure S6. 
In summary, 55% of correlation coefficients were between 
0 ± 0.25, and the cumulative sum of the first 10 eigenval-
ues reached 80% of the total eigenvalues energy. This means 
that several coils can be replaced with a single coil (probably 
with an irregular shape) and 1 more powerful amplifier. The 
obtained results are based on the magnetic field generated in 
a spherical FOV with a diameter of 200 mm centered on the 
scanner isocenter.
Figure 4A shows the phase evolution of the NMR 
field probes during current alteration in channel 29 of the 
multi‐coil. Channel 29 is mounted in the upper part of the 
cylinder above the frontal cortex of the volunteer and is 
overlapped with channels 3, 11, 24, and 25. The ∆B0 esti-
mation from the closest field probe to the coil is plotted. No 
eddy‐current contamination has been observed in the fitted 
∆B0. Similar results have been achieved for other channels. 
Furthermore, the estimated gradient waveform reveals that 
there is a small interaction between gradients and the setup 
which can be compensated at an acceptable level when the 
amplifiers are switched on (Figure 4B).
Figure 5 displays the in vivo performance of the 32‐channel 
optimized multi‐coil in B0 shimming. On average over all sub-
jects, the whole‐brain SD of off‐resonance after performing 
global and dynamic slice‐wise multi‐coil shimming decreased 
from 71.9 to 48.4 Hz and 31.9 Hz, respectively. Table 2 shows 
SD of off‐resonance in the whole brain for all volunteers. The 
average SD of global shimming in the measurement (48.4 Hz) for 
5 volunteers is slightly higher than in the simulation (42.0 Hz); 
however, the average SD after second‐order SH in the measure-
ment (71.9 Hz) is also higher than the average SD of B0 maps 
used in the simulations (68.6 Hz).
Figure 6 illustrates the impact of the shimming on correc-
tion of the geometric distortion in EPIs and the corresponding 
voxel shift map. An anatomical image acquired with GRE se-
quence is used as an undistorted reference image. Ventricles 
align better with anatomy, and a large portion of the distortion 
in the frontal cortex is recovered for both global and dynamic 
multi‐coil shimming at the cost of stretching in anterior. On 
average over all volunteers, voxel shifts larger than 5 mm 
after global and dynamic slice‐wise shimming decreased by 
49% and 64%, respectively, for all utilized EPI protocols (dis-
crepancy was below 2.5% for different resolutions). The EPIs 
for other resolutions and subjects are provided in Supporting 
Information Figures S7 and S8.
Figure 7 compares the banding artifacts in bSSFP images. 
Three slices covering the cerebellum, ear canals, and fron-
tal cortex are chosen for the comparison. Global multi‐coil 
shimming reduced the banding artifacts in different areas, 
and dynamic slice‐wise multi‐coil shimming was successful 
in a higher degree to eliminate a large portion of the banding 
artifacts. The bSSFP images for other subjects are provided 
in Supporting Information Figure S9.
The outcome of the T∗
2
 calculation after second‐order 
shimming as well as global and dynamic multi‐coil shim-
ming is depicted in Figure 8. Two slices that cover areas 
of the brain with the highest B0 inhomogeneity from each 
subject are shown. Both dynamic slice‐wise and global 
multi‐coil shimming resulted in T∗
2
 gain for the areas with 
T A B L E  1  Different metrics and subregions used to evaluate improvement in shimming performance of the optimized multi‐coil with respect 
to the symmetric design (with side length of 60 mm) in simulation
Shim scope: Global [2.0 A, unconstrained] % Slice‐wise [2.0 A, unconstrained] %
Criterion: SD RMS SD RMS
Original Whole brain [14.7, 20.8] [14.7, 20.8] [8.6, 4.7] [8.6, 4.7]
Frontal cortex [11.5, 20.4] [14.4, 24.0] [10.5, 10.7] [10.9, 11.0]
Near ear canals [17.4, 23.3] [19.4, 25.9] [6.6, 1.9] [6.6, 1.9]
Layered Whole brain [12.4, 19.9] [12.4, 19.9] [6.3, 4.9] [6.2, 4.9]
Frontal cortex [9.3, 19.6] [11.8, 23.1] [8.0, 11.3] [8.4, 11.5]
Near ear canals [14.4, 22.7] [16.0, 25.1] [4.0, 0.7] [3.9, 0.6]
Global and dynamic shimming for both the constrained and unconstrained case are studied.
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severe B0 inhomogeneities. The T∗2 ratio increased by 18.1% 
and 28.0% in the vicinity of the ear canals as well as 8.8% 
and 12.5% in PFC after global and slice‐wise shimming, 
respectively.
The information of the coils layering and description of 
wiring pattern according to the public multi‐coil information 
policy38 can be found in Supporting Information Tables S2 
and S3, respectively.
F I G U R E  4  A, Temporal field monitoring with NMR field probes during input current alternation for channel 29. Phase evolution of all 16 
field sensors during the 5 steps, including 0A input, switching from 0A to 2A, switching from 2A to –2A, switching from –2A to 2A, and switching 
from 2A to 0A, is depicted. Then, the generated off‐resonance during the 5 steps of the current alteration is calculated from the linear regression of 
every 1 ms of phase data. B, NMR field probes are utilized to calculate gradients waveform in absence of multi‐coil, presence of multi‐coil, but the 
amplifiers are off, and presence of multi‐coil while the amplifiers are on with 0A inputs. The amplifiers compensated the induced currents arisen 
from rapid gradients switching. The input waveform consisted of individual gradient axes switching with an amplitude and a rise time of 30 mT/m 
and 150 us, respectively
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4 |  DISCUSSION
The aim of this study is to design and construct a prototype 
of a multi‐coil shim setup that is optimized for human brain 
shimming. The optimization procedure resulted in new coil 
arrangements and sizes, which allow boosting of shimming 
performance without increasing the number of coils. The 
optimization was limited to 3 DOFs per coil; axial and an-
gular value in the cylindrical coordinate system and the coil 
size. Avoiding constraints in the coil geometry (i.e., permit-
ting for irregular coil shapes) increases the number of DOFs; 
however, it may either result in a coil shape with difficulties 
to build or in overfitting of the model.
The designed multi‐coil arrangement in this work may not 
be suitable for combined RF and B0 shim array, as is proposed 
in earlier works16,17 attributed to possible degradation in sen-
sitivity profile of the receive coils and more challenges in 
coils decoupling. Additionally, the optimized multi‐coil may 
not be a proper choice for applications beyond B0 shimming 
similar to what is suggested in Umesh Rudrapatna et al19 for 
imaging and in Scheffler et al20 for acceleration because of 
nonuniform coverage of the FOV.
F I G U R E  5  Comparison of the residual B0 inhomogeneity after different shimming approaches. The whole brain is shimmed at the beginning 
with the scanner’s second‐order built‐in spherical harmonic shims. After having the second‐order shim applied, global and dynamic multi‐coil 
shimming is performed
TA B L E  2  The SD of B0 inhomogeneity after different shimming strategies for individual volunteers and on average across all (experimental data)
Subjects
Target volume 
(mL)
Shimming method (STD)
No. Second‐order SH Global multi‐coil Dynamic multi‐coil
1 1199 65.8 45.4 28.1
2 1502 75.7 51 32.4
3 1321 75 48 30.1
4 1046 61.5 42.4 33.4
5 1470 81.6 55.2 35.8
Average 1307 71.9 48.4 31.9
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F I G U R E  6  Evaluation of the geometric distortion for 3 representative slices of the brain at 1.0‐mm isotropic resolution. Voxel shift maps 
are calculated based on B0 maps and the EPI acquisition protocol. Better shimming results in less distortion, which is also apparent from the voxels 
shift maps. The amount of distortion in high‐resolution accelerated 1.0 mm imaging is approximately 2 times less than in low‐resolution 2.0‐mm 
isotropic EPI without acceleration (depicted in Supporting Information Figure S7)
F I G U R E  7  Effect of the improved 
B0 homogeneity on banding artifacts in 
bSSFP images. Three representative slices 
from 3 areas of the brain with the highest 
B0 inhomogeneity are selected. Global and 
dynamic multi‐coil shimming apparently 
reduces banding artifacts
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Another approach suggests optimizing the wiring pat-
tern with genetic algorithm,29 which can result in a com-
plex design. In contrast, we used simple square coils and 
optimized the position and size rather than the shape. The 
optimization of multi‐coil for position, geometry, and num-
ber of the segments for 2 slices of a human brain B0 map 
is also reported in Zivkovic et al.30 However, no in vivo 
measurement has been reported to date, and neither any 
performance analysis of the design on the whole brain nor 
any comparison with higher‐order SH and other multi‐coils 
are yet available.
The target of the optimization in this study was global 
shimming of the human brain, which is more general and 
applicable for whole‐brain 3D sequences or multiband 2D 
sequences. However, the performance was evaluated for dy-
namic slice‐wise shimming in both simulations and in vivo 
measurements. The position of the coils could be optimized 
to improve the performance of dynamic slice‐wise shim-
ming, but different results are expected for different slice 
orientations, which may limit the optimization output for 
more specific applications. Furthermore, the optimization of 
the shimming performance for dynamic slice‐wise shimming 
may not result in a significant improvement, because the re-
gion of shimming is small and thus symmetric configuration 
of coils can even yield similar shimming performance.
Optimization of size and position of a limited set of exter-
nal coils similar to this study is presented in Juchem et al24 
for magnetic field homogenization of the human PFC at 4T. 
However, the optimization routine and the utilized algorithm 
were not explained clearly enough for proper comparison. 
The resultant improvement of SD reported in Juchem et al24 
for PFC and whole brain with respect to SH shimming is 
29% and 3%, respectively, which in this study improvement 
for PFC/TL/whole brain with respect to SH shimming 
is 10.6/9.5/32.7% and 37.6/34.9/55.6% (based on RMS is 
30.9/14.8/35.2% and 57.1/38.8/55.1%) with global and slice‐
wise shimming, respectively (in experimental measurements). 
However, it has to be noted that the target of optimization for 
these 2 studies is different. The presented combined 32‐chan-
nel RF‐shim coil setup in Stockmann et al16 improved the 
field homogeneity in simulation by 31.1% and 49.0% for con-
strained global and slice‐wise shimming, respectively (mag-
net strength of 3T and 50 slices with a thickness of 2.0 mm), 
which in this study is 40% and 65.3% in simulation (after lay-
ering) and 32.7% and 55.6% in measurement for constrained 
global and slice‐wise shimming, respectively. In Juchem et 
al,14 a SD of 25 Hz was reported in the experimental study 
after dynamic slice‐wise shimming with a 48‐channel multi‐
coil at 7T (100 turns per coil and shimming target volume 
of 1269 mL), which in this study is 31.9 Hz at 9.4T (25–50 
turns per coil and shimming target volume of 1307 mL). A 
previously reported 16‐channel multi‐coil setup utilized for 
shimming of human brain at 9.4T yielded 13.1% and 38.1% 
improvement with respect to the second‐order SH after con-
strained global and slice‐wise shimming, respectively.15 In 
Juchem et al,39 where the same multi‐coil setup as described 
in Juchem et al14 was used, it was reported that the T∗
2
 ratio 
increased by approximately 15% and 30% in PFC and TL, 
respectively, after dynamic multi‐coil shimming at 7T, while 
in the current study the gain is 12.5% and 28% in PFC and 
TL, respectively (both studies were performed with an iso-
tropic resolution of 2.0 mm). Overall, the achieved results 
in this study are in agreement with the reports in recent pub-
lications. There is an improvement in some of the obtained 
results, and the rest do not contradict with the results from 
previous literature.
F I G U R E  8  Impact of the shimming with the optimized multi‐coil on the quality of the T∗
2
 mapping. Two slices were selected for each 
volunteer to evaluate the T∗
2
 increase in the PFC and near the ear canals
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The utilized solver for optimization was based on the 
SQP algorithm. The natively implemented SQP algorithm in 
MATLAB allows for nonlinear constrained optimization, fast 
execution, less memory usage, and no explicit definition of 
the gradient of the cost function (the gradient is estimated by 
finite differences). SQP converged faster than interior point 
algorithm in MATLAB; however, it may not be the best choice 
among all published solvers to this end. Figure 2C compares 
the performance of the 2 nonlinear constrained algorithms, 
SQP and interior point, in different iterations. Given that SQP 
updates the Hessian matrix at each major iteration, it per-
forms better in locating the local minima and moves faster to 
its final result. The runtime of both algorithms at the same 
number of iterations was similar; however, SQP converged 
into a lower loss. Using a quad‐core 3.5 GHz Intel Xeon pro-
cessor, computation time to obtain the optimal coil arrange-
ment was approximately 48 hours. The objective function of 
the problem may not be convex, and therefore the obtained 
solution may not necessarily be a global minimum. To this 
aim, optimization with 9 random initial coils positioning was 
performed. Coil arrangements after optimization for 9 differ-
ent starting points did not yield an identical result; however, 
none of them performed considerably better than the case 
when symmetric coil positioning was chosen as the starting 
point (Figure 2C). The obtained optimized coil arrangements 
(with SQP algorithm) starting from random initial positions 
improved the shim performance by 13.2 ± 2.8% and 10.9 ± 
3.5% with respect to their initial positions and the symmetric 
design, respectively. Therefore, it can be concluded that the 
objective function is not a convex function, and there is no 
guarantee that the obtained result after optimization (with the 
initial symmetric coil positioning mentioned earlier) is the 
most optimal coil arrangement. Nevertheless, there was an 
improvement and shimming with this new coil arrangement 
performs better by 14.7% in comparison to the conventional 
symmetric design. The optimization allowed coil overlap-
ping, which was addressed later by layering the overlapped 
coils. Two coils may be overlapped entirely during the opti-
mization iterations, which results in a non‐full‐rank basis‐set 
matrix. However, this is not a problem as long as constrained 
shimming was performed in every iteration. Unconstrained 
shimming can also be applied during the iterative optimiza-
tion process; however, the final arrangement must be evalu-
ated with constrained shimming.
The initial bench test of the setup revealed slight in‐place 
mechanical vibration of some local coils. Although the coils 
were fixed tightly, small imperceptible local vibration of the 
coils in outer layers did not allow adjusting the proportional‐
integral‐derivative in the amplifier. As a consequence, the 
transient time of the output current did not follow a similar 
pattern after several sharp changes in input and even was get-
ting worse. To address this issue, the free space in the cylinder 
was filled with an epoxy which eliminated the shaking of the 
coils. To be on the safe side, a thin plastic tube was circulated 
in the cylinder before using epoxy to set up a water‐cooling 
system in the case of overheating. The weight of the setup 
increased considerably after epoxy filling from 15 to 27.4 kg.
Although the human brain is almost symmetric in anat-
omy, the coil arrangement shown in Figure 1A is not sym-
metric with respect to the YZ (sagittal) plane. There are 3 
possible reasons. First, the center of the brain in the train data 
may not agree with the isocenter of the scanner, which is the 
center of the coordinate system in the optimization. Second, 
as seen in the first row of Figure 5, the B0 map of the brain 
is not perfectly symmetric respect to the center sagittal plane. 
Magnet imperfection, other contamination sources, and head 
orientation can cause asymmetric brain B0 maps. Third, 
even when ignoring the 2 reasons above, the solver may con-
verge to an asymmetric arrangement to shim a symmetric B0 
map; for example, 2 small coils in the right side can perform 
equally as well as 1 big coil in the left side. However, the re-
sultant coil arrangement after optimization matches the over-
all B0 pattern of the human brain. Several coils are located in 
the anterior to address the inhomogeneity in the PFC. Some 
of the coils are small to cancel very local inhomogeneities or 
compensate for the adverse effect of the large coils in vicini-
ties. On the contrary, only a few large coils are positioned in 
the posterior. There are also many coils in the left, left‐ante-
rior, right, and right‐anterior to cancel out inhomogeneities 
around ear canals and to also support better shimming of the 
PFC.
The simulation results depicted in Figure 3 reveal that 
constrained and unconstrained global shimming yielded a 
similar shim performance for the 32‐channel symmetric de-
sign. However, unconstrained shimming improved the per-
formance of the optimized design. As a consequence, the 
performance of the symmetric arrangement is intrinsically 
limited regardless of current constraints, while the per-
formance of the optimized design is limited by the current 
bounds. Increasing the current constraints to ±6.0 A resulted 
in 19% better performance in global shimming for the opti-
mized design after layering with respect to the symmetric ar-
rangement (which was 12.4% with current constraints based 
on coil size as reported in Table 1). It has to be noted that 
the absolute sum of the currents in all channels did not ex-
ceed 77.0 A on average over 14 brain B0 maps. Such a perfor-
mance gain is simply possible by increasing the coil windings 
to 100 turns (similar to Juchem et al14) if supplying higher 
currents is not desired.
Interestingly, adding more coils increased the difference 
in shim performance between constrained and unconstrained 
global shimming as can be observed in Figure 3. Smaller 
coils have a smaller penetration depth and their shim fields 
might not contribute to compensate more distant inhomo-
geneities while in case of unconstrained shimming the shim 
fields are strong enough to penetrate deeper and contribute 
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also to compensate more remote inhomogeneity. Another 
reason might be that smaller coils can more effectively shim 
small targets (e.g., near ear canals or PFC) without sig-
nificantly affecting the neighbor voxels and degrading the 
magnetic field produced by adjacent coils. Therefore, their 
impact is limited by the supplied current. However, uncon-
strained shimming is not a realistic solution because of cur-
rent amplifier limitations and thermal issues. For the case of 
constrained dynamic slice‐wise shimming (axial slices), a 
multi‐coil with 24 channels can shim with the same perfor-
mance level like a multi‐coil with 65 channels (assuming the 
proposed geometry). Hence, there is no performance gain for 
multi‐coil optimization (with the DOF as mentioned earlier) 
if dynamic slice‐wise shimming is the goal.
Figures 5-8 show the performance of the constructed 
multi‐coil for different applications. The off‐resonance level 
in the PFC and ear canals proximity is remarkably reduced. 
Although the multi‐coil is optimized for global shimming, 
the performance for dynamic shimming has been preserved 
as well (and slightly got better). With dynamic shimming, the 
residual inhomogeneity at 9.4T became very close to what is 
obtained at the conventional 3T scanner after second‐order 
global shimming.
Considering Figure 7, it is important to note that the 
bSSFP frequency response is periodic with 1/ TR. Supporting 
Information Figure S10A displays a simulation of the bSSFP 
profile based on the utilized acquisition protocol as well as 
literature white matter and gray matter T1 and T2 values at 
9.4T. The periodic profile illustrates that even when the field 
homogeneity is improved, new banding artifacts can be gen-
erated for certain areas, which were in the pass‐band before 
shimming and then shifted into the stop‐band of the bSSFP 
profile after shimming. An example for this issue is shown in 
Supporting Information Figure S10B after global shimming. 
Therefore, the number, density, and distance of the bandings 
after shimming have to be considered rather than individual 
artifacts.
Despite a reduction of the geometric distortion in the center 
area of some slices covering brain ventricles, some stretching 
in the anterior is apparent after shimming, which was also ob-
served in other recent studies.15,40 The inhomogeneities in the 
proximity of boundaries in the anterior part are lower than in 
the inner areas. Nevertheless, the areas, which are closer to the 
shim coils, feel considerably stronger magnetic fields produced 
by the local coils. However, the least‐square optimization con-
siders the whole target volume for shimming. Although the ho-
mogeneity may get worse in some regions, it will be overall 
improved in the target volume after shimming.
The MATLAB source code of the implemented multi‐coil 
optimization in this study is available under the MIT license 
from the project website: https ://github.com/Aghae ifar/optim 
ized_multi_coil.
5 |  CONCLUSIONS
Multi‐coil shim setups can be optimized for specific 
targets to increase shim performance without adding addi-
tional coils. The performance of the 32‐channel optimized 
multi‐coil which was proposed in this study is comparable to 
a 65‐channel multi‐coil with conventional symmetric design. 
In comparison to the symmetric arrangement with the same 
number of coils for which constrained and unconstrained 
global shimming yields similar results, the efficiency of the 
proposed optimized coil is limited by the supplied current.
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SUPPORTING INFORMATION
Additional supporting information may be found online in 
the Supporting Information section at the end of the article.
FIGURE S1 The designed supports allowed easy layer-
ing of the overlapping coils. The thickness of the supports 
was 7.5 mm
FIGURE S2 Comparison of the B+
1
 field in the presence and 
absence of the constructed multi‐coil. The spatial distribution 
and strength remained similar. An actual flip angle imaging 
(AFI) sequence was used to measure the B1 field. The phan-
tom filled with equivalent tissue properties (e558.6, r50.64 
S/m)
FIGURE S3 Comparison of the SNR and noise correla-
tion matrix in the presence and absence of the constructed 
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multi‐coil. The difference is minor and may be attributed to 
discrepancies in the positioning of the phantom. The SNR 
was calculated based on the pseudo multiple replica approach
FIGURE S4 Comparison of the temporal SNR and noise 
correlation matrix in the presence and absence of the con-
structed multi‐coil. The temporal SNR was determined in a 
spherical agar phantom from 100 measurements
FIGURE S5 The produced heating attributed to the resis-
tance of the coils is a major concern. To this end, all chan-
nels were fed with 1.5 A for an hour and the temperature was 
monitored with temperature sensors that were attached to the 
setup. Furthermore, infrared images with a thermal image 
(E6 thermal imager; FLIR Systems, Wilsonville, OR) were 
acquired at the end of the measurement. The hottest point was 
in the outer surface of the multi‐coil where several coils are 
overlapped in the anterior. However, this area is not in contact 
with the subject
FIGURE S6 Redundancy in the magnetic fields generated by 
the individual coils before and after optimization. (A) Matrix 
of correlation coefficients. Numbers close to zero represent 
less similarity in the magnetic field generated by 2 individ-
ual coils. (B) The cumulative sum of shim coils eigenval-
ues. Summation of the first 14 and 10 principal components 
reached to 80% of total eigenvalue energy for symmetric and 
optimized design, respectively
FIGURE S7 Evaluation of the geometric distortion and 
voxel shift map at resolution of 1.5‐mm isotropic and 2.0‐mm 
isotropic for the same subject depicted in Figure 6. EPIs with 
2.0‐mm isotropic resolution are acquired without and with an 
acceleration factor of 2
FIGURE S8 Evaluation of the geometric distortion and 
voxel shift map at resolution of 1.0‐mm isotropic (GRAPPA 
factor = 3) and 2.0‐mm isotropic (no acceleration) for sub-
jects 2 to 5
FIGURE S9 Effect of the improved B0 homogeneity on 
banding artifacts in bSSFP images for subjects 2 to 4
FIGURE S10 (A) The periodic profile of bSSFP frequency 
response simulated based on the acquisition protocol used 
in this study (in our case, 1/TR corresponds to a periodicity 
of 66 Hz). (B) An example of generating new banding arti-
fact after global shimming while the shimming is improved. 
Because of the periodic profile, some areas may be shifted 
from pass‐band into stop‐band after shimming
TABLE S1 Evaluation of improvement in shimming perfor-
mance of optimized multi‐coil with respect to the symmetric 
design in global shimming for individual subjects
TABLE S2 Information of coils layering to overcome the 
overlapping between the coils after optimization The base 
for choosing a layer for a coil was to keep the most coils in 
layer1, then layer2 and so forth.
TABLE S3 The wiring pattern of the designed 32‐channel 
optimized multi‐coil according to the public multi‐coil infor-
mation policy
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 Supporting Information Figure S1. The designed supports allowed easy layering of the overlapping coils. 
The thickness of the supports was 7.5 mm 
 
 
Supporting Information Figure S2. Comparison of the B1+ field in the presence and absence of the 
constructed multi-coil. The spatial distribution and strength remained similar. An actual flip angle imaging 
(AFI) sequence was used to measure the B1 field. The phantom filled with equivalent tissue properties 
(e558.6, r50.64 S/m). 
 
 Supporting Information Figure S3. Comparison of the SNR and noise correlation matrix in the presence 
and absence of the constructed multi-coil. The difference is minor and maybe due to discrepancies in 
the positioning of the phantom. The SNR was calculated based on the pseudo multiple replica approach. 
 
 
Supporting Information Figure S4. Comparison of the temporal SNR and noise correlation matrix in the 
presence and absence of the constructed multi-coil. The temporal SNR was determined in a spherical 
agar phantom from 100 measurements.  
 Supporting Information Figure S5. The produced heating due to the resistance of the coils is a major 
concern. To this end, all channels were fed with 1.5A for an hour and the temperature was monitored 
with temperature sensors that were attached to the setup. Furthermore, infrared images with a thermal 
image (E6 thermal imager, FLIR Systems, Wilsonville, OR) were acquired at the end of the measurement. 
The hottest point was in the outer surface of the multi-coil where several coils are overlapped in anterior. 
However, this area is not in contact with the subject.  
 
 Supporting Information Figure S6. Redundancy in the magnetic fields generated by the individual coils 
before and after optimization. A) Matrix of correlation coefficients. Numbers close to zero represent less 
similarity in the magnetic field generated by two individual coils. B) The cumulative sum of shim coils 
eigenvalues. Summation of the first 14 and 10 principal components reached to 80% of total eigenvalue 
energy for symmetric and optimized design, respectively. 
 
 
 
 
 Supporting Information Figure S7. Evaluation of the geometric distortion and voxel shift map at resolution 
of 1.5 mm isotropic and 2.0 mm isotropic for the same subject depicted in Figure 6. EPIs with 2.0 mm 
isotropic resolution are acquired without and with an acceleration factor of 2.    
 
 
  
Supporting Information Figure S8. Evaluation of the geometric distortion and voxel shift map at resolution 
of 1.0 mm isotropic (grappa factor = 3) and 2.0 mm isotropic (no acceleration) for subjects two to five.  
 
 
 Supporting Information Figure 
S9. Effect of the improved B0 
homogeneity on banding 
artifacts in bSSFP images for 
subjects two to four. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  
 
 
Supporting Information Figure S10. A) The periodic profile of bSSFP frequency response simulated based 
on the acquisition protocol employed in this study (in our case, 1/TR corresponds to a periodicity of 66 
Hz). B) An example of generating new banding artifact after global shimming while the shimming is 
improved. Because of the periodic profile, some area may be shifted from pass-band into stop-band after 
shimming.  
 
 
 
  
 
 
 
Supporting Information Table S1. Evaluation of improvement in shimming performance of optimized 
multi-coil with respect to the symmetric design in global shimming for individual subjects. 
Subject Standard Deviation % Root-Mean-Square % 
Whole Brain Frontal Cortex Near Ear Canals Whole Brain Frontal Cortex Near Ear Canals 
2.
0 
A 
1 15 11 13 15 14 15 
2 10 10 13 10 11 14 
3 5 12 3 5 14 3 
4 7 7 15 7 11 17 
5 16 9 4 16 14 5 
6 11 13 8 11 15 8 
7 14 6 16 14 10 20 
8 10 7 13 10 10 15 
9 12 7 14 12 9 17 
10 9 5 21 9 6 22 
11 6 5 16 6 5 17 
12 19 10 28 19 13 29 
13 24 15 24 24 18 28 
14 15 13 14 15 15 14 
Average : 12.4 9.3 14.4 12.4 11.8 16.0 
U
nc
on
st
ra
in
ed
 
1 23 25 13 23 29 16 
2 21 23 26 21 25 32 
3 11 13 14 11 16 16 
4 7 9 17 7 12 19 
5 23 14 15 23 21 16 
6 17 22 10 17 25 11 
7 21 18 23 21 24 27 
8 21 19 28 21 23 29 
9 23 23 22 23 25 28 
10 18 15 35 18 18 37 
11 14 18 28 14 20 29 
12 28 24 35 28 29 36 
13 32 30 33 32 33 37 
14 20 21 19 20 24 19 
Average : 19.9 19.6 22.7 19.9 23.1 25.1 
 
 
Supporting Information Table S2. Information of coils layering to overcome the overlapping between the 
coils after optimization. The base for choosing a layer for a coil was to keep the most coils in layer1, then 
layer2 and so forth. 
Coil No. 1 2 3 4 5 6 7 8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27 28 29 30 31 32 
Layer: 1 2 1 1 1 1 1 1 1 2 4 2 2 1 2 2 2 1 1 4 2 3 2 2 1 1 3 2 3 1 1 1 
O
ve
rla
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ed
 
w
ith
 C
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ls
 17 7 29 10  28 2 2 12 4 4 31 18  9 19 7 21 16 8 32 8 25 25 23 15 1 6 25  12 21 22 8 24 11  20 17 20 15 25 25 9   26  1 13  6 18 1 11 3 11  6 20 3    
27 22    22  22  11 10         2  6 10 29 10  28 27 24    
 20    27    23 23         28  2  11 24  20  11    
          29         27  20   29        
          24         22             
 
 
 
 
 
 
 
Supporting Information Table S3. The wiring pattern of the designed 32-channel optimized multi-coil 
according to the public multi-coil information policy 
 
Please find “Supporting Information Table S3” in the online record of the paper in the journal webpage. 
This table is too long to be included here. 
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Purpose: The purpose of this study is to introduce a novel design method of a shim 
coil array specifically optimized for whole brain shimming and to compare the per-
formance of the resulting coils to conventional spherical harmonic shimming.
Methods: The proposed design approach is based on the stream function method and 
singular value decomposition. Eighty‐four field maps from 12 volunteers measured 
in seven different head positions were used during the design process. The cross vali-
dation technique was applied to find an optimal number of coil elements in the array. 
Additional 42 field maps from 6 further volunteers were used for an independent 
validation. A bootstrapping technique was used to estimate the required population 
size to achieve a stable coil design.
Results: Shimming using 12 and 24 coil elements outperforms fourth‐ and fifth‐
order spherical harmonic shimming for all measured field maps, respectively. Coil 
elements show novel coil layouts compared to the conventional spherical harmonic 
coils and existing multi‐coils. Both leave‐one‐out and independent validation dem-
onstrate the generalization ability of the designed arrays. The bootstrapping analysis 
predicts that field maps from approximately 140 subjects need to be acquired to ar-
rive at a stable design.
Conclusions: The results demonstrate the validity of the proposed method to design 
a shim coil array matched to the human brain anatomy, which naturally satisfies the 
laws of electrodynamics. The design method may also be applied to develop new 
shim coil arrays matched to other human organs.
K E Y W O R D S
cross validation, magnetic resonance imaging, multi‐coil, shim coil array design, stream function method
1 |  INTRODUCTION
Ultra‐high field magnetic resonance imaging (MRI) at field 
strengths of 7T or above offer a substantially increased 
signal‐ and contrast‐to‐noise ratio.1 However, magnetic field 
inhomogeneity becomes a substantial obstacle for echo pla-
nar imaging (EPI),2 susceptibility‐weighted imaging or T∗
2
 
mapping,3 and spectroscopy4 because susceptibility‐induced 
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MR frequency variations scale linearly with the main mag-
netic field.
In order to improve the field homogeneity, conventional 
second‐order spherical harmonic (SH) shim coils are used in 
routine scanners. Typically, prior to execution of imaging or 
spectroscopy sequences, the input currents of the shim coils 
are adjusted to achieve a certain reduction of the field in-
homogeneity. However, even after the best possible second‐
order SH shimming, residual B0 inhomogeneity still exists, 
especially in local regions in the vicinity of air cavities and 
canals such as frontal lobes or temporal lobes of the human 
brain. Currently, high‐order spherical harmonics coils,5,6 
multi‐coils,7-11 and integrated RF/B0 shim coil arrays12-14 
have been proposed and demonstrated to provide better shim-
ming capabilities than the standard manufacturer‐provided 
shimming. The mentioned high‐order SH coils were designed 
to generate magnetic fields with an orthonormal set of pure 
SH shapes. By contrast, the elements of multi‐coil shim ar-
rays and integrated RF/B0 shim arrays typically have a sim-
ple fixed shape, such as a circular loop and are distributed in 
a regular pattern over a surface such as a cylinder or close‐ 
fitting helmet. During the design of all these generic coil 
arrays and their elements, typical B0 field maps acquired in 
human subjects have not been considered explicitly.
In order to reduce the field inhomogeneity over a specific 
region of the human brain, such as the medial temporal lobe, 
a single coil shim insert15 has been proposed and designed 
for magnetic resonance spectroscopy. During the design, the 
average of field maps of 10 normal human subjects has been 
used as a target field over a spherical region. Such an ap-
proach, however, is not applicable to whole brain shimming 
as a fixed mask cannot be applied to each of the 10 subjects 
since individual brains have different geometries. Moreover, 
the usage of a fixed mask tends to exclude regions with high 
inhomogeneities, typically located close to the periphery.
If custom shim coils with more than one channel are de-
signed, averaging is not sufficient. Therefore, alternative 
approaches16,17 were proposed that consider field maps of 
multiple human subjects simultaneously to find a basis set 
that represents the particular spatial patterns of field inhomo-
geneity occurring in the brain using substantially fewer basis 
field terms than the number of input field maps. In particular, 
the approach in Li et al17 relies on a singular value decom-
position (SVD) applied to multiple field maps of the brain 
and uses the singular vectors as shim basis fields. To account 
for individual shape differences, brain normalization18 was 
applied prior to the SVD. The required basis fields could pro-
vide better B0 homogeneity than the first through third‐order 
SH fields. However, the derived basis field patterns may be 
challenging to generate by a shim coil in practice and may not 
even satisfy Maxwell’s equations. Furthermore, the validity 
of the spatial normalization step is questionable. On the one 
hand, it applies spatial transformations not compatible with 
Maxwell’s equations. On the other hand, it removes rigid 
head motion, which makes one of the major factors affecting 
the susceptibility‐induced frequency distribution invisible for 
the coil design step.
In this work, a design method of a shim coil array spe-
cifically optimized for whole‐brain shimming in humans is 
proposed. The shim design is based on the stream function 
method19 applied to 84 target field maps acquired in 12 nor-
mal volunteers in seven different head positions, followed by 
the singular value decomposition. The leave‐one‐out cross 
validation technique, commonly used in machine learning,20 
is applied here to determine the total number of required ele-
ments of the coil array. Statistical inference based on a boot-
strap approach21 is introduced to verify the stability of the 
coil array design. Numerical results are presented to demon-
strate the validity of the proposed design approach.
2 |  METHODS
The proposed design method is summarized as follows. First, 
the field maps of multiple human brains are acquired and pre-
processed. The resulting field maps are specified as target 
fields and a stream function of the electric current density19 
is designed for every field map on a pre‐defined current‐ 
carrying surface. In this way, for every human brain in every 
position, a separate optimal shim coil is calculated. All coils 
share the same current‐carrying surface. As the current‐ 
carrying surface and its mesh remain the same during the 
design of all coil layouts, this initial design step maps each 
individual field map with its specific spatial position and the 
masked region into the common space of the electric cur-
rent density on the current‐carrying surface. In the following 
step, the matrix consisting of all resulting stream functions 
is analyzed by an SVD, and the left singular vectors with the 
largest singular values are used to obtain the wire patterns of 
elements of the shim coil array. A leave‐one‐out cross valida-
tion technique is applied to find a suitable number of chan-
nels and to verify the generalization ability of the coil array. 
The bootstrap approach is then used to assess whether the 
current sample of brain field maps is sufficient and estimate 
the appropriate sample size for future experiments.
2.1 | Measurement and preprocessing of 
human brain field maps
In this study, anatomical images and B0 field maps of heads 
of 18 different healthy adult volunteers (age: 30.8 ± 3.97, 
gender: 14 males and 4 females) were measured on a 3T 
scanner (Siemens Healthcare, Erlangen, Germany) by a field 
mapping sequence based on a multi‐echo 3D gradient echo 
(GRE) sequence. Before these measurements, the heads in 
the central position were shimmed to the second order using 
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the routines provided by the scanner. The imaging parameters 
were TE = 3.84/6.7/10.56 ms, TR = 14 ms, flip angle = 8◦, 
field of view (FOV) = (256 × 256 × 224) mm3, and 128 × 
128 × 112 matrix size. The measured maps have an isotropic 
resolution of 2 mm. The selected FOV was large enough to 
cover the whole brain (including: cerebellum, midbrain, and 
pons) of all subjects. All field maps from the 18 subjects were 
divided into two sets: the field maps from 12 subjects were 
designated as a training set for designing the shim coil array, 
while the field maps from the remaining six subjects consti-
tuted a test set. The field maps in the test set were only used 
to assess the performance of the final designed coil array in 
the following Section 3.4. In other subsections, only the field 
maps from the training set have been used.
In order to assess the impact of head motion on B0 maps, 
each subject was measured seven times in different head po-
sitions. The first field map was measured in a reference head 
position considered optimal by an experienced radiographer. 
The other six maps were measured after rotation along x, y, 
and z axes by approximately ±5◦. Here, a 2D multislice echo‐
planar imaging (EPI) sequence was used to quantify the head 
movement using a prospective acquisition correction algo-
rithm,22 and the subjects were guided via the intercom system 
to comply with the requirements of the protocol.
The non‐brain areas of all field maps were removed using 
the BET (Brain Extraction Tool)23 based on the magnitude 
images from the scanned field maps at the second echo. The 
field maps were then unwrapped using the phase unwrap-
ping algorithm in Robinson et al24 based on multi‐echo phase 
images. Magnitude of the three‐dimensional gradient of the 
phase of the unwrapped maps weighted by the magnitude im-
ages was used to detect outliers (such as noise pixels at the 
boundary and occasional residual phase wraps) and modify 
the usable brain mask. Disconnected regions were removed 
from the updated mask. No further topologic operations (such 
as erosion) were applied to the mask to maximally preserve 
reliably detected field inhomogeneities close to the surface of 
the brain. A weak 7‐voxel median filter constrained to the 
mask was applied to the unwrapped field maps to remove the 
residual outliers. Histograms of selected field maps (e.g. with 
the highest standard deviations within the data set) were vi-
sually inspected to confirm the reliable mask generation and 
the absence of apparent outliers. The processed field maps 
were downsampled to a 56 × 64 × 64 matrix in order to re-
duce the computational cost during the shim coil design step. 
Considering that in modern scanners the subject can be moved 
along the z‐axis of the magnet to the optimal position without 
manual subject repositioning by adjusting the bed position, the 
median of the z‐coordinates of points in the brain mask was 
translated to the magnet iso‐center along the z‐axis. Moreover, 
since clinical MRI scanners can rapidly adjust a radio‐ 
frequency (RF) synthesizer to compensate zeroth‐order B0 
offsets25 and gradient offsets for first‐order shimming without 
any relevant constraints, the translated and masked brain field 
maps were preprocessed to remove any zeroth‐ and first‐order 
SH contributions. The residual field inhomogeneities in the 
whole brain including midbrain, pons, and cerebellum were 
used for all design and validation tasks. The mean of the root‐
mean‐square (RMS) of the residual field calculated across all 
126 data sets was 26.1 ± 3.27 Hz (mean ± standard deviation).
2.2 | Design method of a shim coil for a 
specific brain field map
In order to obtain coil arrays for shimming all field maps in 
the training set, a wire pattern for each individual field map 
was first designed using the stream function method. The 
field map with the reversed polarity was used as a target mag-
netic field. A stream function on a cylindrical surface of cer-
tain dimensions (see below) was then optimized to minimize 
the standard deviation (SD) of the residual magnetic field 
over the whole brain. During the optimization procedure, 
the power dissipated by the coil was constrained in order 
to obtain a physically and technically meaningful solution. 
Based on the above considerations, the following optimiza-
tion problem was used to design a shim coil for a field map: 
Here, ψ denotes the scalar piecewise‐linear stream function19 of 
the surface electric current density vector J⃗(𝜓) where 
on a current‐carrying surface Γ with a normal unit vector n⃗. 
According to Peeren,19 ψ is defined as the line integral of the 
cross product of n⃗ and J⃗ along a curve on Γ and 𝜓(x⃗) indicates 
the current through the curve from a fixed point to x⃗. Bz is the 
z‐component of the magnetic field B⃗ generated by current den-
sities J⃗ on Γ, which is calculated using the Biot‐Savart law. 
Bm
z
 indicates the measured in vivo ΔB0 field map. The points 
x⃗i = (xi, yi, zi)
T, i = 1, …, m denote the coordinate vectors of m 
test points in the ROI, τ indicates the thickness of the surface Γ, 
σ is the electrical conductivity of the surface Γ, and PT
max
  
denotes the maximum power dissipated by the coil.
In order to house a compact transmit–receive RF head 
coil assembly used in previous studies,26 a cylindrical surface 
with a radius of 180 mm and a length of 300 mm was used to 
design shim coils in this work. The current‐carrying surface 
has a thickness of 1 mm and its material property of copper 
has an electrical conductivity of 5.998 × 107 S/m. All optimi-
zation problems were solved with two routines cgsvd and lsqi 
in the MATLAB (The MathWorks, Natick, Massachusetts) 
package named REGULARIZATION TOOLS.27
(1)
min
𝜓
F,F:=
∑
x⃗i∈ROI
(
Bz(𝜓 , x⃗i)+B
m
z
(x⃗i)
)2
,
subject to
1
𝜏𝜎 �Γ |J⃗(𝜓)|
2dΓ≤PT
max
.
(2)J⃗(𝜓)=∇× (𝜓 n⃗)
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The solution of the optimization problem (1) depends on 
the selection of PT
max
. Selecting exceedingly high PT
max
 values 
may lead to impractical shim coils with a very high dissi-
pated power. PT
max
 constraints that are too strict may result in 
poor shimming performance. In order to balance the trade‐off 
between the dissipated power and the shimming capability, 
PT
max
 was individually selected for every field map to obtain 
a dedicated shim coil with the same shimming performance, 
i.e. the same standard deviation of the residual field, as the 
unconstrained SH shimming with a given order. In this man-
uscript, this given order will be referred to as target order and 
is shown in Table 1.
2.3 | Singular value decomposition
For each field map in the training set, a stream function was 
obtained as described above. All stream functions were used 
to form a n × m matrix where n indicates the total number 
of nodes on the mesh and m corresponds to the total num-
ber of field maps entering the basis generation algorithm. A 
singular value decomposition (SVD) was performed on the 
matrix, and the resulting left‐singular vectors (referred to 
as components) corresponding to a certain number of larg-
est singular values were used to obtain the wire patterns of 
coil elements of a shim coil array. For each component which 
can be used as a stream function, field maps per unit current 
were then calculated by formula (2) and the Biot‐Savart law 
to form a sensitivity matrix. To test the performance of the 
designed shim array, for each brain field map, the currents 
flowing through all coil elements were obtained by minimiz-
ing the standard deviation of the residual magnetic field over 
the whole brain.
In the above approach, there is still an open question re-
lated to the number of components needed for the coil array. 
To address this challenge, we gradually increased the number 
of components used to shim each measured field map until 
the same or better performance was achieved as the uncon-
strained SH shimming with a certain order. This type of order 
is referred to as an achieved order (Table 1). PA
max
 (Table 1) is 
used to indicate the highest dissipated power of all the used 
SVD components to obtain a given achieved order SH shim-
ming capability for a field map. The value of PA
max
 may be 
different for each field map.
2.4 | Leave‐one‐out cross validation
The optimal shim design will be achieved if all measured 
field maps (12 subjects × 7 positions) in the training set are 
included in the SVD method. However, it is important to as-
sess the stability of this optimal solution and whether it will 
perform well in other subjects whose field maps are not in-
cluded in the design. This property is called the generaliza-
tion ability of a model in machine learning.28
In order to test the generalization ability of the resulting 
shim coil array, a leave‐one‐out cross validation20 was used. 
In the leave‐one‐out cross validation technique, out of 12 sub-
jects, 11 subjects (11 × 7 maps) were assigned to the train-
ing group and 1 was assigned to the validation group. All 
field maps of the training group were used as target fields in 
problem (1) and the resulting m = 11 × 7 = 77 stream func-
tions entered the SVD design algorithm from Section 2.3. 
Thereafter for each field map of the validation group, a min-
imum number of components was determined for the given 
achieved order, as described in Section 2.3.
The entire leave‐one‐out cross validation procedure was 
repeated 12 times, where each subject was sequentially as-
signed to the validation group. For example, initially, the first 
subject constituted the validation group and for each of the 
seven field maps corresponding to the seven different head 
positions the number of SVD components from the current 
training group was defined. Thereafter, the second subject 
was assigned to the validation group and another seven mini-
mum required numbers of components from the new training 
group were obtained. Note that in these two steps, the SVD 
components and correspondingly the shim coil designs are 
generally different. Finally, 84 minimum required numbers of 
components were obtained and their statistical parameters 
(maximum, mean, median, etc.) were considered to assess 
T A B L E  1  Definition of some useful terms
Term Definition
T
n
The total number of required singular vectors (=shim channels)
P
T
max
The maximal allowed dissipated power as a constraint parameter in the optimization process of the stream function. This value is 
chosen for each field map individually.
Target 
Order
The target order is a chosen SH order which is used to select the maximal dissipated power ( PT
max
) as a constraint in the optimiza-
tion process of the stream function. Strictly speaking PT
max
 is chosen to obtain the same standard deviation in the residual field as 
that of an unconstrained SH shim system with the same order. (=the target order)
Achieved 
Order
The achieved order corresponds to the equivalent shimming performance of an SH shimming system with unconstrained power 
dissipation. For a SVD shim system with a given achieved order, the minimal number of singular vectors (=channels) were 
chosen to obtain the same SH‐shimming performance.
P
A
max
The highest dissipated power of all the SVD channels to obtain a certain achieved order SH shimming capability for a field map.
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performance of the proposed SVD algorithm for the given 
achieved order.
2.5 | Shimming capability and coil element 
layouts of the designed coil array
As described in the above subsection, 84 separate required 
numbers of components were calculated after the leave‐ 
one‐out cross validation. The maximum of these 84 mini-
mum required numbers was used as the final total number 
(Tn (Table 1)) of elements in the coil array design. The SVD 
algorithm was executed for all 84 measured field maps in 
the training set, as described in the Section 2.3, and Tn com-
ponents corresponding to the largest singular values were 
selected. Winding patterns of the channels of the final shim 
coil array were produced as contours of the respective SVD 
components.19 All coil elements were then applied to per-
form shimming for each field map in the training and test set. 
The standard deviation of the residual field inhomogeneity 
after shimming for each map was calculated in order to assess 
the shimming performance of the resulting coil array.
2.6 | Bootstrap approach for testing the 
stability of the designed coil array
In the above subsections, a shim coil array design method has 
been proposed using all measured field maps of 12 subjects 
in the training set which are only a small sample of the popu-
lation of all human subjects. In the following, we apply an 
inferential statistical analysis to deduce properties of the pop-
ulation from this sample. In this subsection, we first define 
a continuous parameter related to the shimming capacity of 
the designed coil array. Thereafter, the confidence interval of 
this parameter is calculated and the stability of the designed 
coil array is analyzed based on that confidence interval. The 
new parameter is needed because previously used parameters 
are either discrete integers (e.g. minimum number of compo-
nents, achieved order, etc.) or contaminated by a bias (e.g. 
SD of the residual is contaminated by the unshimmable field 
terms due to local sources5) and therefore are unsuitable for 
statistical analysis.
The parameter is defined as follows: First, for each field 
map of each subject, shimming using the designed coil array 
and the target order SH shimming is obtained. The standard 
deviation of the difference between these two shim fields is 
then calculated for each field map. Finally, the mean of the 
standard deviations for all the field maps in the population 
is specified as the parameter, which is denoted μσ. Its corre-
sponding statistical estimate for the sample of the 12 subjects 
is expressed as μ̂σ. The parameter is used to assess the stabil-
ity of the designed coil array.
While the calculated parameter μ̂σ is valid for the given 
sample of 12 subjects, its distribution over general samples 
of field inhomogeneities in the brains of all human beings 
is unknown. In order to obtain an approximate confidence 
interval of the parameter μσ using the field maps of the 12 
measured subjects, we used a bootstrap approach21 as de-
scribed below. First, k subjects, namely a bootstrap sample, 
are obtained by randomly resampling with replacement from 
the 12 original subjects. Here, k may not necessarily be equal 
to 12 and two or more subjects may be repeated. Second, all 
measured field maps of the k subjects are used in the SVD 
method from Section 2.3 to generate new Tn components. 
Finally, these new components are applied to shim all field 
maps in the training set and μ̂σ using the new components 
from the bootstrap sample is then calculated. The whole pro-
cedure is repeated b times and μ̂σ for the bth time is denoted 
by μ̂b
σ
. Here, b is set to 1000, which is a typical number in con-
fidence interval approximations with bootstrap. Thus, sorting 
all the μ̂b
σ
 in ascending order, the approximated bootstrap per-
centile 95% confidence interval21 of the parameter is given by 
(μ̂25
σ
, μ̂975
σ
) and the significance level α is set to 0.05. The mean 
of all the μ̂b
σ
 is indicated by ̄̂μσ.
The μ̂σ obtained by the designed coil array and all 84 mea-
sured field maps in the original sample is expressed as μ̄σ, 
which is used to perform a comparison with the upper bound 
of the confidence interval in order to measure the stability of 
the designed coil array.
3 |  RESULTS
This section consists of five subsections. Example coil lay-
outs for individual brain field maps are shown in the first sub-
section. The results in the next two subsections are obtained 
using the SVD method described in Section 2.3 and the leave‐
one‐out cross validation technique described in Section 2.4. 
Coil element layouts of the designed array and the compari-
son of shimming capability between the conventional SH 
method and the SVD method with the selected number of 
shimming channels are presented in the fourth subsection. 
The results of the stability of the designed array are described 
in the fifth subsection.
3.1 | Shim coils for individual field maps
Figure 1A‐D shows shim coil layouts for various selected 
subjects in the reference head positions. Here, PT
max
 in prob-
lem (1) was selected for each field map to obtain the same 
shimming performance as the fifth‐order SH shimming (tar-
get order 5). It can be seen that all coil layouts show some 
similarities although substantial differences between some 
layouts, for example as depicted in Figure 1A,C, are visible.
Figure 1E‐F presents coil layouts for subject 1 after 
a rotation around the x and y axes, respectively. Here, the 
designed coil after the head rotation around the z‐axis is 
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F I G U R E  1  Stream functions for several selected subjects (A‐D) in the reference head positions and subject 1 in other two positions after 
head rotations around the x (E) and y (F) axes, respectively. Here, the target order is equal to 5. The center of mass of a brain mask is at the origin. 
The head is oriented to face the negative y‐axis and the top of the head points in the positive z‐direction. The colorbars indicate the value of the 
stream function ψ in the units of A, the surface current density can be calculated according to Equation 2. Contour lines of the displayed stream 
functions visualize possible winding patterns. Here, the value of each stream function is scaled to a unit current flowing through individual contours
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not shown since it has a very similar layout as that in the 
reference head position (Figure 1A), with the correspond-
ing rotation. Contrary to that, the coil layout after the head 
rotation around the x‐axis shows the largest variation from 
the reference. The variation may be due to the fact that the 
head rotation around the x‐axis leads to a stronger change of 
susceptibility‐induced field distribution in the brain, as dis-
cussed in Maclaren et al.29
3.2 | SVD method for shim coil design
Figures 2A‐D and 3 show box plots of minimum numbers 
and maximum dissipated power PA
max
 of the components, 
which are used to obtain the third to sixth achieved order SH 
shimming capability for the original field maps in the train-
ing set, respectively. Here, all 84 column vectors of the ma-
trix entering the SVD algorithm were calculated separately 
F I G U R E  2  Box plot of the number of required components (referred to as channel counts) needed to achieve third‐order (A), fourth‐order 
(B), fifth‐order (C), and sixth‐order (D) SH shimming capability for all field maps in the training set. To provide a reference for the plotted channel 
counts, the numbers of SH functions corresponding to the given order are displayed as black dashed lines, defined as the total numbers of SH 
functions corresponding to the given order minus four. The box plot of maximum dissipated power PT
max
 [W] (E) for those target orders reveals that 
P
T
max
 grows exponentially with the increase in target order. All those figures also suggest that higher dissipated power PT
max
 can lead to less channel 
count from the perspective of the median value of channel counts
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for different target orders ranging from the third to the 
eighth order, as shown on the x‐axis of Figures 2A‐D and 3. 
Figure 2E shows the box plot of dissipated power PT
max
 se-
lected to solve Problem (1) for the corresponding target or-
ders. In order to assess the number of required components, 
the total numbers of SH functions corresponding to the dif-
ferent orders (termed SH numbers) are also displayed in 
black dashed lines in Figure 2. Note that the SH numbers are 
defined as the total numbers of SH functions corresponding 
to the given order minus four, since constant and linear SH 
functions have already been used to pre‐process brain field 
maps. The variations of the maximum and median numbers 
of components with respect to target orders are individually 
depicted in red solid lines and red dashed lines with the star 
symbols in Figure 2. The outliers of the minimum numbers 
are plotted using plus symbols.
As can be seen in Figure 2, with increasing target order, 
the median values of the number of required components 
tend to decrease. Moreover, if a certain target order is equal 
to or greater than an achieved order, the median values of 
the number of components are significantly lower than SH 
functions corresponding to the achieved order. For example, 
the median values of all minimum numbers of components 
are only 50%, 52.4%, 40.625%, and 42.2% of the SH numbers 
if both the target orders and the achieved orders are equal to 
3, 4, 5 and 6, respectively. if the target orders are selected 
to be one higher than the achieved orders, namely 4, 5, 6, 
and 7, then the median values of the number of components 
reduce to 16.67%, 19.05%, 15.625%, and 24.44% compared 
with the corresponding SH numbers. Although the selection 
of higher target orders may lead to an increase of dissipated 
power of the used components, as shown in Figure 3, it seems 
acceptable from an engineering perspective based on previ-
ously realized air‐cooled coils. For example, the sixth target 
order and the fifth achieved order can be used in the coil array 
design since the maximum values of current and maximum 
F I G U R E  3  Box plot of maximum dissipated power PA
max
 [W] of required components needed to achieve third‐order (A), fourth‐order 
(B), fifth‐order (C), and sixth‐order (D) SH shimming capability for all field maps. The variations of the maximum and median values of these 
maximum dissipated power with respect to target order are depicted in red solid lines and red dashed lines with the star symbols, respectively.  
The outliers of the maximum dissipated power are plotted using the plus symbols
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power dissipation are 9.98 A and 15.77 W, respectively. In 
this example, each component has been discretized by its 
contours with 26 steps.
If a target order is lower than the achieved order, the 
median values of the number of components may be either 
slightly lower or higher than the SH numbers, as shown in 
Figure 2B‐D, respectively. Furthermore, as shown in Figure 3, 
the median values of the maximum power dissipation remain 
within the same range as those in the case where the target 
order is equal to the achieved order. These results suggest 
that it is advantageous to use an equal or higher target order 
than the achieved order when defining the total number of 
required components.
Although the median values of the numbers of compo-
nents have a decreasing tendency, the maximum number of 
components in some cases tend to first decline and then rise 
with the increase of the target order, as shown in Figure 2A‐C. 
This U‐shape variation suggests that using much higher 
target order than its achieved order could lead to a suboptimal 
number of required components. In such cases, we can select 
the transition points, which indicate the points close to the 
local minimum on the U‐shape tendency, to be the number 
of coil elements of the designed array since the maximum 
of the power dissipation has an increasing tendency with the 
target order. For example, as shown in Figure 2B, the target 
order at the transition point is equal to five and the maximum 
required number of components is equal to 11, which is the 
lowest requirement of the number of the coil elements to ob-
tain a shimming capability better than fourth‐order SH for all 
field maps.
Figure 2B‐D also shows that the maximum number of 
components can be less than the total number of SH functions 
if a target order is equal to the achieved order. For example, 
when both the target order and the achieved order are equal 
to 5 or 6, the numbers of components for all the field maps 
in the training set are required to be 24 or 30, respectively. 
F I G U R E  4  Box plot of channel counts needed to achieve third‐order (A), fourth‐order (B), fifth‐order (C), and sixth‐order (D) SH shimming 
capability in validation groups. To provide a reference for the plotted channel counts, the numbers of SH functions corresponding to the given order 
are displayed as black dashed lines, defined as the total numbers of SH functions corresponding to the given order minus four
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However, to obtain the equivalent shimming capability to 
the SH fifth order (36 components for the full fifth‐order SH 
basis) or sixth order (49 components for the full sixth‐order 
SH basis), for more than 90% of all the field maps, only 19 or 
24 components are needed, respectively.
3.3 | Shimming cross validation using leave‐
one‐out technique
Figures 4 and 5 show box plots of minimum numbers and max-
imum dissipated power of the used components in all validation 
groups as described in Section 2.4. As can be seen, the median 
values of the maximum numbers of components also decrease 
with the increase of a target order. Moreover, if a target order is 
equal to or greater than an achieved order, the median values of 
the numbers of components also tend to be lower than the total 
numbers of the SH functions. For example, the median values 
of all numbers of components are less than 75%, 71.43%, 75%, 
and 82% of the corresponding SH numbers when both the tar-
get orders and the achieved orders are equal to 3, 4, 5, and 6, 
respectively. Furthermore, if the target orders are selected to be 
one order higher than the achieved orders, that is 4, 5, 6, and 
7, the median values of the numbers of components reduce to 
41.67%, 23.8%, 39.06%, and 55.56% compared to the corre-
sponding SH numbers. These results suggest that using a higher 
target order at the design stage can enhance the generalization 
ability of the resulting coil array.
Figure 4A‐D also shows that the maximum numbers of 
components in some cases tend to follow a U‐shape with the 
increase of the target order. In these cases, the values at the 
transition points can be selected as the numbers of coil ele-
ments of the designed array. For example, 12 and 24 can be 
selected as total numbers of coil elements to obtain fourth 
and fifth achieved order SH shimming capability for all field 
maps in the training set when the target orders are equal to 
5 and 6, respectively.
3.4 | Shimming capability and coil element 
layouts of the designed coil‐array
Figure 6A,B shows scatter plots of standard deviations for all 
field maps in the training set using 12 and 24 components, 
F I G U R E  5  Box plot of maximum dissipated power PA
max
 [W] of required components needed to achieve third‐order (A), fourth‐order (B), 
fifth‐order (C), and sixth‐order (D) SH shimming capability in validation groups
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respectively, and compared to high‐order SH shimming. As 
can be seen, for all field maps, shimming using 12 and 24 
components outperforms fourth‐ and fifth‐order SH shim-
ming, respectively. Furthermore, for more than 39.29 and 
90.48 percent of all field maps, these components achieve an 
equal or better shimming capability compared to fifth‐ and 
sixth‐order SH shimming, respectively.
Figure 7A‐D depicts the first four components of the de-
signed shim array of 12 components. As can be seen, these 
four components show distinctly different coil layouts in 
comparison to conventional SH coils.30 Figure 7E shows a 
box plot of currents flowing through the 12 components to 
obtain a fifth achieved order SH shimming capability for all 
84 field maps in the training set. As depicted, the median 
of currents flowing through the first SVD component has a 
more than three times higher amplitude than those of other 
components. This result may be related to the fact that the 
singular value of the first component is greater by a factor 
of over 2.7 than the singular values of the other components.
The performance of the designed coils was then evaluated 
in a test set consisting of data from 6 further subjects who had 
not been used during the design phase. Figure 8A presents 
a box plot of standard deviation (SD) of residual magnetic 
field inhomogeneity after shimming the field maps in the test 
set with SH and SVD coil. As can be seen, shimming using 
the 12 and 24 SVD components performed slightly better 
than the fourth‐ and fifth‐order SH shimming, respectively. 
Figure 8B depicts the residual fields on three typical slices 
of a representative field map in the test set after shimming 
using the first and fourth SH shapes and SVD coil with 
12 elements. As shown, the SVD coil shimming has a similar 
capability as the fourth‐order SH shimming.
3.5 | Stability of the designed coil array
Figure 9 shows the variation of the 95% confidence interval 
of μ̂σ with respect to the number of subjects k in the boot-
strap. Here, μ̂σ is calculated using the designed coil array with 
12 coil elements. In order to assess the stability of the designed 
coil array, μ̄σ for all field maps in the original sample of 12 
subjects is depicted by a dashed black straight line. The upper 
part of the confidence interval tends to decrease with increas-
ing k. When the number of subjects k is equal to 12, the upper 
boundary of the confidence interval of μ̂σ is 20.75 % larger than 
μ̄σ, indicating that a different sample of 12 subjects may lead to 
quite different designs and shimming capabilities. In order to 
bring the increase of the upper boundary under 5 %, the number 
of subjects k would need to be around 140.
4 |  DISCUSSION
In this study, we have developed a novel approach for a shim 
coil array design based on the SVD method with the explicit 
consideration of the human head anatomy. Instead of directly 
applying SVD to multiple field maps of human brains, as 
described in Adalsteinsson et al16 and Li et al,17 here SVD 
has been applied to the matrix of stream functions. A similar 
F I G U R E  6  Comparison of standard deviation (SD) between SH shimming and SVD coil shimming for all data in the training set. Here, SH4, 
SH5 and SH6 indicate the fourth‐, fifth‐, and sixth‐order SH shimming, respectively. SVD12TO5 and SVD24TO6 mean that 12 and 24 components 
are used for shimming when the target order (TO) are 5 and 6, respectively. Equal standard deviations between two methods are plotted in the 
dashed diagonal line. Data points corresponding to different human subjects are marked in different colors
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F I G U R E  7  Stream functions (A‐D) of the first four components and box plot of currents (E) flowing through the SVD12TO5 12 components 
for shimming of all the 84 field maps in the training set. For further details refer to the caption of Figure 1
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approach has been recently presented in a design for a gra-
dient coil array with movable imaging volume.31 The input 
of the SVD algorithm in our method was composed of in-
dividual coil layouts optimized to achieve a given order SH 
shimming capability for each field map (given a constraint on 
total power dissipation) with each coil representing a column 
vector of the matrix. Contours of each resulting component 
can be used to construct an individual coil element of the 
shim coil array. Unlike the results of the SVD algorithm field 
maps in Li et al,17 the magnetic field generated by each coil 
element is spatially smooth over the human brain and natu-
rally satisfies Maxwell’s equations. Furthermore, the pro-
posed protocol accounts for different possible head positions, 
which increases the usability of the designed shim array.
In the previous work,17 leave‐one‐out cross validation 
has already been used to evaluate the generalization ability 
of the SVD modes of the field maps. Here, the cross vali-
dation technique has been applied to obtain a suitable total 
required number of components to balance the trade‐off be-
tween generalization ability and fabrication challenges of the 
resulting shim coil array. Furthermore, the power dissipation 
of each element of a shim coil array can be calculated to pro-
vide additional clues for determining the total number of coil 
elements.
In a less recent publication,16 it was shown that the first 
SVD mode combined with up to second‐order SH shapes 
outperforms up to third‐order SH functions for the re-
duction of field inhomogeneities in validation data. This 
means that six bases (1 SVD mode plus 5 second‐order SH 
shapes) are required if the field maps were measured after 
only a first‐order SH shimming. This number of the bases is 
comparable to 5, which was the number of coil elements in 
F I G U R E  8  Box plot (A) of 
standard deviation of the residual field 
inhomogeneity after different shimming 
methods for the data in the test set and the 
residual fields (B) on three typical slices of 
a representative field map in the test set after 
shimming using the first (SH1), fourth SH 
shapes (SH4), and SVD coil with  
12 elements (SVD12TO5)
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the present work if the target order and the achieved order 
are equal to 5 and 3, respectively, as shown in Figure 4A. 
These comparable results may be due to the high degree of 
similarity of field maps of normal human brains within the 
general population.
The validation data shown in Figure 4 reveal that using 
a target order equal to or lower than an achieved order did 
not allow us to obtain a smaller number of components than 
that of the corresponding SH functions when the achieved 
order was higher than 4. This result may be caused by rela-
tively simple resulting stream functions from the individual 
shim coil design step, according to the method in Section 
2.2. The authors32 have shown that the stream function for 
a field map has more wire loops for higher SH shimming 
fidelity. If the target order is too low, the resulting stream 
function does not capture the complexity of the target field 
map. After the SVD is performed on the matrix consisting 
of such stream functions for all field maps, more compo-
nents are required to obtain a higher achieved order shim-
ming fidelity.
As shown in Figures 2A‐C and 4B,C, the maximum 
number of components tends to rise with the increase of 
the target order though the median values of the numbers of 
components have a decreasing tendency. This result may be 
due to relatively complicated resulting stream functions. If 
a target order is too high, the resulting stream function for 
each field map has more local wire loop structures accord-
ing to Jia et al.32 Then, the SVD algorithm has difficulties 
finding a common basis in a set of rapidly oscillating func-
tions. When the resulting SVD components are used for 
shimming for a specific field map, more components may 
be required.
As shown in Figures 2 and 4, the total number of used 
components are typically determined by the maxima or the 
maximum outliers in the box‐plots. One possible reason for 
the appearance of the outliers is the difference in the mag-
netic susceptibility distributions for individual human brains. 
Another possible reason is the different rotations for the same 
human brain. For example, as shown in Figure 6B, using 24 
components did not allow us to achieve a sixth‐order SH 
shimming performance for around 10 percent of the field 
maps. Even for the same subject, the sixth‐order SH shim-
ming capability for field maps corresponds to some but not 
all head positions. In order to achieve the goal for all field 
maps, one possible solution is to increase the number of used 
components to 30, as shown in Figure 2. The relationship 
between the head rotations and the number of the required 
components is a topic of an ongoing study at our institution.
It is worth noting that our results are obtained using field 
maps for whole brain shimming. Although the resulting shim 
coil array can also be used for reducing the field inhomoge-
neity within local regions in the brain, it may not be opti-
mal in this case. Moreover, the proposed coil array may not 
be suitable to perform shimming over other human organs 
which have different susceptibility distributions. Fortunately, 
the proposed design method can be applied to create specific 
shim coil arrays for the local regions or other organs if field 
maps or the corresponding organs or areas are used in the 
design.
Stockmann et al2 has simulated the shimming performance 
of their integrated RF/B0 helmet arrays for human brain field 
maps acquired after second‐order global SH shimming. Based 
on their results, 32‐channel shim arrays plus 8‐channel face 
loops have a shimming performance comparable to between 
the fourth‐ and fifth‐order SH shimming. However, Figure 4C 
shows that the 24‐channel coil elements achieve similar 
shimming fidelity for all validation data as the fifth‐order SH 
shapes. This means that the total number of coil elements can 
be reduced by a factor of 1.25 compared to the RF helmet 
design. This reduction may be due to the fact that two shim 
coil arrays are mounted on different current‐carrying surfaces 
and our shim coil array was designed specifically to reduce 
the field inhomogeneity of the human brain.
As can be seen in Figure 6A, some field maps in this 
study show higher standard deviations than some exam-
ples from the literature (e.g. Stockmann et al12). One of the 
possible reasons of the high standard deviation observed 
for some field maps in our data set is the large amount of 
anatomical diversity amongst the subjects enrolled in this 
study. Another reason can be the selection of the brain 
region to be shimmed, which in our study comprises the 
whole brain, including cerebellum and the most part of 
the brain stem. Furthermore, in our study we have paid a 
F I G U R E  9  95% confidence interval of μ̂σ using the bootstrap 
technique. Here, μ̂σ is the mean of the standard deviation of the 
difference between the two resulting shimming fields generated by 
the designed coil array with 12 coil elements and the target order SH 
shapes for shimming of the residual field inhomogeneities
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great deal of attention to accurate segmentation of known 
regions of strong field inhomogeneities, such as temporal 
lobes and prefrontal areas.
This study only focuses on global static shimming of 
the entire human brain. However, dynamic slice‐wise shim-
ming of the human brain has attracted increasing interest in 
the past few years2,8,10,12,33 since dynamic shimming typi-
cally outperforms global shimming. Unlike multi‐coils with 
local loops,8,10,12 each coil element of the resulting shim coil 
array has a global distribution of wire loops on the current‐ 
carrying surface. Like SH shim coils,33 this global distribu-
tion might lead to eddy current‐induced field perturbations 
on the B0 field during dynamic shimming. One possible solu-
tion to address this problem is to use a similar technique of 
pre‐emphasis and B0 compensation as in Juchem et al.33
There are several challenges associated with the practical 
implementation of the resulting coil designs: (i) current SVD 
components are all defined on the same current‐carrying sur-
face and (ii) do not account for the practical manufacturing 
constraints such as a finite wire spacing. Finally, as shown in 
Figure 7, the topology of the wire patterns is very irregular. 
The latter issue may be addressed by automated wire layout 
calculation routines, one such algorithm is being currently de-
veloped in our lab. Combined with machined manufacturing 
technologies, such as etching or water‐jetting, the complexity 
of the underlying winding pattern can be effectively handled. 
The other two issues may be simultaneously handled by the 
following procedure: the field maps of all SVD elements can 
be calculated for a reasonable common region, e.g. an ellipti-
cal region encompassing typical brain dimensions, and used 
as target fields for finding the final stream function values 
on a set of concentric cylindrical surfaces. During this final 
design step, the p‐norm (‖J⃗‖p := ( ∫Γ �J⃗�pdΓ)1∕p (p > 2)) of a 
surface current density34 can be used to control the minimum 
width of wire tracks, leading to realizable coil element lay-
outs. Following the implementation of these steps the final 
comparison to SH shimming with a larger number of SH 
functions will become feasible, as only then it will become 
possible both to compare the resulting electrical parameters 
and to assess the practical fabrication challenges.
The manuscript presents a novel shim coil design concept. 
The current results can be used as a preliminary data to guide 
further research work. For example, in order to increase the 
stability of the designed coil array, more field maps from a 
high number of subjects are needed during the design of a 
coil array, as shown in Figure 9. In order to reduce the cost of 
obtaining many field maps, the existing field maps from other 
projects, such as the human connectome project,35 will be 
used in the future. Moreover, the use of a high number of field 
maps may become a challenge due to increased computational 
costs. Parallel computations using graphic processing units 
(GPUs) may be a solution that will be explored in future work.
5 |  CONCLUSION
A novel approach based on the stream function method and 
the singular value decomposition has been presented and 
used to design a shim coil array matched to the human brain 
anatomy. The cross validation technique has been applied 
for finding an optimal number of elements of the coil array. 
The results demonstrate the validity of the proposed method 
to design a potentially physically realizable shim coil array 
matched to the human brain anatomy, which naturally satis-
fies the laws of electrodynamics. A bootstrapping technique 
has been leveraged to estimate the required number of brain 
field maps for the final coil design.
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Purpose: A novel method for the acceleration of MRI acquisition is proposed that 
relies on the local modulation of magnetic fields. These local modulations provide 
additional spatial information for image reconstruction that is used to accelerate 
image acquisition.
Methods: In experiments and simulations, eight local coils connected to current 
amplifiers were used for rapid local magnetic field variation. Acquired and simulated 
data were reconstructed to quantify reconstruction errors as a function of the accel-
eration factor and applied modulation frequency and strength.
Results: Experimental results demonstrate a possible acceleration factor of 2 to 4. 
Simulations demonstrate the challenges and limits of this method in terms of 
required magnetic field modulation strengths and frequencies. A normalized mean 
squared error of below 10% can be achieved for acceleration factors of up to 8 using 
modulation field strengths comparable to the readout gradient strength at modulation 
frequencies in the range of 5 to 20 kHz.
Conclusion: Spread‐spectrum MRI represents a new approach to accelerate image 
acquisition, and it can be independently combined with traditional parallel imaging 
techniques based on local receive coil sensitivities.
K E Y W O R D S
acquisition acceleration, local magnetic fields, nonlinear field modulation, parallel imaging
1 |  INTRODUCTION
Acceleration of imaging speed has been one of the most 
important challenges in MRI and spectroscopy during the last 
three decades. In the early days of MRI several minutes were 
required to capture a single slice of the human body using a 
spin echo sequence. Today, a 3D high‐resolution dataset of 
the entire human brain can be measured within seconds. The 
FLASH sequence is one of the most prominent examples for 
rapid imaging.1 With echo planar imaging a further significant 
acceleration was achieved by scanning multiple phase‐encoded 
echoes per repetition time instead of just one.2 About two 
decades ago, the landscape for rapid MRI changed dramatically 
with the invention of parallel imaging techniques such as 
SMASH, SENSE, and GRAPPA.3-5 Parallel imaging uses 
the spatially confined sensitivities of local radio frequency 
receiver coils as additional information for spatial encoding 
to accelerate image acquisition. The most radical and ultimate 
extension of parallel imaging is to use one coil per voxel 
(OVOC) as introduced by Hennig,6 which, in principle, 
allows everything to be captured within microseconds. Many 
other rapid imaging techniques have since been proposed. For 
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example, UNFOLD, k‐tBLAST/SENSE, or compressed sensing 
and its derivatives use sparse sampling in k‐space and time, 
combined with prior knowledge to boost imaging speed further 
in certain applications.7-10 More recently, the use of nonlinear 
gradients for spatial encoding such as PatLoc, FRONSAC, 
and O‐space imaging has been proposed with the potential to 
provide tailored spatially varying resolution, curved imaging 
slices that mirror physiological geometry, and faster parallel 
imaging capabilities with multichannel coils.11-14 Both linear 
and nonlinear magnetic fields can be combined and used for 
image encoding, which offers significantly more degrees of 
freedom to encode the MR signal.
In conventional imaging, the scan of k‐space (which is the 
Fourier transformed image space) is achieved by applying 
linear gradients along the principal axes. In most applications, 
k‐space is acquired line by line on a Cartesian grid, or in some 
implementations along projections or spirals, to name just a 
few. The application of additional rapid magnetic field modu-
lations during scan of k‐space has already been demonstrated 
in the wave‐CAIPI (preceded by similar techniques such as 
bunched phase encoding15 and zigzag sampling)16 and the 
FRONSAC approach.12,17 In wave‐CAIPI, which is an exten-
sion of bunched phase encoding in combination with CAIPI,18 
additional phase‐shifted sinusoidal modulations are applied 
to phase encoding gradients during the readout. This converts 
the original k‐space scan along a straight line into an extended 
corkscrew trajectory. The resulting improved distribution 
of k‐space sampling points can be used to accelerate image 
acquisition if combined with parallel imaging. A similar prin-
ciple is used in FRONSAC, except that the additional field 
modulation is achieved with global second‐order nonlinear 
shim gradients superimposed on the underlying k‐space 
trajectory produced by linear gradients. The simulated results 
achieved with FRONSAC demonstrate a faster coverage of 
k‐space (along a similar corkscrew or oscillating trajectory to 
that in wave‐CAIPI) and thus increased imaging speed.
Here we present a novel concept to boost MR imaging 
speed further called spread‐spectrum MRI. Spread‐spectrum 
MRI is based on the rapid dynamic modulation of local 
magnetic fields produced by an array of local current loop 
fields instead of using global field modulations via gradi-
ent or shim coils as done in wave‐CAIPI or FRONSAC. The 
magnetic fields produced by local current coils are modu-
lated dynamically during signal acquisition to superimpose 
local and unique phase variations onto the spin distribution, 
which can be interpreted as a unique fingerprint onto confined 
regions within the object. Spread‐spectrum MRI distributes 
or spreads the basic bandwidth of gradient‐encoded magne-
tization frequencies using distinct modulation frequencies 
(or even orthogonal noise patterns) originating from a cer-
tain spatial location of the object. This spatially unique 
information is then utilized to disentangle different parts of the 
object, and thus to boost imaging speed dramatically. 
In other words, spread‐spectrum MRI combines local non-
linear encoding with rapid modulation of k‐space trajectories.
2 |  METHODS
2.1 | Experimental setup
The experimental setup used to demonstrate accelerated 
acquisition is illustrated in Figure 1. All measurements were 
performed on a 9.4 T whole‐body MR scanner with a patch 
antenna tuned to 400 MHz.19 The transmit/receive antenna 
was placed approximately 180 mm from the center of a 
cylindrical oil phantom (diameter 135 mm, length 220 mm). 
The phantom was surrounded by the eight local B0 coils as 
depicted in Figure 1. Although the patch antenna had two re-
ceive channels, the data of only a single receive channel was 
used for image reconstruction for simplicity. In addition to 
the gradients GR, GP, and GS and the radio frequency excita-
tion, the MR scanner triggered eight parallel current ampli-
fiers via dedicated controllers (National Instruments I/O card 
type PXIe‐6738), which were interfaced with a LabVIEW 
program. The current amplifiers were connected separately 
to the local square‐shaped B0 coils (50 mm × 50 mm, 
50 windings) that injected spatially confined magnetic field 
modulation patterns into the measured sample placed in a 
cylinder with a diameter of 140 mm. Simultaneously to the 
acquisition of a conventional gradient echo sequence, different 
patterns of modulations are played out to eight local coils by 
the synchronized current waveform controller and amplifier. 
A priory measured magnetic field maps for the quantification 
of the B0 field change evoked by the individual local coils at 
a certain current are then used for reconstruction of the MR 
signal acquired during local modulations of B0.
The field maps required for the spread‐spectrum MRI 
reconstruction were determined for each coil, by performing 
two consecutive single‐echo gradient echo measurements with 
a single axially oriented slice positioned approximately under 
the wires of the coils. The sequence triggered a half‐sine‐shaped 
current pulse with an amplitude of 0.1 A applied after the 
radio frequency pulse and before echo acquisition. The half‐ 
sine‐length was 400 µs and 500 µs for the first and the second 
measurement, respectively. The other imaging parameters were 
as follows: echo time 4.8 ms, repetition time 500 ms, nominal 
flip angle 50°, field of view 160 mm × 160 mm, matrix size 
128 × 128, slice thickness 2 mm, bandwidth per pixel 410 Hz. 
Images were reconstructed offline using in‐house‐developed 
Matlab routines followed by the subtraction of the phase of 
the two images acquired with the 500 µs and 400 µs dephasing 
period. The subtraction removed any phase perturbations 
caused by background field inhomogeneities and permitted suf-
ficient mapping even in proximity to the local B0 coils where 
the field gradient was high. The resulting difference phase maps 
were then converted into B0 maps for each of the eight coils.
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The capabilities of spread‐spectrum MRI were inves-
tigated by performing a 5 kHz/3A zero‐to‐peak sine wave 
modulation on each B0 coil during signal readout. A phase 
increment of 45° between adjacent channels of the arrange-
ment was applied. Applied current patterns were identical for 
each phase‐encoded echo. The images with sinusoidal current 
modulations during the readout were acquired using the same 
sequence settings and slice position as the reference B0 maps, 
but the trigger was adjusted such that the B0 field modula-
tions started synchronously with the data‐sampling period. In 
order to be able to sample the full frequency spreading of the 
MRI signal, k‐space oversampling in readout direction was 
increased from a factor of 2 to 8. Increasing the oversampling 
only changes the analog‐to‐digital converter dwell time but 
not the overall readout duration, if the bandwidth per pixel is 
kept at the same value. The used readout duration of 2.46 ms 
and gradient strength of 7.65 mT/m were therefore the same 
as for standard Cartesian encoding and resulted in approxi-
mately 12 field modulation cycles during each readout.
2.2 | Simulation setup
With the experimental setup depicted in Figure 1, which 
was designed to demonstrate the feasibility of accelerated 
imaging using spread‐spectrum MRI, practical applications, 
such as human brain imaging, are not feasible due to its 
small diameter of only 140 mm. We thus simulated an 
arrangement of eight square‐shaped coils with an edge 
length of 90 mm placed on a cylinder with 250‐mm diam-
eter that provides sufficient space to fit a human head; see 
Figure 2. The black rectangle in Figure 2A represents the 
outline of the cylinder with 250 mm in diameter, where 
eight coils (in pink) are mounted, each rotated by 45° around 
the center of the cylinder. The color map shows the mag-
netic field produced by those coils in a center plane along 
the cylinder axis. Figure 2B is a plane perpendicular to 
Figure 2A along the white dashed line shown in Figure 2A. 
For a better visualization, a static current with opposite 
polarity between adjacent coils was used to calculate the 
field maps shown in Figure 2A and B. Figure 2C describes 
the magnetic field along the white line (± 90 mm) depicted 
in Figure 2B. Here, a current of ±1 A (reversed polarity 
for opposing coils) through a single coil winding was as-
sumed. According to Biot‐Savart’s law this field decays 
with 1/r, where r is the distance to the coil wire. A linear 
approximation (dotted lines in Figure 2C) results in a gradi-
ent strength of about 20 µT/m (averaged along 180 mm) and 
10 µT/m (averaged over 100 mm). For the simulations based 
on this setup, a reference image (depicted schematically 
in Figure 2B) acquired with a conventional gradient echo 
F I G U R E  1  Experimental setup of spread‐spectrum imaging. The MR scanner (top left) controls the timing and execution of the gradient echo 
sequence (top right) and sends a trigger before each MR signal acquisition period to the current waveform controller. Eight independent current 
waveforms are generated, amplified by current amplifiers and applied to the eight local coils during the MR acquisition period, i.e. during the flat 
top of the readout gradient. For example, current modulations can be phase‐shifted sine waves (as in the measurements performed in this study) or 
even noise patterns. The modulated and phase‐encoded gradient echoes together with the knowledge of the magnetic field induced by the local coils 
and its corresponding current time courses are used for image reconstruction. As in conventional parallel imaging, acceleration of acquisition time 
is achieved by measuring only every nth phase‐encoded echo
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sequence at 9.4T with an in‐plane resolution of 0.85 mm × 
0.85 mm and a matrix size of 256 × 256 was used. Applied 
reconstruction algorithms are described in the following.
2.3 | Image reconstruction
In the presence of locally modulated magnetic fields, the 
measured signal s at a k‐space coordinate k at time point t is 
given by the following equation:
We assume that the measurement is performed with a 
single excitation/acquisition coil with a complex‐valued sen-
sitivity profile denoted as p (r). Without loss of generality, 
the terms describing relaxation effects are omitted in spatial 
encoding model (Equation (1a) and (1b)). The phase of the 
exponential term is composed of two parts. The term k(t) 
describes the k‐space position related to the spatially linear 
gradients that are used to perform frequency and phase 
(1a)
s (k, t) =
∭ m (r) p (r) exp
�
−i훾(k (t) r +
∑
c
Bc (r)
t∫
t
1
fc (휏) d휏)
�
dxdydz
(1b)k (t) =
t
∫
0
g (휏) d휏
played separately to each coil element c. The B0 field profile 
of each coil element c is indicated by Bc (r), which was mea-
sured with the previously described two gradient echo mea-
surements. m(r) is the object image to be reconstructed, and 
t1 denotes the time of beginning of the modulation.
The continuous model has a discrete counterpart, where 
spatial encoding terms are described by the elements of the 
encoding matrix E. Without loss of generality, let us con-
sider a case in which a single 2D slice is acquired. Let Kx 
and Ky be the number of acquired k‐space points in read-
out and phase‐encode direction, respectively. Further, let 
Nx, and Ny,  be the number of pixels in spatial domain. We 
acquire a complex‐valued spectrum s∈ ℂKx×Ky, and want 
to reconstruct the image m∈ℂNx×Ny. The image acquisi-
tion process with local magnetic field modulation can be 
described by a discrete linear operator E∈ℂ(Kx Ky )×(Nx Ny ). 
The acquisition process can therefore be described by a linear 
equation s = Em. In case the currents injected into the loops are 
zero, the encoding matrix is an orthonormal Fourier transform 
matrix E = F. For ease of indexing let’s reshape the encoding 
matrix as E∈ℂKx×Ky×Nx×Ny. In the experiments and simula-
tions described earlier a sine wave modulation f
c
(t) = sin (t) 
of the local fields was applied that was identical for each 
phase encoding line. The elements of the matrix E are then 
given by:
Here, Bc∈ℂC ×Nx×Ny  is the B0 field profile of a coil 
element c (where C is the total number of coil elements), 
w is the frequency of the spread‐spectrum modulation, ac is the 
modulation current amplitude, 휃c is the phase offset of the mod-
ulation. An extension of the model to the case of accelerated 
(2)Ei, j, l,m = Fi, j, l,m exp
⎛⎜⎜⎝−i훾
∑
c
�
a
c
B
c, l,m
�
cos
�
2휋wt
1
+ 휃
c
�
− cos
�
2휋wt
i
+ 휃
c
���
w
⎞⎟⎟⎠
F I G U R E  2  Illustration of the setup used for simulations. The underlying color maps in A and B represent magnetic fields generated by the 
eight local coils at a plane through the center of the cylinder (A) and a plane along the dashed white line in A (B). These maps were calculated 
using Biot‐Savart’s law and assuming opposite currents between adjacent coils. The resulting magnetic field within the dotted circle (180‐mm 
diameter) and along the white line in B is shown in C including two linear field approximations (dotted lines) of 10 and 20 µT/m for a current of 1 
A (and −1 A for the opposing coil) through a coil with a single turn
encoding (g: linear magnetic field gradient vector, r: spatial 
vector, τ and t: time). The second term ∑
c
B
c
(r) ∫ t
t
1
f
c
(휏) d휏 
corresponds to the sum of fields induced by the local mag-
netic field coils subject to an arbitrary waveform fc. 
The waveform fc represents the (unitless) current time course 
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acquisition is straightforward, for example, reduction of the 
number of phase encodings j∈Ky and involves decreasing 
the number of rows in the matrix E.
The image can be reconstructed by solving a linear equation 
system s = Em, which can be done for both general (Equation (2)) 
and separable (Equation (4); see following discussion) cases. 
In MR signal acquisitions with geometry factors (g‐factor (4)) 
close to unity, computing the pseudoinverse of the encoding 
matrix E and applying it to the measured k‐space allow for a 
simple one‐shot reconstruction. Otherwise, in case the g‐factor 
is greater than unity, inversion of the system can be unstable 
and results become noisy. In such case, the following regular-
ized optimization problem is solved:
The regularization coefficient 휆 sets the weight of the total 
variation term (TV (m)) that penalizes blurring and ghosting ar-
tifacts in the reconstruction. The regularization term can be seen 
as a prior on expected properties of the reconstructed image. Of 
particular interest are the priors learned with deep neural net-
works.20 Such priors can be coupled in a synergetic way with 
the coil modulation pattern to minimize for artifacts, and achieve 
even higher acceleration factors. Such extended optimization 
schemes may be explored in future work. A computationally 
intensive part in the optimization loop are the repetitive multi-
plications with the encoding matrix E, which can be either pre-
computed and stored in memory or generated online. In the latter 
case, the operation can be efficiently performed on GPUs, since 
it relies on computing a massive number of independent com-
plex‐valued weighting coefficients subject to spatial location.
In case the modulation scheme is identical for each 
sequence repetition/phase encoding step and Cartesian 
trajectories are used (which was the case in the experiments 
and simulations shown in Figures 3 and 4), the discrete model 
has a special representation in hybrid time/space domain (see 
Reference 17 for a more detailed description):
(3)m̂= argmin
m
(‖s−Em‖2
2
+𝜆 �TV (m)� )
(4)s
[
kx, y
]
=
∑
x
m
[
x, y
]
exp
(
−i2휋
(
kxx∕Kx
)
+
∑
c
B
c
[
x, y
] cos (2휋wt1 + 휃c) − cos (2휋wtkx + 휃c)
w
)
F I G U R E  3  Experimental results achieved with spread‐spectrum MRI. Top row: The application of phase‐shifted 5‐kHz current modulations 
leads to a spreading of the reference image A along readout direction (left–right) in the conventionally reconstructed image B. This frequency 
spread is also visible in the profiles (magnitude of the Fourier transformed central k‐space line along readout direction with and without 
modulation) shown in C. The middle row shows spread spectrum reconstructed images of measured data with increasing acceleration factors, and 
the bottom row the corresponding g‐factor maps, which indicate the noise amplification
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Here, kx is the k‐space index of the data sample in read-
out direction. In this representation, it is easy to see that the 
complex coefficients at each line in the hybrid space s
y
 only 
depend on the magnetization values m
y
 from the same line. 
In other words, no mixing of image voxel values in phase 
encode direction occurs and the image content is spread purely 
in readout direction. An advantage of such formulation is 
that the image reconstruction process can be made separable 
in phase encode direction in spatial domain, which results in 
smaller linear systems to be solved and faster convergence. 
However, in the more general case of arbitrary modulations for 
each phase encoding step or for non‐Cartesian trajectories the 
optimization scheme shown in Equation 3  needs to be solved.
3 |  RESULTS
3.1 | Experimental results
Experimental results achieved with this setup are summarized in 
Figure 3. Conventional 2D Fourier reconstruction of the phase‐
encoded and sine‐wave‐modulated echoes is shown in Figure 3B 
demonstrating a spread of the reference image along the readout 
direction. The profiles shown in Figure 3C are the magnitude of the 
Fourier transformed gradient echo acquired at the center of k‐space 
(no phase encoding) without (original profile, blue) and with 5‐kHz 
field modulation (spread profile, red), showing a frequency‐spread 
profile of about ±5 kHz of the original profile. A phase incre-
ment of the 5‐kHz sine waves of 45° between adjacent coils was 
applied. The second row shows reconstructed images 
acquired with local current modulation and acceleration fac-
tors of 1 to 4, i.e. using each k‐space line (D), every other 
(E), every third (F), and every fourth k‐space line (G), 
respectively. The degradation of image quality with increas-
ing acceleration is quantified in Figure 3H to K as g‐fac-
tor maps based on the pseudoreplica method.21 G‐factors in 
the range of 1 to 1.5 represent only a minor amplification of 
reconstruction‐related noise in the accelerated images, 
which is the case for the reference image H and the two‐fold 
accelerated image I. Image degradation for higher g‐fac-
tors is visible in Figure 3F and G. Reconstruction time was 
about 5 seconds on an Intel Core i7‐3770K CPU operating at 
3.50 GHz in combination with a Nvidia GeForce GTX TITAN 
GPU.
3.2 | Simulated results
The experimental results shown in Figure 3 have been 
acquired with a modulation frequency of 5 kHz at 3A 
F I G U R E  4  Simulated results achieved with spread‐spectrum MRI. The column on the left shows simulated examples of reconstructed brain 
images accelerated by a factor of 6 and 8 and corresponding differences to the reference image. A modulation frequency of 24 and 32 cycles per 
readout gradient duration and a (linearly approximated) gradient strength of 1.28 and 0.96 relative to the readout gradient strength were applied to 
the local coils in the case of eight‐fold and six‐fold acceleration, respectively. These two combinations of modulation frequency and strength are 
marked by arrows in the matrix plot shown right. This plot gives an overview of achievable acceleration factors confined to reconstruction errors 
of below 10% NMSE, as a function of applied modulation strength and frequency to the local coils. Units are scaled to the strength and duration of 
the applied readout gradient. The two figures on the bottom right depict the sampled points in k‐space along read (kR) and phase (kP) direction for 
acceleration factors of 6 and 8. Spreading along kP is about ±10 and ±4 phase encoding steps. NMSE, normalized mean square error
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(zero‐to‐peak), which was the performance limit of the 
connected analog current amplifiers. Numerical simulations 
of this setup (not shown here) were able to demonstrate a theo-
retical acceleration factor up to 10 (with an image degradation 
of less than 10% normalized mean square error [NMSE] 
compared to the reference image) for modulation frequencies 
in the range of 10 to 20 kHz at peak currents of 6 to 8 A.
Examples of simulated reconstructions of the reference 
brain slice with acceleration factors of 6 and 8 using 
different modulation strength and frequency are depicted in 
Figure 4. As the reconstruction error is below 10% NMSE no 
differences in reconstruction quality or differences to the ref-
erence image (not shown here) are visible. The color map 
matrix shown at the right top represents maximum achievable 
acceleration factors resulting in reconstruction errors of 
below 10% NMSE as a function of applied modulation field 
strength and frequency to the local coils. To allow general-
ization of these simulations, the strength of the modulation 
fields is given as the ratio of the approximated linear field 
gradient strength generated by the local coils and the applied 
readout field gradient strength. The modulation frequency is 
given as the number of sine wave cycles per duration of the 
readout gradient.
In conventional imaging based on linear gradient field 
encoding, single points in k‐space are sampled along a 
Cartesian trajectory or grid. Using nonlinear magnetic 
fields for encoding spreads each single point in k‐space to 
a pattern or stamp of certain shape and size, similar to the 
O‐space or FRONSAC methods that are based on spatially 
quadratically varying magnetic fields.12-14 The k‐space 
pattern sampled along a single readout is shown in Figure 4 
right bottom for two combinations of modulation strengths 
and frequencies. Without additional modulation, the sam-
pling pattern is a single straight line along readout direc-
tion kR. The spread of those patterns along phase encode 
direction (about ±10 and ±4 phase encoding steps for 
 accelerations of 8 and 6, respectively) enables reduction of 
the number of linear phase encoding steps, leading to pos-
sible accelerations of a factor of 6 and 8. In general, higher‐
modulation amplitudes or fields increase k‐space coverage 
along phase direction (kP) and thus allow for higher accel-
eration. This is presented on the color map showing increas-
ing maximum possible acceleration factors as a function of 
modulation strength.
4 |  DISCUSSION
Spread‐spectrum MRI is based on rapid local magnetic field 
modulation that enables acceleration of image acquisition. 
Acceleration factors of up to 4 were demonstrated experimen-
tally in a phantom study using eight local coils modulated 
with 5 kHz. In order to estimate the practical performance 
and limits of spread‐spectrum MRI for human brain imaging, 
a larger setup consisting of eight coils arranged on a cylinder 
with 250 mm was simulated. In this simulation, only a sin-
gle slice positioned in the region of largest field variations 
was considered, and local field modulations were combined 
with a conventional Cartesian k‐space sampling using a linear 
readout gradient GR preceded by a stepwise increased phase 
encoding gradient GP. The required field strength generated 
by the local coils to achieve a certain acceleration factor scales 
(linearly, if local fields are approximated by a linear gradi-
ent as depicted in Figure 2C) with the strength of the used 
readout gradient GR. Depending on the targeted acceleration 
factor, the required local field strength is in the order of 20% 
to 150% of the strength of the applied readout gradient GR. 
Assuming a readout gradient strength GR of 10 mT/m (GR is 
in the order of 5 mT/m for conventional imaging, and 20 to 
30 mT/m for fast imaging such as EPI and balanced SSFP) 
this corresponds to a required local field of 2 to 15 mT/m. In 
the approximation of a linear local field modulation, a pair 
of opposing wires with opposite current direction produce 
a gradient field of about 10 µT/m per ampere, as shown in 
Figure 2C, Methods section. As an example, a coil with 25 
turns will then generate a gradient field of 0.25 mT/m, and 
currents of 8 to 60 A are required to achieve a local modula-
tion field of 2 to 15 mT/m. The inductance of such a 90 mm × 
90 mm, 25‐turn coil is on the order of 100 µH (measured 
experimentally), resulting in a required driving voltage of 
5 V (at 8 A and 1 kHz) up to 375 V (at 60 A and 10 kHz). This 
rough estimation of required currents and voltages is in the 
range of what small to medium current amplifiers are able to 
deliver. However, these estimations scale (about linearly) with 
the gradient strength used to sample k‐space, and they scale 
(nonlinearly as depicted in the color map in Figure 4) with the 
targeted acceleration factor. For example, for an acceleration 
factor of 3 and a moderate readout gradient strength of 5 mT/m, 
currents in the range of 2 A to 3 A and frequencies of 4 kHz 
to 5 kHz are required, which leads to driving voltages of only 
about 5 V to 10 V for a 25‐turn coil. Therefore, the required 
experimental effort for accelerated spread‐spectrum MRI 
strongly depends on the specific application.
The presented experimental and theoretical results are 
based on phase‐shifted sinusoidal modulation patterns. 
Thus, the resulting magnetic field pattern rotates within the 
imaging plane (Figure 2B) with the frequency of the applied 
sine wave. This corresponds to a rotation of the 1/r decay-
ing magnetic fields shown in Figure 2C within the imaging 
slice. Using a linear field approximation (dashed lines in 
Figure 2C) the local coils generate a linear magnetic field 
gradient that rotates in a plane perpendicular to B0. In this 
linear approximation, the sampling of the measured MR 
signal in k‐space is a superposition of a circle trajectory (from 
the modulated local coils) with a linear trajectory (from the 
readout gradient). This sampling trajectory is similar to the 
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wave‐CAIPI corkscrew trajectory,17 which is generated by 
sinusoidal modulation of the linear gradients. The use of local, 
nonlinear magnetic modulation fields spreads this corkscrew 
trajectory into a dense band of k‐space sampling points, 
as depicted in Figure 4. These trajectories show a certain 
similarity to the trajectories generated by the O‐space or 
FRONSAC method12-14 resulting in a space variant resolu-
tion. However, in spread‐spectrum MRI each single coil can 
be driven independently, leading to a much higher flexibil-
ity and degrees of freedom in possible modulation patterns 
as compared to only quadratically varying fields used in 
O‐space or FRONSAC. This also offers the unique possibility 
to adapt local modulation fields to the underlying k‐space 
trajectory generated by the linear imaging gradients with the 
goal to optimize the sampled k‐space density across k‐space. 
Independent local field modulation also allows optimization 
of combined acceleration with parallel imaging.
The achievable acceleration factor with spread‐spectrum 
MRI depends on the field strength that is produced by the local 
modulation coils, and it varies along the spatial position along 
the local coil arrangement. As depicted in Figure 2, the strongest 
field modulation is along the dotted white line positioned along 
the coil windings perpendicular to the main static magnetic field 
B0 in z‐direction. Thus, possible acceleration factors significantly 
depend on the position and orientation of the imaging slice, and 
even no acceleration is possible for slices centered between op-
posing coil windings, i.e. where local fields from the coils can-
cel each other. Therefore, imaging acceleration is closely linked 
to the arrangement and number of local coils as well as to the 
spatial position and orientation of the imaging slice or position of 
the imaging volume for 3D imaging. This, however, also offers 
the possibility to design dedicated coil arrangements adapted to 
the specific requirements of certain imaging applications. As 
for any sequence, SNR is proportional to the square root of the 
total acquisition time (or sum of acquired ADC intervals) plus 
potential penalties for ill‐conditioned problems reflected in an 
increased g‐factor or NMSE. Therefore, presented acceleration 
factors of 6 or 8 shown in Figure 4 have a reduced SNR of 
√
6 
or 
√
8, respectively.
Rapidly changed magnetic fields may stimulate nerves or 
muscles by inducing electric fields. The threshold for periph-
eral nerve stimulation is on the order of 50 T/s (rheobase, 
infinite duration of magnetic field change dB/dt).22 Assuming 
a local magnetic field modulation of 20 mT/m at 10 kHz to 
achieve high acceleration factors corresponds to a magnetic 
field change of about 40 T/s at a distance of 10 cm from the 
center of the specific coil arrangement shown in Figure 2A. 
Application of these rapidly changing fields thus seems to be 
feasible for human brain studies and is assumed to be even 
less problematic if smaller diameters of the B0 arrangement 
can be used as in case of limb imaging.
This study was restricted to 2D imaging in combination 
with an underlying Cartesian k‐space sampling, and the use 
of only one receiver coil. Furthermore, all modulation coils 
were mounted at identical z‐position on the cylinder. A further 
direction is thus to explore the potential of an array of local 
modulation coils distributed along the z and angular direction, 
similar to what is used for local shimming using matrix coils.23 
This will increase the flexibility of modulation patterns along 
all principal axes, which is mandatory for accelerated 3D 
imaging. Similarly, other k‐space trajectories such as spirals 
or radial sampling combined with temporally varying local 
modulation patterns might further increase acquisition speed 
(see also O‐SPACE reference). Furthermore, spread‐spectrum 
MRI can be combined with parallel imaging, which is particu-
larly advantageous if the overlap of individual radio frequency 
receive coil sensitivities and current coil field profiles is 
minimized. In case of spatially separated radio frequency coil 
and current coil profiles, individual acceleration factors gen-
erated with both spread‐spectrum MRI and parallel imaging 
might be used independently for acquisition acceleration, 
resulting in a multiplication of acceleration factors.
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